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Isaac BonadAbstract
As a result of the need to increase the luminosity of the Large Hadron Collider (LHC)
at CERN-Geneva by 2020, the ATLAS detector requires an upgraded inner tracker. Up-
grading the ATLAS experiment is essential due to higher radiation levels and high particle
occupancies. The design of this improved inner tracker detector involves development of
silicon sensors and their support structures. These support structures need to have well un-
derstood thermal properties and be dimensionally stable in order to allow efﬁcient cooling
of the silicon and accurate track reconstruction. The work presented in this thesis is an in-
vestigation which aims to qualitatively characterise the thermal and mechanical properties
of the materials involved in the design of the inner tracker of the ATLAS upgrade. These
materials are silicon carbide foam (SiC foam), low density carbon foams such as PocoFoam
and Allcomp foam, Thermal Pyrolytic Graphite (TPG), carbon/carbon and Carbon Fibre Re-
inforced Polymer (CFRP). The work involves the design of a steady state in-plane and a
steady state transverse thermal conductivity measurement systems and the design of a me-
chanical system capable of accurately measuring material stress-strain characteristics. The
in-plane measurement system is used in a vacuum vessel, with a vacuum of approximately
10¡5 mbar, and over a temperature range from -30±C to 20±C. The transverse and mechanical
systems are used at room pressure and temperature. The mechanical system is designed so
that it measures mechanical properties at low stress below 30MPa. The basic concepts used
to design these measurement systems and all the details concerning their operations and im-
plementations are described. The thermal measurements were performed at the Physics and
Astronomy department of the University of Glasgow while the mechanical measurements
were performed at the Advanced Materials Technology department, at the Rutherford Ap-
pleton Laboratory (RAL). Essential considerations about the measurement capabilities and
experimental issues are presented together with experimental results. The values obtained
for the materials with well understood properties agree well with the values available in
the literature, conﬁrming the reliability of the measurement systems. Additionally, a Finite
Element Analysis (FEA) is performed to predict the thermal and mechanical properties of
PocoFoam. The foam is created by generating spherical bubbles randomly in the computa-
tional tool MatLab according to the topology of PocoFoam. The model is transferred to the
CAD program Solid works to be extruded and be transformed into PocoFoam. It is later on
transferred to the FEA tool ANSYS to be analysed. Simulations of a specimen of density
equal to 0.60g/cm3 are performed and the results are compared with the values measured for
a specimen of density equal to 0.56g/cm3. The simulated results agree within 32% with the
experimental values. The experimental results achieved in the studies undertaken in thesis
have made a considerable contribution to the R&D of the stave design by helping to under-
stand and optimise the current stave design and explore new design possibilities. The stave
is a mechanical support with integrated cooling onto which the silicon sensors are directly
glued.Contents
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Introduction
The Large Hadron Collider (LHC) is the world’s largest and most powerful particle accel-
erator and is located at the European Organisation for Nuclear Research (CERN). The LHC
consists of a 27 km ring of superconducting magnets and a number of accelerating structures,
which accelerate the particles around the ring. Inside the accelerator, two beams of protons
travel at a speed close to the speed of light before being brought together at four collision
points around the ring. The beams travel in opposite directions in separate beam pipes, which
are kept at ultrahigh vacuum. The protons are guided along the accelerator ring with a strong
magnetic ﬁeld, achieved by the use of superconducting electromagnets. They are built from
coils of special electrical cable that operate in a superconducting state, efﬁciently conducting
electricity without resistance or loss of energy. This requires chilling the magnets to around
-271±C [1]. Many magnets of different varieties and sizes are used to guide the beams along
the ring. These include magnets of 15 m in length, which are used to bend the beams and
quadrupole magnets of 5 to 7 m of length to focus the beams. Prior to the collision points,
another set of quadrupole magnets are used to focus the particles to come close to each other
in order to increase the chances of collision.
Six experiments are currently running at the LHC by international collaboration bringing
together scientists from institutes all over the world. The ToTal Elastic and diffractive cross
section Measurement (TOTEM) [2], [3] and the Large hadron Collider forward (LHCf) [4],
[5] are the smallest in size. The LHCf uses forward particles created inside the LHC as a
source to simulate cosmic rays in laboratory conditions and TOTEM studies forward parti-
cles to focus on physics that is not accessible to general purpose experiments such as the
size of the proton as well as the accurate monitoring of the LHC’s luminosity. The Large
Hadron Collider beauty (LHCb) [6] and A Large Ion Collider Experiment (ALICE) [7], [8]
are the two medium size experiments. The LHCb experiment focuses in investigating the
slight difference between matter and antimatter by studying a type of particle called the
“beauty quark” or “b quark”. ALICE collides lead ions to recreate the conditions just after
the big bang under laboratory conditions. The data obtained should allow physicists to study
a state of matter known as quark-gluon plasma. The Compact Muon Solenoid (CMS) [9]
and A Toroidal LHC Apparatus (ATLAS) [10] are the largest experiments in CERN. They
are based on general purpose detectors to investigate a wide range of physics including the
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Figure 1.1: Overview of ATLAS [1]
search for Higgs bosons. Although they have the same scientiﬁc goals, they use different
technical solutions and design, which are vital for cross conﬁrmation of any new discovery
made. The ATLAS experiment is the focus of this thesis because the technical solutions and
detector designs considered in this study are only applicable to it. The ATLAS experiment
is 44m long, 25m high with a weight of about 7000 tonnes. It comprises an inner detector
system immersed in a 2 Tesla solenoidal magnetic ﬁeld, an electromagnetic and a hadronic
calorimetry, and an outermost muon spectrometer embedded in three superconducting air-
core toroids with a typical ﬁeld of 0.5T in the barrel and 1T in the end-caps [11]. The layout
of ATLAS is illustrated in ﬁgure 1.1.
1.1 Motivation
ATLAS is a general purpose detector for the study of proton-proton (p-p) interactions [12].
At the centre of ATLAS, inside a solenoid magnet, the inner tracking detector is located. The
inner detector consists of the Transition Radiation Tracker (TRT) [13], the Silicon Central
Tracker (SCT) [14] and the innermost part, the Pixel detector [13] [14]. The inner detector
is designed to provide hermetic and robust pattern recognition, excellent momentum resolu-
tion and both primary and secondary vertex measurements for charged tracks above a given
threshold, nominally 0.5GeV [15], [16], [17]. The layout of the inner detector is shown in
ﬁgure 1.2. The pixel detector provides critical tracking information for pattern recognition
near the interaction point and contributes signiﬁcantly to the reconstruction of secondary
vertices. Furthermore, it provides good spatial resolution for the reconstruction of primary
vertices.
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Figure 1.2: Structural cut along the ATLAS inner detector [18]
The design beam energy of the accelerator is 7 TeV with a luminosity of 1034=cm2s.
Radiation from the LHC beam will damage the magnets of the LHC accelerator as the lumi-
nosity is accumulated. The quadrupole magnets at the interaction points may end their lives
around an integrated luminosity of 700=fb. With constant design luminosity of 1034=cm2s,
this may occur at the end of 2016 [10]. This date was reviewed recently and postponed to
2022. Replacement of the quadrupole magnets have been discussed. The upgrading of the
accelerator to the super LHC (SLHC) and the accompanying upgrade of the ATLAS experi-
ment are being investigated. The upgrade should provide an opportunity to extend the LHC
physics program by extending the mass reach in the search for new particles predicted by
many theories, or by allowing high-precision measurements including the couplings of the
Higgs boson to various other particles. The ﬁrst stage is to increase the luminosity by a fac-
tor 10, to 1035=cm2s resulting in an integrated luminosity of 3000=fb [10]. The increase of
luminosity has two direct consequences in an experiment. The ﬁrst is the increase of pileup
events per beam crossing, from 20 to 200, and the second is the increase of the total ﬂuence
of particles inside the tracker corresponding to the increase in the integrated luminosity; that
is a factor 4 for a luminosity increase from 700 to 3000=fb [10].
For the ATLAS upgrade the minimal requirement for the beam crossing rate is that the
detector keeps the same readout interval of 25ns, as in the muon and calorimeter systems, en-
abling the use of the same electronics. The basic requirements in terms of design is radiation
hardness and efﬁcient tracking capabilities with detector occupancies under control [19].
TheinnerdetectorsystemoftheATLASupgradehastokeepthesameperformancethatit
achieved for the current tracker operation. The main challenges are the increased occupancy
resulting from the instantaneous increase in event rate and the radiation damage resulting
from the ﬂuence of particles. Because of high occupancy, the TRT system will cease to
work and will be replaced with silicon microstrip sensors. The SCT system has to have ﬁner
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granularity to keep the occupancy acceptably low. The SCT and the pixel systems need to
have radiation tolerance in their silicon microstrip and pixel sensors, which are a factor ten
higher than that of the LHC operation.
Inthelightof theseLHCupgradeconsiderations, itisevidentthat theATLASexperiment
will be exposed to signiﬁcant challenges. Its entire tracking system needs to be replaced. The
expected high radiation level as well as the large increase in occupancy impose very strict
requirements on the inner tracker system. R&D is well advanced and prototypes are being
constructed and tested in order to take SLHC data around the year 2020. The increased
occupancy is dealt with by replacing the trackers with higher granularity ones, which im-
plies an additional 2-3 times increase in channels. The increased channel number imposes
strict constraints for the power consumption as well as for the material budget. Additionally,
very radiation-hard techniques will be needed for the ”hottest” region within 20 cm from
the beam pipe [20]. Such an environment is demanding fundamental R&D for new detector
materials and concepts. The efforts of this thesis go towards coping with these challenges.
The thesis contributes to an international collaboration, whose objective is to design a me-
chanical support with integrated cooling supporting the strip sensors in the tracker detector,
which structure is commonly called “stave”. This includes understanding the thermal and
mechanical properties of the stave, benchmarking these properties with ﬁnite element anal-
ysis, understanding the sensitivity of the design to material change and the ways to improve
it.
1.2 Stave Design
The design work of the stave is well advanced in the collaboration. In order to examine the
magnitude of work already done by the ATLAS upgrade collaboration, this section presents
theprogressoftheworkdonebytheAmericancollaboratorsandreportedbyM.Gilchrieseet
al. in [21]. At the present stage, the UK and US collaborators are working on a similar design
butwithsome differenceinthe details. TheUSAcollaborators usealuminium forthecooling
pipes while the UK collaborators use stainless steel. In this thesis, the US work is presented
because considerable advances have been made in this group and documentation is easily
available. The design challenges presented here are similar to the other collaboration groups.
The proposed layout for the ATLAS inner detector for the SLHC is shown on ﬁgure 1.3. The
pixel layers are in green, the short-strips in blue, the long strips in red, and the forward disks
in purple.
The objectives of this layout is ﬁrst to produce a robust design that can withstand ten
times the projected dose of the current detector (the speciﬁcation for the upgrade tracker
is survival to an integrated luminosity of 2x3000=fb, 2 being the safety margin), secondly
to cope with an instantaneous luminosity increase to 1035=cm2s. The requirements on the
absolute value of the stiffness of the stave depends upon the overall stiffness of the stave
and the CFRP barrel structure that it is mounted on. In the UK/US design, the silicon strip
detectors will be mounted directly on the stave, which will supply all the necessary services
and mechanical support. The stave is meant to be mounted on the barrel semiconductor
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Figure 1.3: Proposed all-silicon layout of the inner detector for the ATLAS upgrade [22]]
Figure 1.4: Illustration of the stave with short-strip silicon detectors. Modules are mounted
on both sides of the stave [21]
tracker, shown in ﬁgure 1.2. The proposed US stave for the barrel region of the tracker is
illustrated in ﬁgure 1.4.
The stave consists of [21], [22]:
² A mechanical support with integrated cooling - the mechanical core of the stave
² Abuscable(copper-aluminium-kaptonﬂex-circuittodistributeelectricalsignals, power
and high voltage). The bus cable is directly glued to the mechanical core (one on each
side of the core)
² Single-sided silicon detector modules glued onto the bus cables. Each single-sided
module consists of four rows of 10 read out chips (each of 128 channels) arranged
on two hybrids and glued directly to the sensitive surface of the sensor. A total of 10
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Figure 1.5: Overview of a single sided-module [22]. The red component is the silicon and
the green component is the hybrid.
modules cover each side of the stave. An exploded view of a single-sided module is
shown on ﬁgure 1.5.
² an end-of-stave card for stave readout and control (yellow region) in ﬁgure1.4.
The mechanical core of the US stave is made of aluminium cooling pipes embedded
inside a sandwich consisting of carbon ﬁbre reinforced polymer, PocoFoam and a carbon
ﬁbre honeycomb. A side view of the stave is illustrated on ﬁgure 1.6 and shows the different
components inside the mechanical core. These components are mounted as follows:
² Facings (carbon ﬁbre) on both sides of the stave on which the bus cable is glued. The
facings are to provide stiffness to the stave.
² Core material (honeycomb), between the facings and glued to them to provide stiffness
to the overall structure.
² Aluminium cooling tubes embedded and glued onto PocoFoam. The PocoFoam is also
glued onto the carbon ﬁbre. The PocoFoam forms a high thermally conductive path
between the pipe and the stave facing.
The stave is designed with silicon sensors directly glued on the bus cable. These silicon
sensors cover both sides of the stave and are about 10cm x 10cm each in all regions. The
length of the short strip is set to 1 m, while that of the long strip is set to 2 m. Apart from the
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Figure 1.6: Cross section view of the stave [21]
Figure 1.7: The round aluminium tube surrounding by PocoFaom pieces
aluminium tubes and adhesives, the design of the mechanical core utilises only carbon based
materials.
1.3 Stave prototype
M. Gilchriese et al. prototyped for their studies a series of staves with different shapes of
cooling tubes and different coolants. However, presented in this thesis is only the prototype
considered qualiﬁed for further study. The reasons for the fabrication of the staves are to
gain experience with the fabrication techniques of the stave and explore a range of potential
coolants and measure their thermal performance
The prototype retained for further studies and improvement is the one illustrated via its
fabrication stages, in ﬁgure 1.7, ﬁgure 1.8 and ﬁgure 1.9. PocoFoam pieces are ﬁrst glued
onto a round (outer diameter equal to 4.8mm) and bent aluminium tube with CGL 7018 from
AI Technology [23]. The PocoFoam was machined to the required thickness and shape. It
originates from POCO graphite foam [24] and has a nominal density of about 0.55g/cm3.
The carbon ﬁbre facing material is a K13D2U Graphite Toughened Cyanate Ester Unitape,
80g/cm2, 6” width and cured at 250 ±F with EX 1515 resin.
The assembly is then glued directly onto one of the carbon ﬁbre facings with Hysol 9396,
ﬁgure 1.8 (right). Onto the other carbon ﬁbre facing, the pre-cut honeycomb is glued with
the same adhesive, ﬁgure 1.8 (left).
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Figure 1.8: Gluing of honeycomb to facing (left). Gluing of round aluminium tube to facing
(right)
The two half assemblies are glued together and constitute the mechanical core of the
stave. The sides are closed with carbon ﬁbre facing material and the ends with aluminium
pieces, see ﬁgure 1.9.
1.4 Thermal Performance
To evaluate the thermal performance of the stave, heaters, dummy hybrids and dummy sil-
icon detectors were utilised in the following experiment. They were mounted on the bus
cable which was glued directly onto the facing material as shown in ﬁgure 1.10. This ar-
rangement was made in order to create the expected operational conditions of the stave in
the SLHC. In this section only the experimental thermal measurements performed on the
prototype consisting of the aluminium cooling pipes with outer diameter equal to 4.8mm
and entirely surrounded by PocoFoam are shown. One surface of the PocoFoam was bonded
to the facing with CGL-7018 adhesive and the other surface with EG76581. The results of
the measurements will be compared with a thermal FEA analysis in order to assist in the
validation of the stave modeling process and design improvement.
In normal operation and conditions of the stave in the SLHC, the heat load on the stave
will arise from the electronics glued onto the hybrids, the silicon detector heating (leakage
current that varies with the amount of radiation damage and voltage), resistive heating in the
bus cable and heat loads from the ambient environment of the stave. The heat arising from
the electronics contributes signiﬁcantly more than the other heat sources. Its contribution is
1also from www.aitechnology.com
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Figure 1.9: Overview of the mechanical core of the stave
Figure 1.10: Overview of stave attached with bus cable, heaters, dummy hybrids and dummy
silicon [21]
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Figure 1.11: Overview of stave under thermal test with an IR camera [21]
estimated to be around 0.3W per chip. The contribution of the other sources is assumed to
be 10% of this. Therefore 3.3W (0.33W x 10 chips) is applied onto the heaters representing
the total heat load transferred from all heat sources onto half a hybrid (10 chips). Figure 1.11
shows power connections, connections to water cooling at the bottom of the stave and a typ-
ical IR image of the stave. Water at approximately room temperature was used for cooling.
It is worth noting that, during the experiment heat was applied on one surface of the stave
only. The water inlet and outlet temperatures were measured with sensors placed directly in
the water ﬂow and their average measured temperatures were around 20.1±C and 20.3±C
for the water inlet and the water outlet, respectively. The experiment was performed with
eight heaters powering the side of the stave. An Infra-red (IR) camera was used to measure
the temperature of the surface. The temperature measured when no intentional heat was
applied was equal to 20.6±C. The difference between the inlet water temperature and the
measured temperature on the surface of the stave was, according to M. Gilchriese et al., due
to the calibration of the sensors and the IR camera or from a small heat exchange with the
ambient environment. The temperature gradient through the stave (between the surface of
the stave and the cooling water) was determined using the average temperature of the cooling
water (20.2±C). The minimum and maximum temperature raises, when no intentional heat
is applied were ¢T min=2.3±C and ¢T max=5.8±C. Heat of 3.3W was applied on the heaters
and the maximum and minimum temperatures measured on the surfaces were T max=26.4±C
and T min=22.9±C. The minimum and maximum temperature gradients were calculated to
be ¢T min=2.7±C and ¢T max=6.2±C. The results of the measurements are summarised in
table 1.1. The measured temperature drops are useful as a comparison to results from a
simulation of the stave.
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Table 1.1: Measurements of the thermal performance of the retained stave prototype with
3.3W applied per hybrid
IR reading Relative to Relative to 0W
Ave. water temperature
T min T max T ave ¢Tmin ¢Tmax ¢Tave ¢Tmin ¢Tmax ¢Tave
PocoFoam with 22.9 26.4 24.61 2.7 6.2 4.4 2.3 5.8 4.0
4.8mm OD tube
Figure 1.12: CAD simulation of 1/4 of the module. The x-axis goes through the thickness
of the stave, y-axis runs parallel to the width of the stave and the z-axis runs parallel to the
length of the stave [21]
1.5 FEA Thermal Performance
This subsection reports a brief description of the FEA thermal model constructed and com-
pared with the thermal prototype previously discussed. A detailed explanation of the heating
parameters is given together with an estimation of the stave thermal runaway power.
1.5.1 Thermal Modeling
A 10 cm wide module consists of 10 electronic chips per hybrid with 4 hybrids per module.
The total number of chips per module in the US model is then 40. The U-cooling tube runs in
the stave’s axial direction with a symmetrical transverse spacing, see ﬁgure 1.8. In this study,
an 1/8th size of the module was used where the stave lateral dimension was divided into two
equal transverse thermal zones with respect to the chips, see ﬁgure 1.12. The cooling tube
was therefore placed 1/4 of the distance from the outboard stave edge.
The ﬁnite element baseline parameters used in this model are summarised in table 1.2.
Coordinates are x (normal to stave surface) , y (stave’s long axis) and z (transverse to stave’s
long axis), see ﬁgure 1.12. The properties of the materials are considered isotropic if nothing
else is mentioned.
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Table 1.2: Baseline properties used in ﬁnite element model
Item Thickness Thermal Conductivity
(mm) (W/mK)
x/y/z
Solid Elements
Al tube OD(2.8mm) ID(2.1mm) 200
CFRP (K13D2U) 0.21 1.3/294/148
Cable 0.125 0.12
Silicon sensor 0.28 148
BeO 0.38 210
Hybrid 0.23 5
Chip 0.38 148
PocoFoam (0.9 mm min) varies 125/50/50
Adhesives
Foam to Tube (CGL) 0.1 1
Foam to CFRP facing (CGL) 0.1 1
CFRP facing to cable (ME7863) 0.05 0.8
Cable to silicon sensor (ME7863) 0.05 0.8
Silicon sensor to BeO (ME7863) 0.05 0.8
BeO to hybrid (ME7835-RC) 0.05 1.55
Hybrid to chip (ME7835-RC) 0.05 1.55
1.5.2 FEA Thermal Model Compared with the Prototype
A Finite Element Analysis was performed in ANSYS on the model and a maximum silicon
temperature of 5-6±C (depending on different assumptions about thermal conductivity of
facing, foam and bus cable) was observed. This calculated value is the temperature gradient
established between the stave surface and the cooling pipe. The value agrees well within
around 1± with the maximum gradient temperatures ¢Tmax=6.2±C and ¢Tmax=5.8±C rel-
ative to the average water temperature and relative to the 0W condition, respectively, see
table 1.1. However, the authors point out that the absolute error in the measurements is about
1±C and also the thermal conductivities of the stave components are not well known in order
to predict temperatures to an accuracy better than 2±C. In conclusion, despite the agreement
between the model and the measurement results, one should bear in mind that uncertainties
in the range of 1-2±C exist.
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1.5.3 Heating Parameters
On one side of a short strip detector, the total heat load is 120 watts, which is equivalent
to 40 (number of chips per module) x 0.3W (each front chip) x 10 (modules per stave). As
mentioned earlier, the heat load on the stave will arise from the electronics glued onto the
hybrids, the silicon detector heating, resistive heating in the bus cable and heat loads from
the ambient environment of the stave. The heat load from the environment is considered neg-
ligible and not included. The detector self heating is taken from an integrated luminosity of
6000=fb [22]. This luminosity roughly corresponds to six years at an average luminosity of
1035=cm2sec with a safety factor of 2. The self heating is numerically equal to 1mW=mm2
at 0±C. The power dissipation in the bus cable depends signiﬁcantly on the details of the
implementation of the module powering scheme. It is assumed that the design of the bus ca-
ble makes the power dissipation contribution to be insigniﬁcant compared to the electronics
power and is therefore neglected.
1.5.4 Thermal Results
The model was run for different tube inner wall temperatures (-35±C to -5±C) and the results
ofthepeakdetectortemperaturearesummarisedinﬁgure1.13. Theauthorsinvestigatedsub-
sequent consequences not only at 0.3W per chip but at lower and higher electronics powers
such as 0.125W and 0.5W with a self heating of 1mW=mm2 at 0±C. Additionally, electron-
ics power of 0.3W per chip together with self silicon heating of 2mW=mm2 at 0±C was
investigated. For reference, no silicon self heating was investigated.
Figure 1.13 shows that the baseline design of the stave presented does not have a good
headroom against thermal runaway when self heating is considered. For 0.3W per chip with
self heating at 2mW=mm2 at 0±C, thermal runaway begins around -20±C while it begins at
around -14±C for self heating at 1mW=mm2 at 0±C. These temperature values are measured
on the inner wall of the cooling pipe. Driven by the desire to understand the sensitivity of
the design in order to improve it by reducing mass, increasing runaway headroom and reduc-
ing sensitivity to material change, M. Glichriese et al., performed more studies. The studies
were based on the effect of changing the CFRP facing composition, improving thermal per-
formance of the bus cable and replacing the honeycomb with low density carbon foam.
CFRP Facing Composition variation
Two specimens of K13D2U of different layup and thicknesses were investigated. Their
thermal conductivity in the three directions (x/y/z) and their thickness (¢L) are K13D2U
(1.3/294/148), (0.21mm) and K13D2U (1.3/294/148), (0.42mm) respectively. Carbon ﬁbre
reinforced polymer K1100 and carbon/carbon (C/C) with higher thermal conductivities were
also considered. The results are presented in table 1.3. The thermal analysis is performed
with the tube inner wall temperature of 0±C providing enough initial thermal gradient be-
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Figure 1.13: Peak detector temperature versus inner wall temperature of cooling
tube [21] [22]
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tween chip and cooling tube. No detector self heating has been considered. The ﬁbre con-
centration in the stave longitudinal direction (z) is chosen to provide higher stave stiffness in
that direction. ’0’ is along the stave longitudinal direction.
Table 1.3: Baseline properties used in the ﬁnite element model
Facing conductivity (x/y/z) Thickness Layup Chip peak ¢T Detector peak ¢T
(W/mK) (mm) (±C) (±C)
K13D2U (1.3/294/148) 0.21 0/90/0 8.61 7.96
K13D2U (1.3/294/148) 0.42 90/0/0 7.93 7.24
k1100 (2/367/185) 0.21 0/90/0 8.05 7.39
C/C (25/367/183) 0.42 90/0/0 6.88 6.19
The use of 0.21 mm thick K1100 as the facing results in 7.71% less in the detector
peak temperature gradient compared to the use of K13D2U of the same thickness. It is
worth noting that, despite this performance of K1100 and its signiﬁcantly higher thermal
conductivity than K13D2U, the authors claim that there is no thermal justiﬁcation to select
it, particularly since K13D2U’s tensile modulus is within 5% of K1100. The results show
that by doubling the thickness of the K13D2U to 0.42mm, a reduction of the detector peak
temperature gradient from 7.96±C to 7.24±C can be achieved. This consequently results
in the doubling of the thermal resistance through the stave. A signiﬁcant improvement of
the thermal performance of the stave can been achieved by using 0.42mm thick C/C. The
temperature gradient across the stave drops from 7.96±C to 6.19±C by using C/C with a
transverse thermal conductivity of 25W/mK.
Bus cable Variations
The kapton bus cable used in the prototype of the stave is largely covered with layers of
copper and aluminium, as shown in ﬁgure 1.14.
In the regions having lamination of copper and aluminium both through thickness and
in plane conductivities are increased. The authors estimate the through conductivity to be
around 0.38W/mK and the in plane conductivity to be up to 80W/mK. In order to be conser-
vative, they use an isotropic value of 0.12W/mK for the bus cable in the FEA with a cable
thickness of 125¹m. They claim that changing the thermal conductivity from 0.12W/mK to
0.38W/mK results in reducing the temperature drop across the stave of about 1.5±C.
Foam versus Honeycomb
The authors also investigate of the possibility of replacing the honeycomb with low density
carbon foam (k = 15 W/mK). The low density foam (0.1 - 0.2g=cm3) only replaces the
honeycomb and the high density foam remains around the cooling pipe. The addition of
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Figure 1.14: Overview of the kapton bus cable
the foam gives substantially better thermal performance since it provides an additional heat
conductionpathtothecoolanttubeinadditiontothePocoFoam. Fortheheatingassumptions
of 0.3W per chip and with self heating at 1mW=mm2 at 0±C, the addition of the foam
provides about 8 ±C more headroom against thermal runaway. It is worth noting that the
replacement of the honeycomb by the low density foam does not increase signiﬁcantly the
mass of the stave.
1.6 Mechanical Performance
In this section, the concept for the support of the stave is presented together with a brief
summary of the work of M. Gilchriese et al. on the mechanical performance of the stave.
The arrangement that supports the stave is a shell like structure, where two layers of
staves are supported by a single shell, see ﬁgure 1.15. With this design, the facings of the
stave can be signiﬁcantly thin since the stave is supported at several locations. A detailed
design of the support of the stave is beyond the scope of this thesis and will not be discussed.
After performing an experimental deﬂection measurement of the stave, M. Gilchriese et al.
come to the conclusion that the core shear of the stave is stiff enough and should not be
a concern. This high core shear stiffness is due to the honeycomb glued onto the facings,
the cooling tube embedded and bonded inside the PocoFoam, which is also glued onto the
facings. Because the deﬂection of the stave is a result of the CFRP facings bent around their
neutral axis, M. Gilchriese et al. performed tensile tests on the K13D2U (0/90/0) and ob-
tained a Young’s modulus of around 379.2GPa. The Young’s modulus is important because it
measures the resistance of a material to elastic (recoverable) deformation under load. A stiff
material has a high Young’s modulus and changes its shape only slightly under elastic loads.
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Figure 1.15: Concept for supporting the stave with a thin shell
The Young’s modulus value is used in the FEA to mechanically simulate the deﬂection of
the stave. The simulated value of the central deﬂection is 15% less than the experimentally
measured value. The experimental value was performed by performing a four point bend
test. A central deﬂection of 0.118mm was observed for 26.59N load applied at the quarter
points.
1.7 Aims of the thesis
In the work presented, especially in the CAD thermal performance section, M. Gilchriese et
al., makes use of materials that they have not measured the properties of. Material properties
such as the Young’s modulus and the yield strength. Very often these thermal properties are
taken from the available literature. The authors even remark that the conductivities of the
stave components are not well understood enough to predict with accuracy the temperatures
of the stave components. The FEA results obtained are subsequently not reliable and cannot
be trusted for a detailed prediction of the stave’s thermal performance. In the mechanical
studies, M. Gilchriese et al. make tensile test measurements using the conventional method,
which is meant for experiments with high stress and up to failure.
Apart from the aluminium tubes and adhesives, the design of the mechanical core utilises
onlylightcarbonbasedmaterials. Thetotalmassofthestaveisestimatedtobebetween600g
to 800g. The stave is mounted into the barrel such that the total load applied to it consists
of its own weight and the force induced by thermal load due to the cooling of the pipe and
the heating of the silicon sensors. The magnitude of the force induced by the thermal load
is not exactly known, however the maximum stress applied on the stave is estimated by the
UK collaborators to be around 30MPa. The cooling of the pipe and the heating of the silicon
sensors impose a shear force between the PocoFoam and the cooling pipe. It is therefore
essential to understand the mechanical properties of the PocoFoam. The stave will operate at
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low stress, <30MPa. It is an imperative to know and understand well the stave mechanical
properties at such low stress.
It is clear that to understand well the thermal and mechanical properties of the stave,
accurate values have to be used in the ﬁnite element analysis model. Accurate values can
only be obtained by utilising reliable measurement systems capable of obtaining repeatable
results. The aims of this thesis are therefore to design and construct reliable thermal and me-
chanical measurement systems and apply them to the measurements of the ATLAS upgrade
structures. Basic concepts of a direct in-plane thermal conductivity measurement system are
presented in chapter 3 together with its detailed operation procedure. The measurement sys-
tem is used to perform measurements on low density carbon foam, carbon ﬁbre reinforced
polymer, Thermal Pyrolytic Graphite and Diamond. In chapter 4, concepts of a transverse
thermal conductivity measurement system are presented together with its mode of operation.
The measurement system is used to perform measurements on adhesives and solid materials
up to a few microns thickness. The measurement system is slightly modiﬁed and used to
perform measurements on low density foams with thickness up to 25mm. The design con-
cept of a jig for mechanical measurements at low stress is presented in chapter 5. The jig
is adapted to a conventional testometer and used to measure Young’s moduli of low carbon
foams and carbon ﬁbre reinforced polymers. In order to understand the sensitivity of the
design, a sandwich arrangement of stainless steel, low density carbon foam and carbon ﬁ-
bre reinforced polymer is constructed in chapter 6 and thermo-mechanical measurements are
performed on the sandwich under a shear force. Finally, a simulated model of a low density
carbon foam is studied in chapter 7, in order to understand the relationship between density
and thermal conductivity of low carbon foams.
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Materials & Manufacturing Process
Many materials have been investigated for the design of the mechanical core of the stave,
among them Silicon Carbide foam (SiC foam), carbon foams including Allcomp foam and
PocoFoam to surround the cooling pipe and Carbon ﬁbre reinforced polymer (CFRP), Ther-
mal Pyrolytic Graphite (TPG) and carbon/carbon as facings. Only PocoFoam or Allcomp
foam and carbon ﬁbre reinforced polymer are important for this thesis because they have
been selected for the design of the mechanical core of the stave. The selection of PocoFoam
and Allcomp foam are motivated by their high thermal performances (high thermal con-
ductivity primarily in the z direction), their low density and radiation hardness. PocoFoam
has a vast range of applications including thermal protection systems, thermal management
systems, solar radiators, industrial heat exchangers, electronics cooling and noise absorption.
Theselection ofcarbon ﬁbre reinforcedpolymer is dueto its lightweight, high Young’smod-
ulus, high thermal conductivity and radiation hardness. Its application ranges from sporting
goods to aircraft structures. Different glues such as Hysol EA9396, Dow Corning SE4445
and Epolite FH-5313 are selected for the assembly of the stave components. The glues are
selected for their attractive thermal performance and radiation hardness. In this chapter, car-
bon graphite foams and CFRP will be introduced followed by their manufacturing processes.
The selected glues will be presented.
2.1 Foams
Foams are cellular materials and are generally classiﬁed by material type (metal, ceramic,
polymer or natural) and general structure (open or close cells). Open celled foams have
interconnected cells allowing the passage of gas or ﬂuid through the void space from one
cell to the next. Whereas, closed celled foams do not have interconnected cell openings.
Gas can be trapped inside the cells. Although foams typically consist of one type of cellular
structure, it is likely to experience foams with both structures inside a specimen.
Depending on its crystallographic structure, carbon can be thermally insulating or con-
ducting [25]. Carbon is element 6 of the periodic table and has limited long range or-
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Figure 2.1: Planar structure of ABA stacking sequence [26]
der. Graphite is an allotropic form of carbon consisting of layers of a hexagonal array of
carbon atoms which can also exist in a rhombohedral form [25]. In the hexagonal form,
graphene layers are arranged parallel to each other in an ABA stacking sequence, see ﬁg-
ure 2.1. The layers exhibit long range order which contributes to high thermal conductivity
of graphite [26]. The crystallographic nature of graphite makes the thermal conductivity in
the planar directions two orders of magnitude higher than in the perpendicular plane.
2.1.1 Foam structure
Foams are characterised by several elements. The main components are ligaments (also
referred to as struts), cells and nodes, as shown in ﬁgure 2.2. The size, shape, direction,
anisotropy and uniformity of these elements have signiﬁcant inﬂuence on the bulk properties.
The ligaments and nodes establish the framework and structural integrity of the foam, while
the cells contribute largely to the porosity and density of the bulk material.
Ligamentsofgraphitefoamsmayhaveahighlyalignedgraphiticstructure, seeﬁgure2.3.
Graphene layers are typically oriented parallel to the cell structure and can have extremely
high thermal conductivity (up to 2300 W/mK), which contributes to the high bulk thermal
conductivity of the foams.
Although foams may contain small fractions of both open or closed cells at the same
time in a general structure, this thesis focuses exclusively on graphite foams with open celled
structures. Cell shapes of graphite foams are typically ellipsoidal or spherical and the cell
sizes vary depending primarily on the processing conditions. Because the nodes are the junc-
tions where ligaments come together from different directions, graphite planes get disrupted
and the nodes tend to be more isotropic compared to ligaments [28].
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Figure 2.2: Overview of ligaments, cells and nodes inside graphite foam [27]
Figure 2.3: Optical view of graphite foam ligament structures [27]
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2.1.2 Graphite Foam Development
As Klett James reports well [26], reticulated vitreous carbon foams (a network resembling
glass), also called glassy carbon foam, were developed in the 1960s to obtain a carbon skele-
ton but with poor thermal conductivity. Reticulated Vitreous Carbon (RVC) foams are void
of graphitic structure and have large openings and linear ligaments, see ﬁgure 2.4. They
were manufactured by heating a thermosetting organic polymer foam (specially by carbon-
ising polyesters, polyurethanes or phenolics). Ligament surface cracks occur during the heat
treatment process when molecular weight changes cause shrinkage. M. D. Sarzynski, K.
Lafdi and O. O. Ochoa [29] report that microscopic observations of the ligaments indicate
that the surface cracks are ﬁlled when the microstructure is coated. They claim that a 10¹m
copper coating can signiﬁcantly increase the thermal conductivity of the carbon foam up to
three orders of magnitude. The commonly used method of coating foams is by chemical
vapour deposition (CVD). Since the open pore cellular materials are used as heat exchang-
ers they may also require skins to contain the heat exchange media and=or to contain the
pressure within the porous core. Attachment of a skin or skins to foam materials was often
problematic because the surface of the foam material is composed of a multitude of discreet
points or small areas rather than a continuous surface. In order to overcome this challenge,
in situ formation of the skins by chemical vapour deposition has been attempted with little
success. The results were that either too much of the “coating” entered into the porous ma-
terial, increasing its weight beyond the usable range; or repeated cycles of deposition and
machining were required at great cost. In 2005, Williams et al. [30] invented the thermal
spray process to form skins in situ on rigid open and closed-cell materials and claim that the
invention overcomes the difﬁculties encountered by the CVD based process. In principle, it
is possible to thermally spray any material with a stable molten phase. Deposition rates are
very high in comparison to alternative coating technologies. In the application of the inven-
tion, the processing parameters such as viscosity are optimised to control penetration of the
“coating” into the foam while still achieving substantially complete bonding throughout the
surface of the core of the foam.
A decade after the development of Reticulated Vitreous Carbon foams, production of
carbon foams from alternative precursors was achieved. One of the major achievements was
production of pitch based foams. Pitch is a residue from the pyrolysis, (decomposition of a
chemical by heat), of an organic material or tar distillation and is essentially hydrocarbons
and hydrocyclic compounds [26]. Pitch is a thixotropic ﬂuid, which is a gel like substance
at rest but ﬂuid when agitated and has high viscosity at its softening point [31]. The ﬁrst
pitch based foams were developed by Bonzom et al., [26] with petroleum derived pitch and
in late 1990s Stiller et al. [26] produced the ﬁrst coal derived pitch foams at West Virginia
University.
Mesophase pitch has a complex mixture of hydrocarbons and contains anisotropic liquid
crystalline particles [26]. Hager et al. [26] used this precursor to produce graphite foams
in the early 1990s at the Wright Patterson Air Force Base Materials Laboratory. Later in
1997, K. James [32] at the Oak Ridge National Laboratory (ORNL) reduced signiﬁcantly
the production steps of the mesophase pitch based graphite foams, eliminating traditional
blowing and stabilisation steps, see ﬁgure 2.5. They reported graphite foams have bulk
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Figure 2.4: Scanning Electron Microscopy (SEM) image of reticulated carbon foam [26]
thermal conductivities greater than 40 W/mK (conductivities up to 180 W/mK have been
recently measured).
2.1.3 ORNL Graphite Foams Production Method
Manufacturing of ORNL graphite foam is not complex and is performed following three
major stages: Foaming, Carbonization and Graphitization heat treatment. The aim of the
foamingistocreatethegeneralstructureofthefoam, whereastheobjectivesofcarbonization
and graphitization are respectively to remove the residual volatile material and increase the
strength of the foam [26].
The foaming process begins with heating a mesophase pitch precursor in an oxygen-free
environment to about 50±C above its softening point. When the pitch melts, the pressure
and temperature are increased in the furnace at a controlled rate. This increased pressure is
called the “processing pressure”. During the melting process, the pitch evolves low molec-
ular weight species. The pitch decomposes and begins to release volatile gas bubbles at
nucleation sites on the bottom and sides of the crucible and rise to the top, beginning to ori-
ent the mesophase crystal in the vertical direction. These bubbles grow upward and with time
a signiﬁcant amount of the mesophase crystals are oriented vertically. At elevated tempera-
tures, the mesophase begins to pyrolyse (polymerise) and creates more volatile species. This
pyrolysis weight loss (dependent of the precursor and very rapid sometimes) is accompanied
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Figure 2.5: Foam producing diagram; (a) Traditional blowing technique; (b) Process devel-
oped at ORNL [32]
by an increase in the molecular weight of the precursor and increases the melt viscosity of
the liquid mesopahse. With the rapid formation of gases, the increase in viscosity tends to
capture the bubbles, forcing the material to foam in the opened direction (called the z di-
rection) of the crucible. The temperature of the furnace is further increased such that the
viscosity of the pitch raises until it has enough cross linked ligaments and become infusible
(cannot be melted). Typically, the foam presents uniformly shaped bubbles with a normal
distribution, see ﬁgure 2.6. Properties such as average pore size, orientation and distribution
are determined primarily by the pitch viscosity and processing pressure during foaming. It is
worth noting that the cells are not spherical but elongated in the z direction for the mesopahse
foam, with an accompanying anisotropy of properties in the z direction compared to those in
the x-y plane.
After formation of the structure, the foam undergoes at a very slow rate a carbonization
process performed normally between 600±C and 1000±C to yield a relatively pure carbon
foam. Carbonization is the process that increases the carbon content of the foam through
transforming organic material in an inert atmosphere [26]. The foam is an excellent in-
sulator at that stage with a bulk thermal conductivity around 1.2 W/mK with a density of
0.5g/cc. With the absence of oxygen during the foaming process, the mesophase crystals of
the carbonized foam are not inhibited and can grow to very large sizes.
The ﬁnal stage of foam production is the graphitization heat treatment process to convert
the carbon foam to a highly graphite foam. This operation is normally conducted at tempera-
tures above 2800±C under an argon purge. The resultant graphite crystals are highly aligned
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Figure 2.6: SEM images of mesophase pitch based foams [26]
and signiﬁcantly larger than those found in mesophase derived carbon ﬁbres. Consequently,
production of graphite foam with this method yields ligaments which are more thermally
conductive than even the best mesophase pitch based graphite ﬁbres.
Presently, the graphite manufacturing process is licensed to Viatherm, Inc. and Poco
Graphite, Inc. (manufactured as PocoFoam).
PocoFoam shows an organised structure throughout the junction regions with little fold-
ing and all the microcracks running parallel to the graphite planes. Together with little dis-
locations in the ligaments (dislocation can serve as stress concentration points and initiate
cracks [32]), this would lead to improved heat transfer in the PocoFoam. However large
pores are evident in the ligaments, see ﬁgure 2.7. It is clear that the ligaments will be more
conductive than the junctions because of folding, microcracking and dislocations in the junc-
tion regions which inhibit heat transfer.
2.1.4 Open Celled Foams Properties
Graphite foams are complex in their structure and difﬁcult to model accurately because of
the randomness and variety of the cell sizes and conﬁgurations; cell size, cells number and
shape can vary depending on the analysed location. The bottom portion of graphite foams
are reported to have a slightly lower percent porosity compared to the middle or top portion
due to gravity during the foaming process [33]. With x and y planes being constrained by
the pan (restricting growth), the z direction becomes the foaming direction. The cells appear
ellipsoidal when viewed in the x and y planes and spherical in the z plane.
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Figure 2.7: Optical micrograph of PocoFoam illustrating high order in the junctions with
signiﬁcant porosity in the ligaments and junctions [27]
2.1.4.1 Thermal Conductivity
The bulk density of graphite foams strongly inﬂuence their thermal conductivities. Klett
J. W. et al. [27] report after a series of studies on different foam densities, that thermal
conductivity increases with the increase of density. This effect can be explained by the
presence in the foam of more solid graphite with increase of density, which transfers heat
more efﬁciently than air. Klett J. W. et al. also claim that foam thermal conductivities are
very dependent on the process used. They show on ﬁgure 2.8 the effects of graphitization
rate on thermal conductivity for an ORNL graphitic foam, and defend that the results are
valid for all foaming processes.
Thermal conductivities in the x and y directions are considerably lower than in z direc-
tion, and are independent of the graphitization rate; whereas the thermal conductivity in z
direction decreases with increasing of graphitization rate. It is reported by B. T. Kelly [34],
that the strain energies during the graphitization process can be high and result in micro-
cracks, lattice damage and delamination of graphite planes. He claims that graphitization
stresses will tend to reduce the thermal properties in the direction parallel to the planes of the
graphite, because thermal properties in that direction are much higher than those normal to
the planes. However, graphitization will have minimal effect in perpendicular planes where
there is strain relief. Knowing that the orientation of the graphitic crystals occurs along the
z direction, it is predicted that heat treatment affects the z conductivity with little effect in
the x-y directions. J. Mueller [35] explains the difference of thermal conductivities between
the z and x-y directions by the fact that thermal conduction along the graphite planes is
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Figure 2.8: Effect of graphitization rate on thermal conductivity
less complicated due to elongation of the ligaments in the z direction. She claims that the
path of the heat ﬂowing through the graphite ligaments is less tortuous compared to the x-y
directions, see ﬁgure 2.9.
2.1.4.2 Mechanical Behaviour
P. R. Onck et al. [36] subjected an open cell nickel-chromium foam to micro-structural char-
acterisation and concluded that the failure process of the open cell foam was observed to
be ductile. It is clear that metal foams are different from carbon foams. However, the mi-
crostructural characterisation of nickel-chromium foam can be used as an important tool to
understand the mechanical behaviour of carbon foam. The knowledge acquired through P.
R. Onck’s et al. study will be used to explain the mechanical behaviour of ORNL foam in
chapter 5.
The Ni-Cr foam analysed is a Recemat foam (manufactured by Recemat International
BV, The Netherlands) and has a chromium content between 20 and 40 as a percentage of
weight with a density of 0.60-0.65g=cm3. Two circular notches were machined in the spec-
imens to ensure that damage development remains localised between the notches. The di-
mensions of the specimens were 10mm wide, 4mm thick, (giving a cross sectional area of
40 mm2), 20mm high and with a notch radius of 1.5mm. Tests were performed in situ. P. R.
Onck et al. report in ﬁgure 2.10 the force displacement curves of two tensile fracture tests.
The blue curve illustrates a common stress-strain curve of foams and the red curve (the curve
with the letters a, b, c and d on) displays the response of the Ni-Cr foam to the tensile test,
see ﬁgure 2.10.
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Figure 2.9: Overview of heat paths in different directions
Figure 2.10: Illustration of the linear elastic region obtained at low stress [36]
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Figure 2.11: In situ snapshots during damage development in the Recemat specimen. The
images (a) through (d) correspond to the moments depicted on the stress-strain curve of
ﬁgure 2.10 [36]
The curves show an elastic region (less than 5 MPa), a linear hardening regime fol-
lowed by failure at a normalised peak load of approximation 9 MPa. These curves evidence
the presence of an Hookean region and the possibility of determining Young’s modulus at
very low stresses. The four snapshots (denoted a - d) along the unloading region of the red
curve (ﬁgure 2.10) represents four different stages during the tensile test. (a) shows the mo-
ment where the crack begins in a strut (#1) in the vicinity of the right notch, as shown in
ﬁgure 2.11a. (b) is the moment where the failure in the strut is complete, as shown in ﬁg-
ure 2.11b. The gap between the two parts of the strut is increasing till (c), where a second
strut (#2) fails, as shown in ﬁgure 2.11c. At that point a surface crack appears on a third strut
(#3) due to a bending moment that is increasing due to the previous failed struts. On ﬁg-
ure 2.11d, struts #3 and #4 fail. It is clear that the failure occurs perpendicular to the tensile
direction. One crack forms at the edge and migrates into the foam due to a bending moment
imposed by the separation of the parts of the failed strut.
In conclusion, it is worth noting that, it is possible to obtain a linear elastic region for a
nickel-chromium foam at low stresses and calculate the Young’s modulus. This is supposed
to be possible for many types of foams, especially for PocoFoam. Bearing that in mind, in
chapter 5 the linear elastic region for PocoFoam will be obtained and the Young’s modulus
calculated.
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2.1.5 Allcomp foam
Allcomp foam is manufactured by using a reticulated vitreous carbon (RVC) foam and coat-
ing it with carbon by chemical vapour deposition (CVD). The material is annealed until
graphite is obtained. The process time is about 4 to 8 weeks depending on speciﬁcation.
The manufacturer claims that the foam is isotropic with densities ranging from 0.09g/cm3
to 0.40g/cm3 with thermal conductivities between 10W/mK and 75W/mK, at room temper-
ature.
2.2 Carbon Fibre
A large number of commercial carbon ﬁbres are manufactured by ﬁrst converting a carbona-
ceous precursor into ﬁbre form. After that, the precursor is crosslinked in order to render it
infusible. In the last process, the crosslinked precursor ﬁbre is heated at temperatures from
1200±C to approximately 3000±C in an inert atmosphere to drive off nearly all of the non-
carbon ﬁbre [41]. The carbon ﬁbres ﬁnal properties are greatly determined by the material,
the process and the conditions used to form the precursor. The ﬁbre used in the manufactur-
ing of the CFRP facing that is used in the UK design is a coal tar pitch-based carbon ﬁbre
(K13C2U)1. The ﬁbre diameter is 10¹m with thermal conductivity equal to 620W/mK.
Almost all commercial ﬁbres are produced using one of the three techniques: melt spin-
ning, wet spinning or dry spinning. In the melt spinning process, the precursor is melted and
forced out through a spinneret containing numerous small capillaries. As the precursor exits
these capillaries it cools and solidiﬁes into ﬁbre form. The wet spinning process is performed
by using a concentrated solution of the precursor and extruding it through a spinneret into a
coagulation bath. Because the solvent is more soluble in the coagulation ﬂuid than it is in the
precursor, the precursor is precipitated into ﬁbre form as soon as it comes out of the capillar-
ies. In a dry spinning process, a concentrated solution also is forced through a spinneret into
a dry chamber. In this case, the solvent evaporates and the precursor precipitates into ﬁbre
form. The melt spinning process has the advantage of converting a pure precursor directly
into ﬁbre form and does not involve the expense of solvent recycling and recovery. This pro-
cess is therefore the preferred ﬁbre formation. However, either wet or dry spinning must be
employed if the precursor degrades at or near its melting temperature. In this section, only
the process used to form the two dominant classes of carbon ﬁbres, polyacrylonitrile-based
(PAN-based) and mesophase pitch-based (pitch-based) are detailed.
2.2.1 PAN based Fibre
A PAN based carbon ﬁbre is produced by oxidative stabilization of a PAN precursor which is
followed by a two-stage carbonization process with an additional ultra high temperature heat
1www.mitsubishichemical.com
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treatment stage to manufacture a high modulus carbon ﬁbre. In other words, it is the removal
as a gas of all elements other than carbon in the PAN based ﬁlaments and carbonizing them
to form as much graphitic carbon as desired.
2.2.1.1 PAN Precursor
Among the varieties of precursors used for the production of carbon ﬁbres, PAN is one of
the most popular. PAN has generally a carbon content of 68% and PAN precursors have a
carbon yield of around 55% coupled with the ability to produce high modulus ﬁbres.
2.2.1.2 PAN Homopolymer
The PAN precursor needs to be polymerised for carbon ﬁbre production into PAN homopoly-
mer. Homopolymer is a compound produced by polymerisation and it is constructed of iden-
tical monomers or macromolecules consisting of a single type of building unit. The PAN
homopolymer is a very difﬁcult polymer to process into carbon, since its oxidisation rate
rises very rapidly with temperature and the oxidative stabilization reaction stage becomes
difﬁcult to control due to sudden and rapid evolution of heat, coupled with a relatively high
initiation temperature. This rapid evolution of heat is undesirable because it can lead to chain
breaking resulting in poor ﬁbre properties. This exothermic reaction is controlled by suitable
co-monomers such as itaconic acid (ITA), methacrylate (MA), vinyl esters and more. The
co-monomers lower the glass transition temperature and affect the reactivity of the polymer
structure [37].
2.2.1.3 Spinning of PAN Fibres
The spinning of PAN ﬁbres is made by dissolving PAN copolymer (» 95% PAN homopoly-
mer) in a solvent such as dimethylformamide, dimethylacetamide, sodium thiocyanate or
zinc chloride to form a highly concentrated polymeric solution. The solution is thereafter
pumped through a spinneret (consisting of many ﬁne capillary holes) into a coagulation bath
that extracts the solvent from the ﬁbre [38]. That phase of the process (extraction of the
solvent) has a large impact on the morphological structure of the ﬁlaments and results in ﬁl-
aments with circular or dog-bone shaped cross-sections (formed due to rapid and incomplete
solvent extraction) and some voids in the ﬁlaments. D. D. Edie reports [37] that, because of
the high concentration of the solvent in the coagulation bath, mass transfer at the ﬁbre/liquid
interface is relatively slow in the wet spinning process. The solvent can therefore diffuse
radially through the solidifying ﬁbre quicker than it can diffuse away from the ﬁbre surface.
This results in a uniform solvent concentration across the ﬁbre’s cross section during solidiﬁ-
cation resulting in uniform shrinking in the radial direction, giving the circular cross section
that is characteristic of wetspun PAN. Furthermore, he claims that in case the concentration
of the polymer in the spinning solution is low, a relatively rigid ﬁbre skin can also form in
this process before the centre of the ﬁbre has solidiﬁed, yielding a dogbone-shape ﬁbre.
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Figure 2.12: Schematic of the wet spinning process used to produce PAN precursor ﬁ-
bres [38]
The adjustment of parameters such as solution concentration, concentration of the coag-
ulation bath, the bath temperature and the rate of extrusion of the ﬁlaments control, to an
extent, the ﬁbre formation. A wet spinning process is illustrated in ﬁgure 2.12.
2.2.1.4 Oxidation/Stabilization
The stabilization process is performed by heating the precursor ﬁbres at low temperature
(150±C - 300±C) in air to convert the precursor to a form that can be further heat-treated [39].
The ﬁbres are stabilised mainly to achieve preservation of the molecular structure generated
by the spun ﬁbres. The chemical composition of the ﬁlament and it’s diameter are factors
determining the heating rate. The heating rates vary from isothermal to step-wise and have
difference consequences. It is worth noting that PAN is a poor conductor of heat and that a
run away exotherm is to be avoided during the stabilization process.
2.2.1.5 Carbonization
Tse-Hao, Tzy-Chin Day and Jeng-An Perng [40] report that the carbonization process is
performed at a temperature between 800±C and 3000±C in an inert atmosphere. The maxi-
mum temperature depends upon the type of carbon ﬁbres required. Increasing the ﬁnal heat
treatment temperature increases tensile strength. Fitzer, E. and Frohs, W. [41] report that,
the tensile strength increases with the increase of heat treatment temperature but drops sud-
denly, when heat treatment temperatures exceed 1600±C. Fitzer, E. [42] claims that the drop
is related to the release of nitrogen and that the decrease of the strength can be minimised by
applying tension during heat treatment. Despite the drop of the strength, Fitzer, E. and Frohs,
W. conclude that the desired orientation within the ﬁbre and thus the modulus of the PAN
based carbon ﬁbres increase continually as heat treatment temperature is increased. Because
of this reason, there are diverse grades of PAN based carbon ﬁbres on the market with a large
range of ﬁbre moduli.
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2.2.2 Mesophase pitch based carbon ﬁbre
Mustafa Z. ¨ Ozel and Keith D. Bartle [43] report that synthetic polyvinyl chloride, polyacry-
lonitriles, naphthene, coal tar pitch and petroleum have been used to prepare carbon ﬁbres.
However, coal tar and petroleum appear to be the more promising group of carbon precursors
due to their low cost.
Because of its less expensive material, isotropic pitch has enormous potential for the eco-
nomical production of high performance carbon ﬁbre. Coal tar and petroleum pitches have
high molecular weight carbonaceous materials and are residues, respectively of coal tar and
crude oil distillation. Due to its lower proportions of undesirable and lighter components,
petroleum pitch is preferred to coal tar pitch [43]. T. Y. H. Cheung [44] reports that both
pitches have a wide molecular weight distribution with an average ranging from 180 to 600.
Basically, these molecules are grouped in four categorises [43]: saturates (low molecular
weight aliphatic compounds), naphthene aromatics (made up of low molecular weight aro-
matics), polar aromatics (contain higher molecular weights and more heterocyclic rings) and
asphaltenes (having the lightest average molecular weight).
Theinitialstageinmesophaseproductionconsistsofremovingthelightmolecularweight
species. This is achieved in conjunction with the free radial reaction of small aromatics to
form polyaromatic molecules with molecular weights of around 1200; adequate for the for-
mation of mesophase. It is important to get rid of the volatiles because they interfere with
the formation of mesopahse. After the end of this phase, the mesophase reacts well during
the puriﬁcation process. Extraction removes the soluble fraction and the insoluble fraction
is used to form mesophase.
2.2.2.1 Heat treatment
T. Y. H Cheung claims that heating the pitch in the temperature range of 300±C to 500±C
allows the creation of the polyaromatic mesophase. The processes are the volatilisation of
low molecular mass constituents of the pitch and polymerisation and condensation reactions
of the hydrocarbons. During this thermal treatment, formation of free radicals is introduced
by the thermal cracking of the aliphatic side group at the alpha position in the aromatic
molecules. The aromatic free radicals react between each other to give aryl-aryl linkages,
building up the polyaromatic molecules to form a carbonaceous mesophase [43].
2.2.3 Carbon Fibre Reinforced Polymer
Carbonﬁbrereinforcedpolymerisastrong, lightandexpensivecompositematerialofcarbon
ﬁbres and a polymer matrix. The polymer usually used is epoxy (a thermosetting polymer
formed from reaction of an epoxide “resin” with polyamine “hardener”) but a polymer such
as nylon is sometimes used. One method of producing a carbon ﬁbre reinforced polymer
is by layering sheets of carbon ﬁbre cloth into a mold in the shape of the ﬁnal product.
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The alignment and weave of the cloth ﬁbres is intentionally selected in order to optimise
the strength and stiffness of the ﬁnal material. The mold is then ﬁlled with epoxy and is
heated or air cured. The resulting material is corrosion resistant, stiff and strong for its
weight. When the material is meant to be used in less critical areas, it can be manufactured
by draping cloth ﬁbres over a mold with epoxy pre-impregnated into the ﬁbres (prepreg).
Prepreg consists of thin sheets of evenly distributed uni-or multi-directional carbon ﬁbres
uniformly impregnated with an exact proportion of epoxy resin, which has been partially
cured. When the material is expected to have a high performance, the mold is often vacuum-
bagged and/or autoclave-cured, because even small air bubbles in the material can reduce its
strength.
The manufacturing process for the high performance carbon ﬁbre reinforced polymer is
presented as follows: a carbon ﬁbre mold is polished and a release agent is applied. The
ﬁbres and the resin or prepreg are laid down inside the mold and a vacuum is applied. This
is set aside to allow the composite to cure. There are two ways used to apply the resin on
the carbon ﬁbres in a vacuum mold, the wet layup method and the resin induction system.
In the wet layup method, the two-part resin is mixed and applied on the ﬁbres before being
laid in the mold and placed in the bag. In the resin induction system, the dry ﬁbres and mold
are placed inside the bag, while the vacuum pulls the resin through a small tube into the bag,
then through a tube with holes to evenly spread the resin on the carbon ﬁbres.
Anothermethodofmanufacturingcarbonﬁbrereinforcedpolymerisknownasdrylayup.
The carbon ﬁbre is already impregnated with resin, as a prepreg, and applied to the mold.
The assembly is then placed in a vacuum to cure. The dry layup method has the least amount
of resin waste and can achieve lighter carbon ﬁbre reinforced polymer than wet layup. This
is the method used to produce the CFRP studied in this thesis.
2.3 Hysol EA9396, Dow Corning SE4445 and Epolite FH-
5313
Hysol EA9396 is a low viscosity, room temperature curing adhesive system with excellent
strength properties at temperatures from -67±F to 350±F (-55±C to 177±C). Hysol EA 9396
has a shelf life of one year when stored @ 77±F/25±C for separate components2. Hysol
EA9396 consists of two parts, A and B with colours aqua-blue and light amber red-purple
respectively. The mixture has a green to dark purple colour. The mixing ratio by weight is
100:30 (part A:part B). Dow corning SE4445 is a high viscosity, room temperature curing
adhesive. It is a thermally conductive gel consisting of two parts (A and B). The two parts
are a liquid with a white colour for part A and a charcoal colour for part B. The mix ratio is
50:50 (A:B) by weight. Epolite FH-5313 is a 100% solid, room-temperature curing, optically
clear, electrical grade epoxy3. The mixing ratio by weight is 100:15 (A:B).
2www.aerospace.henkel.com
3http://www.lot-oriel.com/ﬁles/downloads/andover/en/epolite.pdf?
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In-Plane Thermal Conductivity
Measurements
The need for the development of advanced materials for design applications requires a more
detailed look at their thermal properties. In general, effective conductivities of materials de-
pend on parameters such as density, temperature, moisture content and voids present in their
structure. There are tabulated values of thermal properties available in the literature. How-
ever, the accuracy of these values is sometimes questionable. The reason is that, manufactur-
ers and researchers use different techniques to obtain these property values. The reliability
of a speciﬁc method depends on various factors, such as the speed of operation, the required
accuracy and execution under various environmental conditions, the physical nature of the
material under investigation and the size and shape of the available specimen [45].
The thermal conductivity, k, and the thermal diffusivity, ®, are heat transport properties
of a material (unlike a quantity such as the speciﬁc heat, c, which is a property of state). In
order to measure k, or ®, the specimen must be subjected to a heat ﬂow whose pattern is
known. The temperature ﬁeld generated by the heat ﬂow is described by the Fourier heat
equation [46]
½c
±T
±t
= r(krT) (3.1)
with the initial boundary conditions appropriate to the experimental situation, where ½ is the
material density and rT the temperature gradient. The thermal diffusivity, ®, is the thermal
conductivity divided by the volumetric heat capacity, ® = k
½c.
Thermal techniques are broadly classiﬁed under steady state methods and transient meth-
ods. D. M. Row [47] reports that, steady state methods provide the most accurate means of
measuring thermal conductivity and can be divided into absolute and comparative meth-
ods. Absolute methods involve the direct measurement of heat (usually in terms of electrical
energy), which passes through the specimen. This method is employed both at low temper-
atures and at high temperatures. At high temperatures it becomes increasingly difﬁcult to
allow for radiation heat losses and comparative methods may be more appropriate. In the
comparative methods, the same ﬂow of heat passes through the specimen under test and a
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specimen or specimens of similar thermal conductivity placed in series with it. The ﬂow of
heat is then calculated from the temperature gradient over the standard specimen(s).
² Steady state methods involve time-independent heat ﬂow generated by a heat source
and a heat sink having the temperatures T1 and T2, respectively. Working under
steady state conditions, the partial derivative ±T
±t is zero and equation 3.1 is reduced
to Laplace’s equation 3.2 and therefore steady state methods can determine k only.
r(krT) = 0 (3.2)
Among the steady state methods, the guarded hot plate (GHP) is considered as the most
commonly used technique for measuring thermal conductivities [48]. This technique works
in principle by establishing a steady temperature gradient over a known thickness of a speci-
men while controlling the heat ﬂow from one side to the other. The advantages of steady state
methods are the simplicity of the mathematical processing and the high degree of control of
the experimental variables which is reﬂected in a high precision of results [46], with gener-
ally less than 5% of error. However, the GHP and other steady state techniques suffer from
major drawbacks. These drawbacks are the long time required to establish a steady state
temperature gradient across the specimen (up to several hours), and that this temperature
gradient is required to be large. Further, the specimen size also is required to be sufﬁciently
large and that the contact resistance between the thermal sensors (used to record tempera-
tures) and the specimen surface can be considered a non negligible source of error.
² Transient methods are based on subjecting the specimen to time dependent heat ﬂow
and monitoring the temperature at one, or more, points within the specimen or on the
surface of the specimen. Under transient conditions ±T
±t is not zero and therefore all the
properties ½, c and k inﬂuence the temperature ﬁeld. It follows that transient methods
can determine both k and the product ½c and therefore also the thermal diffusivity ®.
The transient techniques measure a response as a signal is sent out to create heat in
the specimen. These techniques are therefore distinguished principally by the short time
required to obtain the desired results. Among these techniques, the laser ﬂash is mainly used
to measure the thermal diffusivity of good conducting solid materials [48].
Other factors associated with the type of property or properties to be measured inﬂuence
the choice of the measurement method. Some of the relevant factors are:
1. The requirement to measure k only, ® only, k and ® simultaneously or even to measure
all the properties k, ® and c in a single experiment.
2. The required accuracy and precision of measurement, e.g. · 2% for basic research
and · 10% for calculations in engineering design [46].
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This study is based on a steady state method because of the Fourier heat equation which
is reduced to a simple mathematical expression, the high degree of control of experimental
variables which is reﬂected in a high precision of results, the requirement of measuring
k only, the high degree of accuracy (· 2%) due to the purpose of the experiment (basic
research) and the range of temperatures of interest (-30 ±C to 20 ±C). The work presented
in this chapter describes the design and construction of an in-plane thermal conductivity
measurement system devoted to get reliable thermal parameters for CAD thermal simulation
and material characterisation. The basic concepts used to design this measurement system
and all the details concerning its operation and implementation are described. Essential
considerations about the measurement capabilities and experimental issues are presented
together with experimental results on PocoFoam, Allcomp foam, CSiC foam, carbon ﬁbre
reinforced polymer, TPG and diamond.
3.1 Concept
The utilised method is based on the heat conduction phenomena through solids. If the tem-
perature ﬁeld (T) and the heat ﬂux (q[W=m2]) are known, the thermal conductivity can be
obtained from the Fourier law of heat conduction
krT = ¡q (3.3)
The ﬂux can be determined from the heat supplied by the source or received by the sink. In
steady state, the scalar quantity thermal resistance is deﬁned as the difference in temperature
¢T between two closed isothermal surfaces divided by the heat ﬂowing between them. It is
considered that all the heat ﬂowing through one surface also ﬂows through the other one and
no heat generation occurs between the surfaces. It is worth noting that these surfaces are not
physical solid surfaces but rather imaginary surfaces of constant temperature.
An example with an easy analytical solution of the Fourier’s law is the case of a material
specimen of area (A), thickness (L) and thermal conductivity (k) being crossed by a steady,
homogeneous heat ﬂow density normal to its faces, see ﬁgure 3.1
Flat isothermal surfaces are generated parallel to the specimen faces, two of them will
coincide with temperatures T hot and T cold respectively, see ﬁgure 3.1. Replacing q by the
total heat ﬂow expression (Q = Aq), equation 3.3 is simpliﬁed to
Q = ¡kArT (3.4)
Knowing that rT =¢T
L , equation 3.4 can be rearranged as
Q = ¡kA
T cold ¡ T hot
L
= kA
T hot ¡ T cold
L
= kA
¢T
L
(3.5)
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Figure 3.1: Material of area (A), thickness (L) and thermal conductivity (k) crossed by a
steady state, homogeneous heat ﬂow density ~ q normal to its surfaces (Q being the total heat
ﬂow).
3.2 Measurement System
The conventional method of measuring the thermal conductivity in a given material is the
determination of a temperature proﬁle along the direction of the energy ﬂow under investiga-
tion. There is a possibility that the heat be transferred by convection and/or radiation during
these measurements. These modes of heat transfer are not accounted for by the Fourier heat
equation 3.1 and therefore precautions have to be taken in the methods of measurement to
suppress them. In practice it is almost impossible to ensure that all the heat supplied goes
through the specimen since heat exchanges occur between the specimen surfaces and its sur-
rounding and along sensor wires [49], see ﬁgure 3.2. Furthermore, it can be difﬁcult and
time consuming to ensure that measurements are made under equilibrium conditions. Nev-
ertheless, equilibrium conditions must be established as they are vital for the measurements
in order to obtain accurate results. G. K. White and S. B. Woods [50] point out that, making
measurements under vacuum ensures that any heat losses from the specimen surfaces are ra-
diative and at temperatures below about 100 K careful design will ensure that radiative losses
are negligible compared to conduction through the specimen. The same was also emphasised
by G. A. Slack [51]. For temperatures from 100K to room temperature, the radiation losses
become signiﬁcant and must be minimised or taken into account. The use of a heated radi-
ation shield around the specimen with a temperature gradient similar to the gradient of the
specimen is effective in reducing radiation losses [52].
In this section, a direct measurement system of heat conduction is designed and con-
structed for measurement of in-plane thermal conductivities, kab. C. A. Heusch, H. G. Moser
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and A. Kholodenko measured in-plane thermal conductivities of Thermal Pyrolytic Graphite
(TPG) using two sets of boundary conditions with a similar experimental setup [53]. In the
ﬁrst setup, they placed the apparatus in a vacuum vessel and in the second they surround
the apparatus with polystyrene and left it at ambient atmosphere. Measurements with both
setups were performed without surrounding the sample with radiation shields. The values
obtained from the two sets are in good agreement, however they disagree with the manu-
facturer’s values. Although the results are not in agreement with the recommended values,
C. A. Heusch, H. G. Moser and A. Kholodenko claim that the discrepancy in the results is
not caused by thermal radiation. This is an erroneous conclusion as the convective heat loss
in the measurement system could simply equal the radiative heat loss compensated by the
polystyrene in the vacuum vessel equipment. The technique used for the direct measurement
of in-plane thermal conductivities in this thesis is illustrated on ﬁgure 3.2. This technique
makes two noteworthy contributions
1. The specimen is surrounded by Aluminium thermal shields and the apparatus is
placed in a vacuum with a residual pressure of approximately 10¡5 mbar. The inside-walls
of the vacuum vessel are covered with thin multi-layer thermo-reﬂective insulation with
U=0:19W=m2K1. The outside vessel temperature is kept constant at the temperature which
the specimen is being investigated. The wires from the temperature sensors are anchored to
the heat sink in order to reduce heat loss by conduction.
2. The measurement system is accurately veriﬁed. It has been calibrated with a well
understood material (copper).
In ﬁgure 3.2, Qrad is the heat transferred by radiation, Qconv is the heat transferred by con-
vection and Qcond is the heat transferred by conduction. Qcond sen is conduction through the
wires connected to the Resistance Temperature Detectors (RTD) on the specimen, Qcond el is
conduction through electrical wires connected to the heater on the specimen, Qcond sp is con-
duction through the specimen and Qcond per is conduction through the perspex. The perspex
thermal conductivity is equal to 0.2W/mK2
3.2.1 Design
The apparatus is designed to achieve one-dimensional heat transfer in the axial direction (x
direction). In order to achieve that, ﬂat and rectangular specimens with signiﬁcantly larger
length (around 100 mm) compared to the width (around 15 mm) with a very thin thickness
(around 500¹m) are used. The heat transfer in the radial directions (y and z) are considered
negligible. The apparatus consists of a heat sink, radiation shields (to suppress heat transfer
by radiation), temperature sensors, thermal compound, long thin wires and heaters. The
apparatus is conﬁned inside a copper box, which is placed inside a vacuum vessel. The
copper box serves as the ﬁrst radiation shield to the specimen and reduces the heat transfer
between the vessel’s environment and the environment in the vicinity of the radiation shields.
This is achieved by connecting the copper box to the bottom face of the heat sink, hence
1www.insulation-actis.com
2www.roymech.co.uk
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Figure 3.2: Drawing of the in-plane thermal conductivity measurement system
forcing the temperature of the copper box to come near the temperature of the radiation
shields. The apparatus together with the copper box are placed inside a vacuum vessel with
a vacuum of approximately 10¡5 mbar in order to suppress any heat transfer by convection.
Figure 3.3 shows the apparatus out of the box with the specimen surrounded by the radiation
shields. Figure 3.4 shows the apparatus without the upper shield making the specimen under
investigation visible together with the Resistance Temperature Detectors (RTDs) attached to
it. The in-plane thermal conductivty measurement system is shown in detail in Appendix A.
3.2.1.1 Heat sink
A massive heat sink is connected to one end of the specimen in which a coolant circulates.
The coolant temperature is regulated by a FP50-MC refrigerated and heating circulator from
Julabo. This circulator has a working temperature between -50 ±C and 200 ±C. The coolant
can reduce gradually the heat sink temperature in order to control the heat ﬂow from one side
of the specimen to the other. An anchor is built to the heat sink, where all the sensors wires
are tightly attached. This is done to reduce the temperature difference ¢T over the wires in
order to achieve a very low amount of heat leak by conduction through the wires.
3.2.1.2 Radiation shields
Aluminium plates are used to surround the entire specimen under investigation. These are
used as radiation shields to the specimen. These radiation shields place another resistance
in the heat ﬂow path by reducing thermal radiation between the specimen and the copper
box environment. The radiation shields are well connected to the heat sink, see ﬁgure 3.3
and ﬁgure 3.4. The shielding function is achieved by applying controlled heat to the alu-
minium plates creating a temperature gradient similar to that existing through the specimen.
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Figure 3.3: Solid Works model of the apparatus with the specimen surrounded by the radia-
tion shields
Figure 3.4: Solid Works model of the apparatus with the view of the specimen together with
the RTDs attached on it
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Figure 3.5: Temperatures measured at different locations in the apparatus during the thermal
conductivity measurement of CFRP at 20±C, Q = 0W
It is worth noting that, the measurement apparatus is designed so that the gap between the
radiation shields and the specimen is minimal. This is done so that the surfaces of the spec-
imen can only exchange radiative heat with the shield surface having the same temperature
and directly facing the specimen. A larger gap can allow an additional heat path along the
specimen.
The contribution of the aluminium radiation shields is vital in reducing the undesired heat
transfer by radiation taking place between the specimen surfaces and the walls of the cop-
per box. The proof is the signiﬁcant amount of heat that (in the absence of radiation shields)
would be directly transferred between the specimen surfaces and the walls of the copper box.
This amount of heat is calculated and compared to the heat transferred between the specimen
and its environment when the specimen is surrounded with aluminium shields. The temper-
atures used for the calculations are recorded during thermal conductivity measurements of
a CFRP specimen at 20±C. The apparatus is placed inside the copper box before inserting
it into the vacuum vessel. The power supply is not switched on, so no intentional heat is
applied onto the specimen. Figure 3.5 shows the locations of the RTDs used and the temper-
atures measured. The bottom of the copper box is in direct contact with the heat sink and the
box is covered with a ﬂat copper sheet (top).
The expressions used to calculate the radiative heat are
Q(sp=wall) = ¾A(T
4
b ¡ T
4
sp) (3.6)
Q(sp=Al) = ¾A(T
4
Al ¡ T
4
sp) (3.7)
where¾ =5:67x10¡8W=m2K4 istheStefan-Boltzmannconstant, Q(sp/wall)istheamount
of heat transferred between the total surface of the specimen and the walls of the copper
box, Q(sp/Al) is the amount of heat transferred between the specimen and the aluminium
radiation shields, T b(K), T Al(K) and T sp(K) are the temperature of the box, the aluminium
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radiation shields and the specimen, respectively. The total surface of the specimen is equal
to 10¡3m2. In absence of the alumnium radiation shields, 3.49x10¡3W radiates from the
walls of the copper box towards the specimen, while the specimen loses 1.14x10¡4W with
the use of the aluminium shields. The heats applied intentionally on the specimen are 0.1W
and 0.2W. Q(sp/wall) represents 3.49% and 1.74% of 0.1W and 0.2W, respectively, while
Q(sp/Al) represents 0.11% and 0.06% of 0.1W and 0.2W, respectively. In other words, when
other heat transfer sources are neglected, an effective heat of 0.10349W (in the absence of
the radiation shields) is ﬂowing through the specimen, while the measurements are thought
to be performed at 0.1W. This unexpected amount of heat (0.10349W) will cause inaccuracy
in the results. An effective heat of 0.99W (with the use of the radiation shields) is ﬂowing
through the specimen, when the measurements are thought to be performed at 0.1W. It is
clear that 0.99W'1W and does not cause any change in the results. In conclusion, the use of
the radiation shields is vital because it serves to reduce by 96.56% the radiative heat between
the walls of the copper box and the specimen.
3.2.1.3 Temperature Sensors and wires
Resistance transducers, commonly known as resistance temperature detectors (RTDs) are
widely used for the measurement of temperature [54]. The common RTDs are based on
copper, nickel and platinum. The resistivity of platinum (» 10¹ ­/cm) is six times that of
copper. Platinum is relatively nonreactive, has a high melting point (1769±C) and because
it has a well-established temperature coefﬁcient of resistance, it is a common choice for the
precise measurement of temperatures between -260±C and 1000±C [54]. Platinum resistive
elements of thin ﬁlm type, laid on glass or ceramic, are often used for surface temperature
measurements. Their advantages over the wire wound type are their smaller sizes and higher
speed of response [55]. Given the accuracy, stability and linearity of the RTDs, they are
chosen as the method for the measurement of temperatures in this study. While the cost is
relatively high, the long term stability of the RTDs makes them the clear winner for accurate,
repeatable temperature measurements [56]. Four RTDs of type PT1003 are placed on the
surface of the specimen along the direction of the energy ﬂow under investigation. They are
of the international standard IEC 751.
Long and thin manganin wires are used to connect the RTDs to NI USB-9211A data
acquisition modules with integrated signal conditioning that provides plug-and-play connec-
tivity via USB for faster setup and measurements4. The USB data acquisition modules are
designed to operate with 4 channels of 24-bit thermocouple input, which give good accuracy.
They are compatible with Microsoft Windows when using NI-DAQmx driver software. Each
NI USB data acquisition module includes a copy of NI LabVIEW SignalExpress LE for Win-
dows, so that data can be quickly acquired, analysed and presented without programming.
The modules are linked to a PC with LabVIEW enabling real time temperature reading.
The obtained temperatures are transferred to Microsoft Excel for calculation of their average
values. The average temperatures of the four RTDs placed on the specimen are exported
to a data analysis and technical graphics software (ORIGIN), where graphs of temperatures
3www.http://www.omega.co.uk/prodinfo/PT100.html
4www.ni.com
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versus position of the RTDs is determined. The ORIGIN inbuilt least square ﬁt function is
used to extract the corresponding gradients of temperature as a function of distance. These
gradients are used to calculate the thermal conductivity coefﬁcients.
The thermal path between the outside environment and the sample is bridged by the wires
connecting the RTDs to the data acquisition system. The thermal resistance of this path must
be maximized to reduce parasitic heat sources. The choice of long and thin manganin (Á =
0.122 mm) wires is motivated by their high thermal resistance. The sensor wires are wrapped
around an anchor attached to the heat sink which reduces considerably the temperature gra-
dient along the wires. Hence the heat leaks trough the RTD wires, since the specimen is
directly connected to the heat sink and therefore at a similar temperature to the heat sink, see
ﬁgure 3.2.
Long (1 m) AWG 28 wires (Á = 0.321 mm) are used to connect the heaters to a QL355 TP
power supply from Thurlby Thandar Instruments (TTi)5. The QL355 TP has two identical
outputs which are independent and isolated and measures the voltage (V) and the current (I)
with four digits precision. The sufﬁx ”P” in QL355 TP indicates that, this ”QL-T” model is
incorporated with a full bus interface enabling remote control and read-back via a USB. A
four-wire measurement system is used for the measurements in this thesis. In such a system,
separate wires are used for current supply and voltage measurement. The current supply
wires have a resistance, so there is a voltage drop across the wires. The voltage sense wires
do not carry any current, so no voltage drop is present across these wires. This fact makes
four-wires sensing more accurate than two-wire sensing, where the same wires are used for
current supply and voltage sensing. The AWG wires are made of copper and consist of two
entangled wires, generally black and white. The maximum temperature difference ¢T max
along the heater wires in this thesis is 13±C, because the maximum temperature measured
on the heaters is 33±C and the room temperature is considered to be at 20±C. The maximum
heat leak through the heater wires is determined as follows
Q = kCu4A
T heater ¡ T room
L
(3.8)
where the thermal conductivity kCu of copper is equal to 380W/mK, A is the cross sec-
tion area of the wire, L is the length of the wires and 4 corresponds to the number of wires.
The maximum heat leak through the heater wires is calculated to 1.6x10¡3 W/mK, which
constitutes 1.6% and 0.8% of the 0.1W and 0.2W intentionally applied power to the speci-
men. This amount of heat transferred by conduction through the wires is minimal and will
be negligible in all the measurements.
3.2.1.4 Thermal compound
The thermal compound Dow Corning 3406 is used as the interface thermal material in order
to ﬁll the gap between surfaces and reduce thermal resistances. Its thermal conductivity has
5www.tti-test.com
6www.http://www.dowcorning.com
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Figure 3.6: Diagrammatic layout of the standard technique for measuring thermal conduc-
tivity
been measured in the laboratory and the value is found to be 0.56W/mK. The method of
measurement is explained is chapter 4.
3.2.1.5 Heaters
The heaters used on the sample and the aluminium shields are custom built using thick ﬁlm
technology. The heater element has a resistance of approximately 100­. The element has a
surface area of 10mmx10mm and is deposited onto a 500¹m thick aluminium nitride ceramic
to give uniform heat distribution. The back side of the ceramic is attached to the item to be
heated.
3.3 Measurement Theory
Thissectiondescribesthetechniqueusedforremedyoftheeffectsofparasiticsignalspresent
in the measurement system. The measurement technique utilised is based on the double ﬂux
technique developed by M. Locatelli, J. Lopez and M. N. Reguiero [57] to remedy parasitic
signals from apparatuses similar to that used in this thesis. Remedy of parasitic signals is
achieved by performing two different measurements of the conductivity k(T) at an average
specimen temperature T 0.
The ﬁrst measurement with no intentional heat applied on the specimen gives a tempera-
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ture difference ¢T 1 across the specimen whereas the second measurement with applied heat
gives a difference ¢T 2. However, the heat sink is cooled so that the average specimen tem-
perature remains constant, at T 0. The method considers the parasitic heat current q(T) to be
constant for a given average temperature of the specimen. A is the cross sectional area of the
specimen and the measurements with Q = 0W and Q = QW intentionally applied, give the
following thermal gradients
5Q=0 =
¢T1
l
=
q(T0)
k(T0)
1
A
(3.9)
5Q =
¢T2
l
=
Q + q(T0)
k(T0)
1
A
(3.10)
Equation 3.9 is used to determine the amount of heat present in the specimen before
applying intentional heat. This parasitic heat can originate from different sources such as the
electrical heater wires, the sensor wires and the radiation of the specimen with the vacuum
vessel environment. Equation 3.10 is used to determine the total amount of the heat present
in the specimen after applying intentional heat (the heat applied on the specimen is added
to the heat already present). The expression of the thermal conductivity coefﬁcient can be
determined as follows
k(T0) =
Q
A
1
5Q ¡ 5Q=0
(3.11)
where 5Q and 5Q=0 are the temperature gradients along the specimen, when heat dif-
ferent from zero and heat equal to zero are intentionally applied.
This expression eliminates the effects of any parasitic heat present in the measurement
system and prevents the results from being corrupted. The assumption that the parasitic heat
load is constant for both measurements has been made. The intentional power is kept low so
the temperature change along the specimen is kept low to reduce the parasitic heat in both
cases. More over the average temperature of the specimen is constant for both cases.
3.4 Measurement Principles
Four PT100 RTDs are placed on the surface of the specimen (labelled PT100 1 to PT100 4)
spaced 15mm from each other as shown on ﬁgure 3.7. In order to ensure that there is a good
contact between the RTDs and the surface of the specimen, pressure is applied on the top
of the RTDs by sticking pieces of polystyrene in the inner side of the top radiation shield,
directly above the RTDs. The polystyrene pieces are square with a cross section area of
16 mm2 and a height of 2 mm. The amount of heat ﬂowing through this new created heat
path is calculated and found insigniﬁcant for the measurements. The temperature difference
between the specimen and the shields is measured to 0.05±C and the thermal conductivity of
polystyrene is 0.03W/mK7. The amount of the conductive heat through the polystyrene is
calculated to be 1.13x10¡5W and represents 0.01% and 0.006%, respectively for 0.1W and
7www.engineeringtoolbox.com
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Figure 3.7: Schematic drawing of the measurement system of in-plane thermal conductivity
coefﬁcient kab. Dimensions of specimen: length = 100mm, thickness up to 5mm and width
» 12mm
0.2W intentionally applied on the specimen. The effect of the polystyrene on the measured
thermal conductivity is minimal and neglected in all the measurements.
An equal amount of heat is applied to each radiation shield and their temperatures are
recorded with a RTD attached to each radiation shield. The RTDs are attached to the ra-
diation shields directly above and below the PT100 3, and the three RTDs form a virtual
line perpendicular to the specimen. PT100 3 is located at the centre of the specimen and is
considered to be the average temperature of the specimen, see ﬁgure 3.7. It is important that
the RTDs at the centre of the specimen and those on the shields must be vertically aligned in
order to avoid recording offset temperatures.
The desired experimental temperature of the specimen is reached by regulating the tem-
perature of the coolant. Without applying any intentional heat into the system, sufﬁcient time
is allocated to reach thermal equilibrium and the ﬁrst measurement is performed. Thereafter,
heat is applied to both the specimen and the thermal shields until they reach the same tem-
perature. The temperature of the coolant is again regulated to bring the temperature of the
specimen and the thermal shields down to the desired experimental temperature. Once again
sufﬁcient time is allocated to the system to reach thermal equilibrium and then the measure-
ment is performed. It is worth noting that, the intentional heat applied on the specimen can be
different from the heat applied on the radiation shields. Several measurements with different
amounts of heat applied on the specimen is necessary to obtain reliable results. The values
of the conductivities must be equal for a given measurement temperature for each applied
heat load to the specimen.
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3.5 Calibration
In order to validate the measurement method and to demonstrate that the measurement sys-
tem operates in accordance with the theory described, a number of measurements of thermal
conductivity are performed on a copper specimen, whose thermal conductivity is well under-
stood and known. The measurements are performed in the temperature range from -30±C to
20±C. It is known from literature that the thermal conductivity of copper (99.999% pure) is
independent of temperature in that temperature range and the value lies between 370W/mK
and 400W/mK. It is important to mention that the calibration of the RTDs is necessary to be
done before the measurement system is utilised. This ensures that the resistance temperature
detectors operate accurately within the conditions that the measurement system is used.
3.5.1 Calibration of RTDs
Inside the vacuum chamber, the RTDs are placed closely to each other and attached to the
heatsink. DowCorning340isusedtoensuregoodsurfacecontactbetweentheRTDsandthe
heat sink surface and a chamber is evacuated to a pressure of approximately 10¡5 mbar. The
calibration temperature range is taken from -35±C to 25±C to ensure that all the measurement
temperature range (-30±C to 20±C) is covered. For a given temperature, enough time is
allocated to the process in order to achieve the steady state equilibrium before committing
the temperature. The RTDs were calibrated to be equal with each other and a calibrated
temperature sensor.
3.5.2 Copper measurement
Three sets of measurements are performed on a ﬂat and thin copper specimen, with cross
section area around 6.11 mm2. The ﬁrst measurement is performed with no intentional heat
applied on the specimen, the second and third measurements are performed with intentional
heat of 0.1W and 0.2W applied on the specimen, respectively.
Plots of average temperature values of the RTDs on the specimen versus distance are pre-
sented on ﬁgure 3.8 (0.1W intentionally applied) and ﬁgure 3.9 (0.2W intentionally applied)
together with the obtained gradients. The solid lines represent the linear ﬁts used to extract
the gradient of the temperature as a function of distance along the specimen for a given heat
intentionally applied. These average temperature values are obtained from thermal measure-
ments of the copper specimen at 0±C. The gradient values obtained in this study, when no
intentional heat is applied is -0.003K/mm whereas gradients of 0.04K/mm and 0.08K/mm
are obtained, when 0.1W and 0.2W are applied respectively. It is clear that the gradient
value doubles by doubling the amount of heat applied on the specimen and that at an average
temperature of 0±C the parasitic heat load is less than 0.01W.
The calculated thermal conductivity coefﬁcients are presented in ﬁgure 3.10. There is
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Figure 3.8: The temperature along the surface of the copper specimen at Q = 0W and Q =
0.1W
10 20 30 40 50 60
-3.0
-2.5
-2.0
-1.5
-1.0
-0.5
0.0
0.5
1.0
1.5
R TD 4
R TD 3
R TD 2
R TD 1
T
e
m
p
e
r
a
t
u
r
e
 
(
0
C
)
Position of RTDs (mm)
 Temp @ 0W ; grad=-0.00334
 Temp @ 0.2W ; grad=0.08321
Figure 3.9: The temperature along the surface of the copper specimen at Q = 0W and Q =
0.2W
50CHAPTER 3. IN-PLANE THERMAL CONDUCTIVITY MEASUREMENTS
-30 -20 -10 0 10 20
376
377
378
379
380
381
382
383
384
385
386
387
388
389
390
T
h
e
r
m
a
l
 
c
o
n
d
u
c
t
i
v
i
t
y
 
(
W
/
m
K
)
Temperature (
0
C)
Figure 3.10: Results of in-plane thermal conductivity measurement of copper (99.999 %
pure)
no temperature dependence of the thermal conductivities in the range from -30±C to 20±C.
The values lie between 381W/mK and 383.5W/mK. The results are in good agreement with
literature values and 380W/mK is used in this thesis to be the measured thermal conductivity
of the copper specimen. In conclusion, the measurement method together with the theory
are considered suitable and reliable for in-plane thermal conductivity measurements.
3.6 Uncertainties
In this section, a summary of the measuring procedure is addressed together with a study of
the uncertainty analysis. Suppose that u;:::;z are measured with small uncertainty ±u;:::;±z,
and the measured values are used to compute q, given by
q =
x £ y £ z
u £ v £ w
; (3.12)
If the uncertainty in u;:::;z are independent, then the fractional uncertainty in q is the sum
in quadrature of the original fractional uncertainties,
±q
j q j
=
r
(
±u
u
)2 + ::: + (
±z
z
)2 (3.13)
The uncertainty in the coefﬁcient k results from the errors in the measurement of the
temperature drop ¢T, the heat ﬂow Q and the reading of the dimensions of the specimens
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and positions of the RTDs. The thermal conductivity is calculated with equation 3.11. Using
equation 3.13, its uncertainty can be calculated as
±k
j k j
=
s
(
±U
U
)2 + (
±I
I
)2 + (
±A
A
)2 + (
±gradQ=0
gradQ=0
)2 + (
±gradQ
gradQ
)2 (3.14)
where Q = U.I, A = d.h (cross section area of the specimen), U is the voltage, I is the
current, d and h are the thickness and width of specimen, respectively. The uncertainty in
the coefﬁcient k is estimated based on the dimensions of the copper specimen used for the
calibration of the measurement system.
The intentional heat applied on the specimen is supplied by QL355TP power supply. The
meter accuracies are ±U
U = 1:1% and ±I
I = 0:7% for the voltage and the current, respectively.
The specimen thickness and width are measured with a micrometre with a precision of
1¹m. The dimensions measured are respectively 0.49mm and 12.6mm for the thickness and
the width. The error in the ability of reading the micrometre is found to be around µ=0:12%.
The expression of its fractional uncertainty is determined as
±A
A
=
r
(
±d
d
)2 + (
±H
H
)2 + (µ)2 (3.15)
and the value is deduced at ±A
A =
q
(0:000001
0:00049 )2 + (0:000001
0:0126 )2 + (0:0012)2 = 0:237%
The error in the gradient of the temperature as a function of distance along the specimen
is determined from the least square ﬁt to the data. The individual data points have errors in
their position and temperature. The distance between two consecutive RTDs is measured as
15mm (0.015 m) and this is determined by the use of a vernier calliper with the following
precision ±L = 20¹m. The vernier calliper is used to measure several times the distance
between two RTDs, in order to determine the error in the ability of reading the calliper. This
error is found to be around 0:142%. The total fractional uncertainty in the distance between
two consecutive RTDs is ±L
L =
q
(0:00002
0:015 )2 + 0:001422 = 0:195%.
Platinum RTDs (HEL-700) are utilised in the measurement system to measure the tem-
perature drop along the specimen. The functional behavior of these RTDs is
R(T) = R(0)(1 + AT + BT
2 ¡ 100CT
3 + CT
4) (3.16)
R(T) = resistance (­) at temperature T (±C)
R(0) = resistance (­) at 0 (±C)
T = temperature in ±C
where A = 3:9083 £ 10¡3, B = ¡5:775 £ 10¡7, C = ¡4:183 £ 10¡12 (below 0±C), or
C = 0 (above 0±C). The temperature accuracy is equal to 0.080±C.
The gradient accuracies are calculated to be
±gradQ=0
gradQ=0 = 2:88% and
±gradQ
gradQ = 0:6%
The total fractional uncertainty in the coefﬁcient k is determined as
±k
jkj =
q
( 1:1
100)2 + ( 0:7
100)2 + (0:237
100 )2 + (2:88
100)2 + ( 0:6
100)2 = 3.22%
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Figure 3.11: FEA model and boundary conditions
3.7 Finite Element Analysis (FEA)
This section presents a detailed methodology for the simulation of the copper specimen, used
in the calibration of the measurement system. The aim of this section is to cross check the
validity of the measurement method and the physics considerations used. A CAD thermal
analysis software coupled with engineering data is used to create an environment similar to
that of the laboratory. The goal is to determine the temperatures of the resistance temperature
detectors placed on the specimen and compare them with the temperatures found experimen-
tally. The measurement system is ﬁrst modelled in Solid Works8 and exported to ANSYS
Workbench9 for the ﬁnite element analysis. The FEA model and boundary conditions are
shown in ﬁgure 3.11
3.7.1 Analysis Parameters
The materials used to model the measurement system are aluminium (radiation shields),
platinum (RTDs), glass (heaters) and copper 99.999% pure (specimen under investigation).
Table 3.1: Properties of the materials used in the analysis
Materials Density Speciﬁc Emissivity Thermal
heat conductivity
kg=mm3 J=kg:K W=m:K
Aluminium 2.77£10¡6 875 0.07 0.235
Copper 8.9£10¡6 385 0.8 0.38
Platinum 2.145£10¡5 25.86 - 7.16£10¡2
Glass 2.4£10¡6 0.6 - 1.05
A steady state thermal analysis is performed. Heat transfer by convection around the
specimen and heat transfer by conduction through all the wires (sensor and heater wires) are
8www.solidworks.com
9www.ansys.com
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Figure 3.12: Experimental and predicted temperature values of the RTDs on the specimen at
20±C
not considered. The measurement system is run at 20±C in this analysis. The analysis is ﬁrst
performed with no intentional heat applied on the specimen. After that, the analysis is per-
formed with intentional heat ﬂows of 0.1W and 0.2W applied on the specimen, respectively.
3.7.2 FEA Results
The experimentally measured temperatures are presented on ﬁgure 3.12 and compared to the
simulated temperatures. The dashed lines represent the experimental data and the solid lines
the Ansys derived data. It is worth noting that the heat ﬂows from RTD1 (nearest to the heat
sink) to RTD4 (nearest to the heater) when intentional heat is not applied, which is contrary
to the heat ﬂow when intentional heat is applied.
The temperatures (experimental and simulated) agree well within 3% when no inten-
tional heat is applied on the specimen, as shown in table 3.2. The experimental temperatures
decrease slightly from 20.18±C (RTD1) to 19.92±C (RTD4) and the simulated temperatures
from 20.13±C (RTD1) to 19.97±C (RTD4). For a given amount of intentional heat applied to
the specimen there is a good agreement within 3% between the simulated temperatures and
the experimental temperatures. It is worth noting that considerations such as neglecting the
heat transfer by convection around the specimen, the heat conduction through the electrical
wires and the radiation between the specimen and the shields were made. It is assumed for
the simulation that the specimen is not exposed to any parasitic heat. The simualtion should
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therefore produce values that are considered ideal. The difference observed in the gradients
when no heat is intentionally applied indicates that some parasites are still present in the
measurement system. The gradients derived from the simulated temperatures differ from
the experimental gradients by 7:6% and 3:5%, when heat of 0.1 W and 0.2 W is applied,
respectively. The thermal conductivities obtained by the simulation are equal to 381W/mK.
Table 3.2: Summary of the derived thermal conductivity from the simulated temperatures
Power Gradient Gradient Conductivity Conductivity
Experimental Simulated Experimental Simulated
(W) (K/mm) (K/mm) (W/mK) (W/mK)
0 -0.00334 0.0003
0.1 0.040013 0.0433 380 381
0.2 0.08321 0.0862 380 381
3.8 Experimental Results
In this section, in-plane thermal conductivities of materials (PocoFoam, CFRP) selected in
the design of the stave are presented together with other materials which are Allcomp foam,
TPG (candidate materials) and diamond, carbon/carbon (C/C) and carbon silicon carbide
foam (CSiC) (materials of interest). The measurements are performed in the temperature
range from -30±C to 20±C.
3.8.1 PocoFoam
Bulk thermal conductivity of two specimens of PocoFoam with different densities are in-
vestigated. The specimens are purchased from Poco Graphite SARL10. The densities are
0.56g/cm3 (poco08) and 0.40g/cm3 (poco09). The manufacturer claims a similarity in the
two specimens including the manufacturing process. The delivery date is the sole quoted
difference and the results are presented in ﬁgure 3.13.
The measured thermal conductivities agree well with the companies quoted value which
is the range from 25W/mK to 60W/mK for densities between 0.32g/cm3 and 0.68g/cm3. A
small temperature dependence of the thermal conductivities with temperature is observed
for the y direction. The thermal conductivity of poco08 decreases from 60W/mK at -30±C to
57.5W/mK at 20±C, while that of the poco09 decreases from 57W/mK to 53W/mK. There is
no temperature gradient in the x direction. For a given temperature, the thermal conductivity
of poco08 is higher than that of poco09 with a maximum difference of 10% (x direction) and
11% (y direction) over the measured temperature range. The increase of 40% of the density
of poco09 from 0.40g/cm3 to 0.56g/cm3 results in an increase of the thermal conductivity,
however the increase is less than expected and does not increase linearly with density. Of
10Poco Graphite SARL, 1 rue des vergers 69760 Limonest FRANCE, POCOEU sales@entegris.com
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Figure3.13: In-planethermalconductivityresultsofPocoFoam08and09
course, this single result is not able to establish any relationship between density and ther-
malconductivity. Afullunderstandingofthisrelationshipwillbeachievedafterthestudyof
severalPocoFoamdensities. Figure3.14presentsthepercentageincreaseintheconductivity
between the two specimens in both the x and y directions for each measured temperature.
Over the temperature range of -30±C to 20±C, the average increase of the thermal conductiv-
ity in both directions (x and y) is the same and is bout 7%.
3.8.2 Allcomp foam
Bulk thermal conductivities of an Allcomp foam specimen were measured in x and y direc-
tions. The specimen was grade K9 foam with a density equal to 0.36g/cm3. A specimen
was cut for the in-plane measurement apparatus with a cross-sectional area of 31mm2. The
foam was acquired from Allcomp Inc. in USA11. A proper observation of the foam made
it possible to see several broken ligaments on the surface of the specimen. These broken
ligaments resulted from the cutting of the specimen and account for the visual total cross
sectional area. This meant that the effective cross section area was less than the measured
cross section area that was used to determine the thermal conductivity coefﬁcient. In order
to understand the impact of these broken ligaments on the results, two different thicknesses
for the x direction (2.46mm and 3.76mm) and three different thicknesses for the y direction
11Allcomp Inc., 209 Puente Avenue, vity of industry, CA 91746-2304
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Figure 3.14: The percentage increase of the thermal conductivity at each temperature be-
tween two specimens which have 40% difference in density.
specimen (1.47mm, 2.46mm and 3.76mm) were measured. All the measurements results are
summarised on ﬁgure 3.15.
A small temperature dependence of the thermal conductivities for the specimens with
thickness greater than 1.4mm is observed. For these thicknesses, the conductivity reduces
with increase of temperature for both the x and y directions. The thermal conductivities
decrease from 92W/mK to 86W/mK and 79W/mK to 71W/mK in the x and y direction, re-
spectively. For a given temperature, the thermal conductivity in the x direction is around 17%
higherthantheconductivityinthe y direction. Thefoamdoesnotappeartotallyisotropicand
the results show that the x direction is more thermally conductive than the y direction. The
manufacturer’s measured thermal conductivity for Allcomp foam with density of 0.36g/cm3
is around 70W/mK, at room temperature. The thermal conductivity in the y direction agrees
well with this value, whereas the conductivity in the x direction is 14% above this value. In
order to understand the difference in the results, Allcomp has been approached. They will
perform more studies to understand the disagreement in the results. It is worth noting that
the manufacturer uses a measurement technique different from that used in this thesis. The
manufacturer measures ﬁrst the thermal diffusivity using the ﬂash laser method on a 1” thick
specimen and then converts it to a thermal conductivity. The measured thermal conductivity
values of the two thicknesses in the y direction agree well with each other, though the values
of the thinner specimen generally lie slightly above those of the thicker specimen.
No temperature dependence is observed for the Allcomp foam for the specimens with
thickness equal to 1.4mm. For a given direction, the thermal conductivity value measured
with such a thin thickness is greater than the value obtained with thicker specimens. At 20±C,
the thermal conductivity of the thin specimen is 12:79% and 16:9% greater than thicker spec-
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Figure 3.16: Comparison of the thermal conductivity values of poco09 and allcomp foam in
the x and y directions
imens in the x and y directions, respectively. It is not understood why the thinner specimens
have a higher measured value of thermal conductivity. However, the thin specimens are more
affected by broken ligaments near the surface compared to the thicker specimens. For the
thicker specimens, the broken ligaments constitute a small percentage of the total cross sec-
tional area than for the thin specimens. This is conﬁrmed by the similar thermal conductivity
values in the y direction of the specimens with thicknesses 2.461mm and 3.7626mm. It is
therefore concluded that the thermal conductivity values of Allcomp obtained with speci-
mens of thickness greater than 1.4mm are considered accurate and reliable.
The thermal conductivity values of the Allcomp foam appear to be more conductive than
the poco09, from 65:4% to 82:2% in the x direction and from 33:33% to 40:54% in the y
direction. The comparison is preented in ﬁgure3.16.
3.8.3 CSiC Foam and carbon carbon
Bulk thermal conductivity measuerements of two carbon silicon carbide foams and car-
bon/carbon (C/C) specimens are performed at 20±C in this subsection. CSiC foam is fab-
ricated by depositing, via the CVD process, silicon onto a carbon matrix. This undergoes
thermal treatment to form carbon-silicon carbide. The ﬁrst foam specimen has a density of
59CHAPTER 3. IN-PLANE THERMAL CONDUCTIVITY MEASUREMENTS
4% of solid SiC and was cut to have a cross sectional area of around 48mm2 and the second
specimen of density of 8% of carbon silicon carbide was cut to have a cross sectional area of
16mm2. Both foam samples were acquired from ERG12. The manufacturer measured ther-
mal conductivity is 5.28W/mK at 250±C. The C/C specimen was purchased from Dunlop and
cut to a sample with a cross sectional area of 9.984mm2. The results of the measurements
are summarised in table 3.3. The thermal conductivity of pure SiC is 120W/mK13. Therefore
the conductivity of 4% and 8% SiC foam should be as shown in table 3.3.
Table 3.3: Results of CSiC and C/C measurements
Material Thermal
Conductivity
(W/mK)
CSiC foam 4% 43
CSiC foam 8% 52
C/C 300
The results show that the measured value for 8% CSiC foam is ten times higher than
the recommended value for CSiC at 250±C. Though the measurements in this study are per-
formed at 20±C (a temperature ten times lower than the temperature quoted by the manufac-
turer), it is considered that the difference between the measured and recommended values
is large. In order to understand the causes of the disagreement in the results, meetings with
ERG were organised. The explanation given by ERG is that a graphite core remains (from
the fabrication process) in the foam. This graphite core has a higher thermal conductivity
than SiC, which causes this signiﬁcant increase of the thermal conductivity.
3.8.4 CFRP
Thermal conductivity of a carbon ﬁbre reinforced polymer specimen was also investigated.
The carbon ﬁbre used in this study is a 0-90-0 K13D2U from Mitsubishi Dialead in a unidi-
rectional preimpregnated (prepreg), and the epoxy is the cyanate ester RS3 from Tencate.
The specimen has been autoclave cured at the University of Liverpool at a temperature
around 177±C. The specimen has a thickness about 0.222mm with a cross section area equal
to 2.74mm2. The results are presented in ﬁgure 3.17.
It is observed that the thermal conductivity decreases with the increase of the tempera-
ture in the temperature range from ¡20±C to 20±C. At ¡20±C, the thermal conductivity is
around 324W/mK and decreases to 310W/mK at 20±C. The thermal conductivity value is
about 315W/mK at ¡30±C. In the temperature range between ¡30±C to 20±C, it appears
that the thermal conductivity of the CFRP increases, reaches a peak and decreases. The re-
sults conform with predictions based upon current CAD simulation models analysed with
ANSYS.
12www.ergaerospace.com
13http://accuratus.com/silicar.html
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Figure 3.17: In-plane thermal conductivity results of CFRP in the 0-direction. The error in
the measurements is 5%.
3.8.5 TPG
Thermal conductivity measurements of a thermal pyrolytic graphite specimen were also per-
formed. TPG is a unique form of pyrolytic graphite. Pyrolytic graphite can be manufactured
by decomposing a carbonaceous gas which builds up a layer of pyrolytic graphite on a hot
preformed mandrel [58], [59]. It is characterised by a strong anisotropy in its thermal proper-
ties. Pyrolytic graphite is a good conductor in its crystallographic direction and less so in the
other direction. The pyrolytic graphite used in this study is supplied by Momentive14. The
investigated specimen has a thickness of 435¹m and a cross section area of 5.032mm2. Thin
layers of TPG are generally difﬁcult to handle because of frequent bends that occur in the
specimens during handling. In order to understand the impact of these bends in the specimen
on the thermal performance, an intentional bend is made on the specimen and measurements
are performed. The bend is placed between pt100 3 and pt100 4, see ﬁgure 3.18. Figure 3.19
summaries the results obtained together with the recommended values by Momentive.
Similarly to the values obtained by Momentive, the thermal conductivity decreases with
the increase of the temperature. The thermal conductivity measured at ¡30±C and 20±C are
1920W/mK and 1510W/mK, respectively against 1930W/mk and 1565W/mK recommended
by Momentive. The measured thermal conductivity values in this study agree well with the
recommended values within 3.5%.
The thermal conductivity measurement of the TPG with a bend is performed at 20±C
and it is observed that the thermal conductivity is increased. As unexpected, the introduc-
tion of the intentional bend has a contrary effect on the thermal conductivity. The thermal
conductivity over the bend, from PT100 4 to PT100 3, is measured to 1641 W/mK. This is
an increase of 13.27% over the value of the TPG specimen with no bend. The causes of the
14www.momentive.com
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Figure 3.18: View of TPG under investigation with bend placed between PT100 3 and
PT100 4
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Figure 3.19: View of the TPG measurement results together with the values recommended
by Momentive
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Figure 3.20: Results of the thermal conductivity measurements performed on a e2v diamond
specimen
increase of the thermal conductivity are unknown and not understood, therefore more studies
are required.
3.8.6 Diamond
Thermal conductivity measurements of a diamond specimen from e2v15 Technologies were
also performed. The specimen has a thickness of 0.282mm with a cross sectional area of
2.87mm2. The results are summarised on ﬁgure 3.20.
It is observed that the thermal conductivity of e2v diamond is dependent on temperature.
The thermal conductivity decreases from 1011W/mK at ¡30±C to 1000W/mK at 20±C. As
expected, the thermal conductivity of diamond is high and more than 2.5 times that of copper.
In conclusion, it is observed that the measured thermal conductivities generally decrease
withtheincreaseoftemperature. Thethermalconductivitymeasurementswereperformedon
non-metal specimens in this chapter. In non-metals, heat conduction occurs mainly by lattice
vibrations16. Lattice vibration is the phenonmenon taking place in a solid that is heated, and
where atoms in the hotter region vibrate vigorously and collide with the neighbouring atoms
(the colder atoms). Energy is transferred to these colder atoms and also vibrate vigorously.
The process is repeated in every part of the solid, resulting in a transfer of heat energy from
thehotterendtothecolderendofthesolid. Thisphenomenoninsolidsresemblesthepassage
of waves and it is called phonon. In crystals that are free from detects and impurities, lattice
15www.e2v.com
16www.http://www.mtm-inc.com/reduce project risk/thermal conductivity at low temperatures part 1 theory/
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vibrations can travel over long distances in solids and effectively transport heat. Lattice
vibrations scatter in collisions with other lattice vibrations.
The decrease of the thermal conductivities can be explained by the fact that the increase
of the temperature in the specimens increases the number of lattice vibrations, combined
with the impurities and the defects of the solid hinder the lattice vibrations to travel far. This
reduces the thermal conductivity.
3.9 Summary
An in-plane thermal conductivity measurement system has been designed and built and re-
ported in this chapter. Heat transfer by radiation, convection and conduction have been
considered during the design process and solutions to reduce the undesired effects have been
applied. The measurement system has been calibrated with a 99.999% pure copper speci-
men of well known and understood material properties. Measurements of materials such as
CRFP, PocoFoam, Allcomp foam, TPG, diamond, CSiC foam and carbon carbon have been
performed with the system and the measured results agree well with the materials having
documented literature values. ANSYS analysis of the measurement system has been per-
formed and the heat transfer by convection around the specimen, the conductive heat trough
the electrical wires and the radiation between the surfaces of the specimen and the surfaces
of the shield were neglected. At 20±C, the measured gradients differ from the gradients
obtained with ANSYS by up to 11%.
64Chapter 4
Transverse Thermal Conductivity
Measurements
During the use of the upgrade tracker a considerable amount of heat will be generated in the
silicon modules (ASIC and silicon detector) and the electrical cables in the heavily irradiated
silicon tracker. This heat will establish heat transfer paths through the silicon sensors and
their support structures towards the cooling ﬂuid. These paths consist of various materials
and the interfaces between them that resist the transport of thermal energy and lead to an
increase temperature throughout the thermal circuit. Efﬁcient dissipation of the heat neces-
sitates a reduction of the contact resistances. J. P. Gwinn and R. L. Webb [60] report that for
solids of high thermal conductivity, the contact resistance can be reduced by the following
two methods:
(1) Increasing the area of the contact spots. This can be achieved by an increase of the
contact pressure which “ﬂattens” the peaks of the micro-roughness and deﬂects the mating
surfaces to reduce any non-ﬂatness. The increase of the contact spots can also be achieved by
reducing the roughness of the surface before the interface is formed by grinding the surfaces
to remove any non-ﬂatness and bufﬁng the surface to reduce any micro-roughness.
(2) Using a Thermal Interface Material (TIM) of high thermal conductivity that can con-
form to the imperfect surface features of the mating surfaces.
Load constraints on electronic components make it unfeasible to use high contact pres-
sure. Manufacturing of highly ﬁnished surfaces is not practical due to the high cost involved.
Hence, the best alternative is to use a TIM applied at a moderate contact pressure. The prop-
erties of the TIMs need to be well understood in order to achieve a satisfactory heat man-
agement inside the design of the stave. The study of TIMs requires a reliable test method
capable of achieving accurate and repeatable values. In this chapter, the design and con-
struction of a transverse thermal conductivity measurement system are performed according
to the ASTM D-5470 test method. The study is based on 1-D steady state heat conduction at
room temperature. The one dimensional heat ﬂow assumption was investigated by Gwinn J.,
Saini M. and Webb R. [61] with models and it was concluded that the 1-D heat ﬂow can be
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Figure 4.1: Schematic representation of interface resistance
achieved by using long bars, distanced temperature sensing with accurate knowledge of the
position of these sensors.
The ASTM D-5470 test method is a standard method to measure thermal impedance for
TIMs such as elastomers, tapes, greases and phase change materials (PCM) [62]. ASTM
D-5470 describes a method to measure interface resistance (Rint). The apparatus consists
of two metal bars, across which heat is transferred. The TIM is inserted at the interface
between the two bars. The standard test is useful with either homogeneous or composite
thermally conductive materials ranging from 0.02mm to 10mm in thickness. Electric heat is
applied at the end of one bar and the end of the other bar is connected to a heat sink. Two or
more temperature sensors are installed on each metal bar. The surface temperature of each
bar is obtained from the temperature gradient in each bar together with the location of the
temperature sensors. This test method will be also be used in this study to measure thin and
solid materials with thickness up to 1mm.
4.1 Background
Thermal interface resistance is a measure of how well heat is transferred across the interface
of two mating rigid surfaces. A schematic representation of interface resistance is shown in
ﬁgure 4.1. Referring to ﬁgure 4.1, the interface resistance (per unit area) is deﬁned as follows
Rint =
T cs ¡ T hs
_ Q
(4.1)
where T(cs) is the cooled surface temperature, T(hs) is the heat sink baseplate tempera-
tureand _ Qisthepowerperunitareaoftheheat-emittingcomponent. TheR(int)iscommonly
presented with units of K/W. It is clear that from equation 4.1, the lowest possible interface
resistance is reached when the heat sink temperature approaches that of the cooled surface.
The junction of the cooled component and the heat sink contains generally a combination
of surface roughness and surface non-ﬂatness as shown on ﬁgure 4.2. The micro-roughness
is superimposed on a macroscopic non-planar surface in the form of a concave, convex or
66CHAPTER 4. TRANSVERSE THERMAL CONDUCTIVITY MEASUREMENTS
Figure 4.2: (a) Heat sink and cooled component roughness, (b) poor heat sink and cooled
component ﬂatness [62]
wavy surface which can result in as much as 99% of the interface surface area being by air
gaps (see ﬁgure 4.3) unless a TIM is used [62].
J.P.GwinnandR.L.Webbreportthat, thecontactingsurfaceswillcontacteachotheronly
at discrete points and the number of contact points will increase with the increase of pressure
on the interface. Air is a very poor thermal conductor, with kair equal to 0.026W/mK at
room temperature and acts as thermal barrier and hinders efﬁcient heat transfer through the
interface. As seen in ﬁgure 4.3, the contact resistance (Rcontact) consists of the conduction
resistance at the points where the mating surfaces touch each other and the conduction and/or
radiative resistance across the gaps of non-contacting area. Any substance (with thermal
conductivity exceeding that of air) that ﬁlls the gap will decrease the contact resistance [63],
see ﬁgure 4.4.
The ideal TIM (ﬁgure 4.4) is expected to have high thermal conductivity, be easily de-
formed by small contact pressure and have minimal thickness. Further, the TIM should not
leak out of the interface, should maintain performance indeﬁnitely and be manufacturing
friendly (easy to apply and remove). To date, no TIM on the market can meet the expec-
tation of an ideal TIM. Available TIMs will not completely ﬁll the cavities and small air
pockets will remain on both sides of the interface material and the TIM will not have mini-
mal thickness, see ﬁgure 4.5
As presented in ﬁgure 4.5, Rcontact1 is the contact resistance between the TIM and the
electronic component’s surface, Rcond is the conduction across the thickness of the TIM and
Rcontact2 is the contact resistance between the TIM and the heat sink base plate. The interface
resistance Rint is the sum of the three resistances and it is expressed as follows
Rint = Rcontact1 + Rcond + Rcontact2 (4.2)
with
Rcond =
¢L
kTIM
(4.3)
where ¢L and KTIM are the effective thickness of the thermal interface material and its
thermal conductivity, respectively. Rcond is the conductivity of the material.
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Figure 4.3: Exploded view of thermal interface when no TIM is used [62]. R(int) is com-
posed only of contact resistance
Figure 4.4: Exploded view of thermal interface when an ideal TIM is used [62]
68CHAPTER 4. TRANSVERSE THERMAL CONDUCTIVITY MEASUREMENTS
Figure 4.5: Exploded view of thermal interface with actual TIM [62]
4.2 Setup
Figure 4.6 shows the experimental setup for the measurement of interfacial contact conduc-
tance based on 1-D steady state conduction used in this study. The setup consists of a heater
placed high on the upper copper bar and a liquid-cooled heat sink maintaining a constant heat
ﬂux in the test column which consists of two copper bars with the material under investiga-
tion sandwiched between. The copper bars have a uniform cross section area of 100mm2.
The copper used to machine the bars is heavily oxidised with emissivity equal to 0.8. The
end surfaces of the copper bars are polished to a surface roughness of around Ra»1¹m. The
temperature distribution is measured along the heat path by RTDs stuck with tape on the
copper bars on each side of the material under investigation. Thermal grease is used as a
thermal interface material between the RTDs and the copper bar surfaces to ensure good
contact. The RTDs are placed on two coinciding copper bar surfaces and their positions
form a virtual vertical line equidistant from the vertical edges of the bars. The distance ¢L
from the RTDs to the material under investigation is accurately measured with a caliper. The
distance between the upper RTD and the heater is more than two and half times the length
of the heater, allowing the heat ﬂow to be well developed and steady. A load cell is used to
apply controlled pressure on the material under investigation.
The measurements are performed at room temperature and the average temperature of the
RTDs is kept similar to the environment temperature. This is done in order to reduce the heat
transfer by radiation between the copper bars and the environment temperature. The amount
of heat ﬂowing by conduction through the copper bars is large compared to the radiation
loss to the environment because of the large cross sectional area of the bars. Therefore, it
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Figure 4.6: Solid Works model of the transverse thermal conductivity measurement system
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is assumed that achievement of satisfactory measured results can be obtained without using
any radiation shield. The measurement system used in the laboratory is shown in appendix
B.
Themeasurementsareperformedinthelaboratoryatalocationwheretheairsurrounding
the setup is stationary. There are no external means such as fans, pumps and suction devices
switched on in the vicinity of the measurement system to provoke the ﬂow of the air. The
application of heat on the upper copper bar establishes a temperature difference between the
surfaces of the bar and the stationary air. The adjacent air to the upper copper bar will move
upward. This mode of heat transfer is referred to as natural convection. The location of the
heater (high up on the upper copper) constrains the bulk of the air to move above the copper
bars, reducing considerably the amount of heat transfer by convection along the copper bars.
The remaining heat transfer by convection along the copper bars is considered insigniﬁcant
compared to the amount of the heat transfer by conduction and is therefore not considered in
this study.
Thermal resistances and conductivities of thermal interface materials such as Dow Corn-
ing 340, Dow Corning SE4445, Hysol EA9396, Araldite 2011 and Epolite FH-5313 epoxy
were measured in this study. Measurements of solid materials such as CFRP and kapton
ﬁlms was also be performed. The setup was also modiﬁed in order to allow measurements
of the thermal properties of blocks of PocoFoams and Allcomp foams.
4.3 Determination of the thermal resistance
Generally, the total contact resistance, per unit area, (Rcontact = Rcontact1 + Rcontact2 ) is deter-
mined experimentally by measuring thermal resistance data for a range of TIM thicknesses
and plotting Rint, per unit area, versus thickness. The resulting graph exhibits a linear rela-
tionship expressed as follows
Rint(¢L) = Rcontact +
¢L
kTIM
(4.4)
The slope is equal to the inverse of kTIM and the intercept of the straight line with the
Rint axis is equal to Rcontact [64]. It is worth noting that the Rcontact1 (surface between the
electronic component and the TIM) and Rcontact2 (surface between heat sink base and the
TIM) resistances can be different because each of the two contact surafces may differ in
roughness or ﬂatness.
The actual thermal conductivity of the TIM can also be determined by measuring thermal
resistance data and plotting Rint versus pressure. It is observed using this method that the
resistance decreases with the increase of the pressure until Rint reaches a constant value.
This constant value is equal to twice the thermal resistance at the contact between the TIM
and sandwishing surface. This method is usually used when the surfaces sandwiching the
TIM have similar ﬂatness and roughness. This causes Rcontact1 to be equal to Rcontact2 and
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Figure 4.7: Overview of the specimens with different cross section areas used the ANSYS
analysis. Qrad and Qconv are the radiative and convective heats transferred between the non
sandwiched part of the oversized specimen and the room temperature.
simpliﬁes the expression of the total resistance to
Rcontact = 2Rcontact1 (4.5)
The two methods mentioned above will be used in this study to determine the thermal
conductivity of Dow Corning 3401. However, the method using Rint vs pressure will be
utilised for the determination of the transverse thermal conductivity values presented in this
thesis.
4.4 Measurement Optimisation - FEA
A thermal analysis of a solid TIM was performed in ANSYS in order to understand whether
the dimensions of the cross section area of the specimen sandwiched between the copper
bars inﬂuences the results. The analysis consists of reproducing a laboratory measurement
of two specimens of the same material and of the same thickness (500¹m), measuring the
thermalconductivitiesanddeterminingthecorrespondingthermalresistances. Onespecimen
istrimmed to match the crosssectional area of the copperbars (1cm2)and the other specimen
is 50% oversized, as shown ﬁgure 4.7.
1www.dowcorning.com
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. Ro and ko are the resistance and conductivity
of the oversized specimen; Rtrim and ktrim are the resistance and conductivity of the trimmed
specimen
4.4.1 Basic Simulation
The components of the CAD assembly have the same material properties as the components
used in the laboratory. A constant heat ﬂow of 5W is applied on the top surface of the upper
copper bar and a ﬁxed temeprature of -10±C is applied on the heat sink. Two points are
accurately located on the copper bars, one on each side of the specimen under investigation.
These points represent two RTDs with well known distances to the surfaces of the specimen.
For a given value of the input thermal conductivity, temperatures are measured at the two
points and used to calculate the corresponding output thermal conductivity. Heat transfer by
radiation and convection are not considered in this analysis.
4.4.2 Results and Discussion
Thermal conductivity values ranging from 0.16W/mK to 2000W/mK are taken as the in-
put into ANSYS and the corresponding output thermal conductivities are determined. It is
worth noting that the output thermal conductivities are the conductivity values calculated
by using the temperature measured with the RTDs. The results of the whole range of the
calculated conductivities together with the calculated resistances are presented on ﬁgure 4.8.
The calculated thermal conductivity values of the specimens (oversized and trimmed) in-
crease from 0.16W/mK to around 140W/mK when the input conductivity values increase
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Figure 4.9: Graphical representation of the calculated thermal conductivities compared to
the expected conductivity. kinput is the expected thermal conductivity, k0 is the thermal con-
ductivity of the oversized specimen and ktrim is the thermal conductivity of the trimmed
specimen.
from 0.16W/mK to 2000W/mK. The calculated thermal resistance values of the specimens
decrease rapidly from 33K/W and “ﬂattens” to a constant value of 0.03K/W with the increase
of the input conductivity values from 0.16W/mK to 2000W/mK.
The results of the calculated conductivity values together with the input thermal con-
ductivity values are presented on ﬁgure 4.9, for the input thermal conductivity values in-
creasing from 0.16W/mK to 2W/mK. The calculated conductivity values obtained from the
trimmed specimen are equal to the input values until the input conductivity values reach
1W/mK, where they begin to differ progressively. The calculated conductivity is lower than
the input conductivity for an input value equal or greater than 1W/mK. The calculated con-
ductivity values obtained from the oversized specimen differ from the input values over the
whole range of the input thermal conductivity values. However, for a given input value
between 0.1W/mK and 2W/mK the thermal conductivity values of the oversized specimen
agree within 3%. Within this input value range, the oversized and trimmed specimen values
agree within 4%, while the thermal conductivity values of the trimmed specimen agree well
with the input values within 1.5%. The value of the trimmed specimen agrees better with the
expected value for a given input conductivity value less than 2W/mK. It is worth noting that
for a given input value between 2W/mK and 10W/mK, the calculated conductivity values of
the oversized and the trimmed specimens differ by up to 6.1%.
For a given input thermal conductivity ranging from 0.16W/mK to 2W/mK, the calcu-
lated thermal resistance of the oversized specimen decreases from 30.20K/W to 2.45K/W,
see ﬁgure 4.10, and of the trimmed specimen from 31.59K/W to 2.53K/W. When the input
thermal conductivity is above 2W/mK, the calculated thermal resistance of the specimens is
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Figure 4.10: Graphical representation of the calculated thermal resistances versus the input
thermalconductivity
lessthan2K/Wandtheirvaluesagreewellwitheachotherwithin0.25 %.
Inconclusion, itisconsideredthatmeasurementsofsolidmaterialswiththicknessaround
500¹m and a thermal resistance less than 2K/W are not suitable to measure with the present
measurement system. Measurements appear more accurate with specimens with cross sec-
tion area matching the cross section area of the copper bars. Specimens larger than the cross
section area of the copper bars cause additional heat paths which contribute to the small
difference observed from the specimen having the cross section area matching that of the
copper bars.
4.5 Uncertainties
In this section, the error in the thermal conductivity of the specimen under investigation is
presented. This error is due to the experimental uncertainties in the measured data such as
the positions of the RTDs on the copper bars, the thermal conductivity of the copper bar, the
temperature drop and the heat ﬂow along the copper bars, the cross section area of the copper
bars and the heat loss along the copper bars.
The total error in the position of the RTDs, including the error in the ability of reading
the calliper was found in chapter 3 to be around 0.195%. The uncertainty in the temperature
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drop is about 1.8% and is associated with the platinum (HEL-700) type RTD error data
acquisition (0.08±C) together with the uncertainty in the position of the RTDs (0.155%).
The uncertainty in the heat ﬂow is introduced by the uncertainty of the reading of the voltage
(0.1%) and the current (0.2%). The uncertainty in the thermal conductivity of the copper bars
is determined by performing conductivity measurements of the copper bars several times
under the same conditions. The uncertainty in the cross sectional area of the copper bars
is due to the ability of reading the micrometer that was used to measure the dimensions of
the bars. This uncertainty was found to be equal to 0.14%. The uncetainty in the heat loss
by radiation along the copper bars is determined by calculating this heat value several times
under the same conditions. The uncertainty of the heat loss was found to be 0.30%. Based
upon the standard uncertainty analysis technique [65], the uncertainty is found be equal to
2.64%.
4.6 Thermal Properties of Thermal Interface Materials
For the stave design materialss of interest, Dow Corning 340, Hysol EA 9396, Epolite and
Dow Corning SE4445 are selected as thermal interface materials. These substances are in-
vestigated for their thermal properties, particularly their resistances and their thermal con-
ductivities. Preparations and curing processes of the aforementioned thermal interface ma-
terials are presented together with a detailed explanation of the methodology used to mesure
their thermal properties.
4.6.1 Methodology ofsurfaceareaofcopperbarsatinterface(¼(1cm2)
Figure 4.11 shows the terms used in the calculations to determine the thermal resistance and
conductivities. T 1
0 and T 2
0 are respectively the temperatures at the bottom of the copper and
at the top of the lower copper bars. T 1 and T 2 are the temperatures of RTD1 and RTD2,
placed on each side of the TIM on the copper bars. The average temperature of T 1 and T 2
are kept equal to the room temperature constraining the temperature of the TIM to be near
the room temperature. This is done in order to reduce heat transfer by radiation between the
TIM and the environment. T Cu and T heater are placed at the top of the upper copper bar and
on the heater respectively. The temperatures of these RTDs are used to determine the heat
loss from the heater and the exact amount of heat moving through the upper copper bar from
the heater.
The heat loss by conduction through the AWG 28 electrical wires (Á = 0.321mm) used
to power the heater was investigated by removing the wire’s electrical insulation and placing
two RTDs directly on the surface of the copper wire near the heater. By supplying 1W, it
was found that the heat loss by conduction through the wires was 2.05%. The surface area
of the heater is equal to 2.5x10¡5m2. The heat losses by radiation from the heater and the
surfaces of the copper bars depend on the room temperature and they are calculated for each
measurement. The total radiative heat loss is typically around 3.60% of the heat applied. The
76CHAPTER 4. TRANSVERSE THERMAL CONDUCTIVITY MEASUREMENTS
Figure 4.11: Drawing of the thermal interface measurement system
sum of the heat losses by conduction and radiation is considered high and non-negligible,
therefore the measurement system is corrected accordingly.
The locations of RTD1 and RTD2 from the edges of the copper bars are accurately known
and denoted (¢L1) and (¢L2). These distances are measured with callipers. The T 1
0 and
T 2
0 are the temperatures at these edges and are calculated with the following expressions:
T 1
0 = T 1 ¡
Q ¡ Qheat ¡ QCu ¡ Q(RTD1¡edge)
kCuACu
¢L1 + K0 (4.6)
T 2
0 = T 2 +
Q ¡ Qheat ¡ QCu ¡ Q(RTD1¡edge) ¡ Q(edge¡RTD2)
kCuACu
¢L2 + K0 (4.7)
where Q is the amount of heat intentionally applied by the heater, Qheat is the heat loss by
radiation from the heater, QCu is the heat loss by radiation by the portion of the upper copper
bar between the top of the bar and RTD1, Q(RTD1¡edge) is the heat loss by radiation between
RTD1 and the bottom of the upper copper bar, Q(edge¡RTD2) is the heat loss by radiation
between the edge of the lower copper bar and RTD2 and K0 = 273.16K. The radiative heat
loss by the portion of the copper bar below RTD2 does not inﬂuence the results. This heat
loss is therefore not considered in the calculations.
In this study, Rcontact1 and Rcontact2 are considered equal by ensuring that the roughness
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and ﬂatness of the copper bars are similar. Hence, equation 4.2 is simpliﬁed in this study as
Rint = Rcond + 2Rcontact1 =
T 1
0 ¡ T 2
0
Q0 (4.8)
where Q’ = Q - Qheat - QCu - QRTD1¡edge is the corrected heat and is considered the exact
amount of heat going through the TIM. Finally, the actual resistance of the TIM (Rcond) is
determined by the following expression
Rcond = Rint ¡ 2Rcontact1 (4.9)
4.6.2 Dow Corning 340
Dow Corning 340 is the thermal grease used in all the measurements in this thesis. It is an
odourless white paste that is easy to apply and remove from surfaces. Its thermal resistance
is measured with two different ways in order to cross check the reliability of the methods.
The determination of the thermal interface resistance of Dow Corning 340 is ﬁrstly
achieved by performing measurements on different thicknesses of a solid composite con-
sisting of Hysol EA9396 and 23.1% Boron Nitride . The preparation of this composite is
explained later in this chapter. The composite is placed inside the copper bars and a thin
layer of Dow Corning 340 is applied between its surfaces and the copper cross section.
A pressure of 0.47MPa and a power of 1W are applied on the composite and resistance
measurements are performed on the composite with following thicknesses: 85¹m, 164¹m,
207¹m, 257¹m and 438¹m. Table 4.1 presents the results of the measured thermal interface
resistances together with the temperature difference T 1
0-T 2
0.
Table 4.1: Summary of the thermal resistance results measured on different thicknesses of
Hysol EA9396 + 23.1% Boron Nitride of cross sectional area equal to 1cm2
Thickness Rint T 0
1-T 0
2
(¹m) (K/W) (K)
85 1.90 1.79
164 3.91 3.62
207 4.13 3.91
257 5.05 4.68
438 8.42 7.65
These results are plotted on ﬁgure 4.12 where they exhibit a linear graph intersecting the
Rint axis. At that intersecting point, Rint = 2RCu=DC340 = 0.55. The resistance at the interface
of copper/Dow Corning 340 is therefore determined in this study as
RCu=DC340 = 0:27 § 0:066K=W (4.10)
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Figure 4.12: DC 340 Thermal Interface Resistance vs thickness
The second method consists of measuring the interface resistance of DC 340 and plotting
Rint vs pressure, as shown in ﬁgure 4.13. The interface resistance decreases with the increase
of pressure until it reaches a constant value of 0.27K/W from 0.43 MPa. A similar result
is observed when the measurement is performed on a layer of DC 340 sandwiched inside
two pieces of carbon/carbon of measured thermal conductivity 287W/mK and roughness
Ra»1.5¹m. The interface resistance decreases until it reaches a constant value of 0.30K/W.
This value differs slightly from 0.27K/W because of the difference in the materials surface
properties.
It is clear that the values obtained from the two methods to determine the contact re-
sistance agree well. The value of the thermal interface resistance of Dow Corning 340 is
considered to be 0.27K/W. This value will be used for the calculation of transverse thermal
resistances in this thesis. The pressure applied on the interface materials during all of the
following measurements is 0.47MPa.
4.6.3 Araldite 2011
Araldite 20112 epoxy adhesive is a multi-purpose, viscous material that is suitable for bond-
ing a variety of materials, including metal, ceramic, wood, foams and plastic. Araldite con-
sists of two parts A and B, with mixing ratio 1:1. One of the recommended schedule for
curing the epoxy is 10 min @ 100±C. It is easy to apply and has a good resistance to static
and dynamic loads. At the beginning of this thesis, araldite 2011 was the epoxy that was
under investigation to be used for the design of the stave. Thermal conductivity studies have
beenthereforecarriedout. Otherepoxieswerelaterpreferredforthestavedesignandaraldite
2www.ebpltd.com
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Figure 4.13: DC 340 Thermal Interface Resistance vs Pressure and Thermal conductivity
2011 was dropped. The measurements were performed using two copper bars to sandwich
the araldite at room temperature with a power of 1W applied on the copper. The thermal
conductivity was measured as 0.22W/mK and agrees well with recommended values.
4.6.4 Hysol EA9396, Dow Corning SE4445 and Epolite FH-5313 epoxy
Hysol EA9396, DC SE4445 and Epolite FH-5313 are proposed for the manufacture of the
stave of the ATLAS inner tracker. Figure 4.14 shows a schematic view of the cross section
of the proposed stave design showing the different glue layers.
The preparation of the glue specimens is performed by mixing thouroughly the two com-
ponents according to the deﬁned mixing ratio. The mixture is poured onto a ﬂat teﬂon sheet
between two stainless steel shims. These shims deﬁne the eventual specimen thickness.
Teﬂon is used due to non-stick property which allows easy specimen removal after the cure
process.A ﬂat edge pressed hard onto the two shims is drawn over the glue specimen to de-
ﬁne the glue thickness. The ﬁnished specimens are ﬂat, solid sheets that are easy to cut with
a blade, as shown in ﬁgure 4.15.
Measurements of these solid specimens were performed by using Dow Corning 340 be-
tween the surfaces of the specimens and the copper bars. The meausrements were made
at room temperature with a pressure of 0.47 MPa applied on the specimens. The contact
resistance was assumed equal to that found for the two copper bars with DC 340. The tem-
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Figure 4.14: Schematic view of the cross-section of the stave with the different glue layers
applied
Figure 4.15: View of a solid TIM sandwiched between the copper bars
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perature difference between the surfaces of the specimens were measured to be 12:71±C and
12:76±C for the epolite and the Hysol specimens, respectively. After the subtraction of the
contact resistances, the epolite specimen with a thickness of 390¹m exhibited an actual re-
sistance equal to 13.85K/W and the thermal conductivity was found to be 0.28W/mK. The
Hysol EA9396, with a thickness of 415¹m exhibited an actual resistance equal to 14.02K/W
and the thermal conductivity to be 0.28W/mK. The resistance of the Dow Corning 340 rep-
resents 15.51% and 26.68% of the actual resistance of the epolite and the Hysol EA9396,
respectively.
The Dow Corning SE4445 is rubber like and cannot be measured using the method
utilised for the epolite or the Hysol. The thickness of the DC SE4445 reduces consider-
ably when a pressure of 0.47 MPa is applied. Therefore, another method is used for the
measurement of its thermal conductivity. The method consists of producing the DC SE4445
specimen by bonding two copper bars together with the epoxy under modest pressure. Two
ﬁshing lines of diameter (500¹m) were placed inside the DC SE4445 during the curing pro-
cess (overnight at room temperature) to deﬁne the thickness of the specimen to equal that
of the ﬁshing lines. Therefore, when a pressure of 0.47 MPa is applied, the ﬁshing lines
keep the thickness of the DC SE4445 at 500¹m preventing the DC SE4445 from deform-
ing. After the subtraction of the contact resistances, the Dow Corning SE4445 exhibits an
actual resistance equal to 8.47K/W, a temperature difference between the surfaces of 8:17±C
and a thermal conductivity equal to 2§0.2 W/mK. The resistance of the Dow Corning 340
represents 8.97% of the total resistance. Table 4.2 summarises the results.
Table 4.2: Summary of the thermal conductivity results of Epolite FH-5313, Hysol EA9396
and Dow corning SE4445
Adhesives Thickness Power applied ¢T Resistance Thermal conductivity
(¹m) (W) (±C) (K/W) (W/mK)
Epolite FH-5313 517 1 15.83 17.41 0.28§0.01
Hysol EA9396 415 1 12.76 14.02 0.28§0.01
DC SE4445 214 1 8.17 8.47 2§0.2
4.7 Thermal behaviour of epoxy resin ﬁlled with high ther-
mal conductivity micropowders
HysolEA9396andAraldite2011are strongcandidatestogluethe CFRPfacingstothePoco-
Foam. Their application in the stave design is limited by their low thermal conductivities
causing an increase of the thermal resistance between the CFRP facing and the PocoFoam
and therefore a temperature rise in the CFRP over the foam temperature. In order to improve
these conductivities, thermally conducting but electrically insulating ﬁller (Boron Nitride) is
used to dope the matrices and obtain polymer-based composites. Boron Nitride is attractive
because it has a low atomic number and therefore a high radiation length. The high thermal
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conductivityofBoronNitrideinthebulkstatecanbeattributedtothesimplicityofthecrystal
structure, the low atomic mass, the existence of strong covalent bonding between the atoms
and the low disorder within the crystal lattice [66]. The theoretical limit of thermal conduc-
tivity for a single crystal of Boron Nitride at room temperature is 1300W/mK. However, the
experimental thermal conductivity of the powder is signiﬁcantly lower than its crystalline
counterpart (200 to 500W/mK), because of the interface between powder particles [67].
4.7.1 Different models
Berman R. [68] reports that the thermal resistance in a solid is caused by phonon scattering,
therefore the phonon scattering has to be minimized in order to increase the thermal con-
ductivity. Winco Yung [69] concludes, after his studies on different particle sizes of Boron
Nitride, that more and larger Boron Nitride particle sizes help to shorten the low thermal con-
ductivity path in the epoxy matrix and establish a high thermal conductivity network (Boron
Nitride) for heat conduction. Larger size means lower surface to volume ratio3, thereby,
lower interfacial phonon scattering for a given weight of the ﬁller [70]. In consequence, a
higher percentage and larger particle sizes of Boron Nitride yields a higher thermal conduc-
tivity. In this study, the effective thermal conductivity of Hysol ﬁlled with Boron Nitride
is determined experimentally as a function of Boron Nitride concentration. The obtained
values are compared with existing theoretical and empirical models. The existing theoretical
and empirical models are discussed below followed by the experimental results.
4.7.1.1 Lewis and Nielsen
The Halpin-Tsai theoretical model [71], considered as the best and most versatile to calculate
the elastic moduli of all kinds of composite materials, has been modiﬁed by Lewis and
Nielsen [72] to include the effect of the shape orientation and type of packing of the particle
ﬁller in a two-phase system. The modiﬁed equations [73] for the two-phase systems are
kc
km
=
1 + ABÁ
1 ¡ BÁÃ
(4.11)
A = kE ¡ 1 (4.12)
B =
kf
km ¡ 1
kf
km + A
(4.13)
3The surface to volume ratio and variously denoted SA:V is the amount of surface area per unit volume of
an object. The surface area to volume ratio is measured in units of inverse distance. For a given shape, SA:V
decreases linearly with increasing volume
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Ã = 1 + (
1 ¡ Ám
Á2
m
)Á (4.14)
The properties kc, kf, km are the thermal conductivities of the composite, ﬁller material
and polymer matrix, respectively and Á is the volume fraction of the ﬁller. The constant
A depends primarily upon the shape of the dispersed particles and how they are oriented
with respect to the direction of ﬂow of thermal currents. The constant A is related to the
generalised Einstein coefﬁcient kE. The factor B is a constant which takes into account the
relative conductivity of the two components. The factor Ã is determined by the maximum
packing fraction Ám of the dispersed particles. The maximum packing fraction Ám is deﬁned
as the true volume of the particles divided by the volume they to occupy when packed to
their maximum extent. For ﬁllers which are aggregates of spheres, the constant A is equal to
2:5
Ám-1 [74]
4.7.1.2 Agari and Uno
Agari and Uno propose a semi-empirical thermal conduction model (fundamentally based on
the generalisation of parallel and series conduction models of a composite) for ﬁlled polymer
with particles [75]. The expression governing the thermal conductivity in this model is given
as follows
logkc = ÁC2logkf + (1 ¡ Á)log(C1km) (4.15)
where C1 and C2 are experimentally determined constants of order unity. Dilek Kumlutas
and Ismail H. Tavman [76] report that, C1 is a measure of the effect of the particles on the
polymer, like crystallinity and the crystal size of the polymer. C2 (smaller than 1 and larger
than 0) shows how easy the particles can form conductive paths inside the polymer. In other
words, the easier the particles are gathered to form conductive chains, the more the thermal
conductivity of the particles contributes to the thermal conductivity of the composite and C2
tends towards 1. The coefﬁcients C1 and C2 are determined by using the linear regression
equation of the plot of the logarithm of the thermal conductivities of the experimental data
against volume contents of the particles.
4.7.1.3 Maxwell
Maxwell [77] uses potential theory and obtains an exact solution for the conductivity of
randomly distributed and non-interacting homogeneous spheres in a homogeneous medium.
The governing equation is expressed as follows
kc = km
kf + 2km + 2Á(kf ¡ km)
kf + 2km ¡ Á(kf ¡ km)
(4.16)
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This Maxwell model is expected to predict the thermal conductivity of composites for
low ﬁller concentrations when ﬁller particles do not touch each other.
4.7.1.4 Russell
With the assumption that the particles are cubic with the same size, Russell [78] proposed
the following model using a series parallel network.
kc = km
Á2=3 + km
kf (1 ¡ Á2=3)
Á2=3 ¡ Á + km
kf (1 + Á ¡ Á2=3)
(4.17)
4.7.1.5 Cheng and Vachon
Tsao [79] obtained a model relating the two phase solid mixture thermal conductivity of the
individual components and to two parameters, which describe the spatial distribution of the
two phases. Assuming a parabolic distribution of the discontinuous phase in the continuous
phase, Cheng and Vachon breakthrough and propose a solution to Tsao’s model. The new
proposed model does not require knowledge of additional parameters. The determination
of the constants of the parabolic distribution are obtained experimentally and presented as a
function of the discontinuous phase volume fraction. The equivalent thermal conductivity of
the mixture is derived in terms of the distribution function and the thermal conductivity of
the constituents. For kf>km, the expression gorverning the model is given as follows
1
kc
=
1
p
C(kf ¡ km)[km + B(kf ¡ km)]
ln
p
km + B(kf ¡ km) + B
2
p
C(kf ¡ km)
p
km + B(kf ¡ km) ¡ B
2
p
C(kf ¡ km)
+
1 ¡ B
km
(4.18)
where
B =
q
3
Á
2 and C = -4
q
2
3Á
Cheng and Vachon claim that, for two phase materials with the thermal conductivity of
the continuous phase being much smaller than the thermal conductivity of the discrete phase
(km ¿ kf and as long as Á < 0.667), effective thermal conductivity of the composite can be
expressed as follows
kc¼
km
1 ¡ B
(4.19)
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4.7.1.6 Geometric mean
In the case of the geometric mean model, the effective thermal conductivity of the composite
is given by [71]
kc = k
Á
f:k
1¡Á
m (4.20)
4.7.2 Hysol EA9396 ﬁlled with Boron Nitride (BN)
The Hysol based composite is prepared by mixing the epoxy resin, hardener and Boron
Nitride particles and cured at room temperature over a period of three days. Boron Nitride
is non-toxic and transparent to microwaves. Two types of Boron Nitride powders (Japanese
and Goodfellow4) are used to ﬁll the Hysol matrix. The goodfellow Boron Nitride has a
density of 1.9g/cm3 and a maximum particle size of 10¹m in diameter. The goodfellow
Boron Nitride has a hexagonal structure5 and is sometimes called white graphite, due to its
lubricity, anisotropic properties, heat resistance and high thermal conductivity. This latter
property, combined with a low thermal expansion, leads to excellent resistance to thermal
shock. The Japanese Boron Nitride is from the previous ATLAS SCT build.
The Hysol ﬁlled with Boron Nitride is prepared with concentrations of 5, 10, 15, 20, 25,
30 and 35% by weight. The quantity, by weight, of Hysol used is 2.6g (part A=2g and part
B=0.6g). Table 4.3 summarises the ﬁller amount in the composite. The following expression
is used to calculate the volume fraction of the ﬁller for a given weight fraction
Á =
W
W + (1 ¡ W)
½f
½m
(4.21)
where Á is the volume fraction of the ﬁller additives, W is the weight fraction, ½f and ½m are
the densities of the ﬁller (Boron Nitride) and polymer matrix, respectively.
4.7.3 Results and Discussion
Thermal conductivity measurements are performed on Hysol EA9396 ﬁlled with Boron Ni-
tride of two different origins (Japanese and Goodfellow) up to a volume fraction of 24%.
In accordance with litterature values, the addition of the Boron Nitride raises the thermal
conductivity of the Hysol with increasing loading. The experimental values of thermal con-
ductivity at room temperature are compared to calculated values from Maxwell, Cheng and
Vachon, Lewis and Nielsen, Russell and the geometric mean models on ﬁgure 4.16 and ﬁg-
ure 4.17. The density of Hysol is 1.14g=cm36. It is known from literature that Boron Nitride
has a density value between 1.9g=cm3 and 2.2g=cm3. Two similar measuring jars, ﬁlled
4www.goodfellow.com
5www.azom.com
6www.aerospace.henkel.com
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Table 4.3: Summary of the ﬁller amount in the mixture
Boron Nitride Boron Nitride Hysol EA9396 + BN
weight (%) mass (g) mass (g) %BN by volume
0 0 2.6 0
4.8 0.13 2.73 0.03
9.1 0.26 2.86 0.06
13 0.39 2.99 0.08
16.7 0.52 3.12 0.11
20 0.65 3.25 0.13
23.1 0.78 3.38 0.15
25.9 0.91 3.51 0.17
29.7 1.1 3.7 0.20
35 1.4 4 0.24
with the Japanese and the Goodfellow Boron Nitride were measured with a weight scale.
It is observed that the density of the Japanese Boron Nitride is less than the density of the
Goodfellow’s. As the exact values of the densities are unknown, 1.9g=cm3 and 2.1g=cm3 are
assumed as the densities of the Japanese and the Goodfellow, respectively. The Goodfellow
Boron Nitride has a maximum particle size around 10¹m. The bulk thermal conductivity of
the Boron Nitride is unknown, and a lowest value of 200W/mK is used for the calculations.
The thermal conductivity of the Hysol EA9396 is experimentally measured and found to be
equal 0.28W/mK, see table 4.2. As the maximum packing fraction is unknown, a value of
Ám = 0.637 is used is the calculations to determine the thermal conductivity values in the
Lewis-Nielsen model.
For the Japanese Boron Nitride at low volume content (Á <8%), particles are dispersed
in the Hysol EA 9396 matrix and they are not interacting with one other. The equations
of the geometric mean and that of Cheng and Vachon predict the best values for the thermal
conductivity of the Hysol EA9396 in this region. The deviation from the experimental data is
maximum 9.5% and 4% for the geometric mean equation and Cheng and Vachon equations,
respectively. The Maxwell and both of the Lewis and Nielsen model predictions are lower
than the experimental results in the whole range. However, at higher Boron Nitride content,
as aggregates of particles are formed, Lewis and Nielsen with A = 3 (the particles are of
irregular shapes approximating roughened spheres) and Ám = 0.637 gives better prediction
than their model using A = 1.5 (the particles are spherical) and Ám = 0.637. For particle
content greater than 10% by volume, conductive chains of the particles are formed giving
rise to a large increase in effective thermal conductivity of the Hysol EA9396. The Russell
model prediction of thermal conductivity is fairly accurate in that region. With a loading
of 8% Boron Nitride (by volume), the thermal conductivity of the Hysol EA9396 reaches
0.51W/mK, which is an increase of 57% compared to pure Hysol EA9396 with a thermal
conductivity of 0.28W/mK.
The Hysol EA9396 was ﬁlled with 16% and 23% volume of the Goodfellow Boron Ni-
tride in this study. The results agree well within 5% with the corresponding thermal conduc-
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Figure4.16: ThermalconductivityresultsofHysolﬁlledwithBoronNitride(Japanese)and
comparedwithdifferentmodels
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Figure 4.17: Thermal conductivity results of Hysol ﬁlled with Boron Nitride (Goodfellow)
andcomparedwithdifferentmodels
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tivity values derived from the Geometric model. It is observed that none of the other models
is useful for the prediction of the experimental results. Loading the Hysol EA9396 with the
Goodfellow boron Nitride, the thermal conductivity of the Hysol increases from 0.28 W/mK
to 0.81 W/mK and 1.3 W/mK for 16% BN and 23%BN, respectively. This is an increase
of the thermal conductivity by 65.4% and 78.5% compared to pure Hysol EA9396 with a
thermal conductivity of 0.28 W/mK.
4.7.4 Araldite and Boron Nitride
Thermal conductivity measurements of Araldite 2011 ﬁlled with the Japanese Boron Nitride
were also performed. The mixture proportion by weight is resin 38.5%, hardener 30.75%
and Boron Nitride 30.75%. The curing time at room temperature was three days. The mea-
surements are performed at room temperature with a pressure of 0.47MPa and 1W applied
on the composite and Dow Corning 340 grease was used at the copper specimen interfaces.
The measured thermal conductivity is found to be 0.77W/mK. This is an increase of 250%
compared to the pure Araldite 2011 thermal conductivity value.
4.8 Kapton Bus
The basic function of the kapton bus in the stave is to deliver power and signals to and from
the front-end electronics. The bus is not uniform but made with layers of different materials
shown in table 4.4. On the surface of the kapton bus, black traces are observable. These
traces consist of kapton, aluminium and copper. The copper serves as the conductors to
drive the twelve (12) modules mounted on the stave. The aluminium layer serves as a shield
to isolate the modules from noise pick up from the signals in the traces. Figure 4.18 shows a
portion of the kapton bus with the black trace.
Table 4.4: Summary of the different materials present in the assembly of the kapton bus
components thickness manufacturer
¹m
kapton 25 Shin-Etsu CA333
adhesive 25 Shin-Etsu CA333
aluminium shield 25 foil
adhesive 25 DuPont LF0100
kapton 25 Shin-Etsu CA333
adhesive 25 Shin-Etsu CA333
copper 18 (Espanex) MC 18-25-00
kapton 25 (Espanex) MC 18-25-00
In the design of the stave, the kapton bus, also called the bus cable, is mounted between
the hybrids and the carbon ﬁbre plate, see ﬁgure 4.14. The kapton bus crosses the heat path
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Figure 4.18: Overview of the kapton bus used for the prototype of the stave
from the silicon sensors to the cooling pipes. Due to its location, there is a need to understand
the thermal properties of the kapton bus in order to understand the thermal performances of
the stave. This section focuses on the measurement of the transverse thermal conductivities
of the kapton, assembly of (kapton - glue - aluminium shield) and assembly of (kapton -
glue - aluminium shield - glue - copper layer - kapton). It is worth noting that measurements
are not performed on the adhesives alone because this is out of the scope of this study. The
measurements are performed in the TIM apparatus at room temperature with a pressure of
0.47 MPa applied on the copper bars and Dow Corning 340 is used as the thermal grease
between the copper bars and the specimen.
After substraction of the contact resistances, the kapton has a resistance of 1.31K/W
with a temperature difference of 1:74±C and a resulting thermal conductivity equal to 0.22
W/mK. The assembly of the kapton and the aluminium has a resistance of 6.41K/W with a
temperature difference between the two surfaces of 14:3±C and a resulting thermal conduc-
tivity equal to 0.26 W/mK. The assembly of kapton, aluminium, copper and kapton exhibits
a temperature difference of 15:6±C between its two surfaces with a resistance of 7.05K/W
and a resulting thermal conductivity equal to 0.24W/mK. Table 4.5 summarises the results.
4.9 Foams
In this section transverse thermal conductivity measurements of PocoFoam and Allcomp
foam are performed at room temperature. The technique used for the measurements is shown
in ﬁgure 4.19; where the foam specimen is placed vertically on a copper bar connected to a
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Table 4.5: Summary of the thermal conductivity results of the kapton bus
Layer Thickness Power applied ¢T Resistance Thermal conductivity
(¹m) (W) (±C) (K/W) (W/mK)
Kapton Shin-Etsu 29.8 1 1.74§0.05 1.31§0.02 0.22§0.01
Assembly(kapton-Al) 170 2 14.30§0.05 6.41§0.02 0.26§0.01
Assembly(kapton-Al-Cu) 189 2 15.60§0.05 7.05§0.02 0.24§0.01
Figure 4.19: Overview of a foam specimen under investigation
heat sink. The foam is 10 mm wide, 10 mm long and 20 mm deep. It is heated at the top by
a ceramic heater and cooled at the other end by the heat sink. Two RTD sensors are attached
on the foam for the reading of the temperature through the foam. The distance (¢L) between
the sensors is accurately measured with callipers and the heat sink is adjusted so that the av-
erage temperature of the sensors is similar to the environment temperature. This is done to
ensure the temperature of the foam is as near as possible to the environment temperature in
order to reduce heat transfer by radiation between the surfaces of the foam and the environ-
ment. When the average temperature is adjusted and equal to the environment temperature,
sufﬁcient time is given for the system to reach equilibrium before performing measurements.
Convection is considered negligible in this study due to the location of the heater on the top
of the foam. As a consequence, only heat conduction is assumed to be important in this
study. It is worth noting that the blocks of foam have the following dimensions (250mm x
250mm x 30mm), when purchased. These dimensions allows measurements to be performed
in all the three directions (x, y and z), where z is the deep direction.
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4.9.1 PocoFoam
Transverse thermal conductivity measurements of two PocoFoam specimens with different
densities (½=0.40g=cm3 and ½=0.56g=cm3) are performed. PocoFoam is expected to be
anisotropic with conductivity in the z direction (kz) ranging from 50W/mK to 160W/mK.
The difference in conductivity values between the x, y and z directions is due to the manu-
facturing process. The elongation of pores in the z direction effectively increases the liga-
ment length in the z direction. This reduces the number of low conductivity junctions and
therefore increases the overall foam thermal conductivity in the z direction. Table 4.6 shows
the results of the transverse thermal conductivity results together with the PocoFoam values
measured at room temperature with the in-plane measurement system.
Table 4.6: Summary of the In-plane and Transverse thermal conductivity results of Poco-
Foam
Density kx ky kz Measurement method
(g/cm3) (W/mK) (W/mK) (W/mK)
0.56 - - 135§2 Transverse
0.40 43§2 43§2 55§2 Transverse
0.56 54.5§3 57.5§3 - In-plane
0.40 51§3 53.5§3 - In-plane
As expected, the conductivities measured are higher in the z direction (135W/mK and
55W/mK, for ½=0.56g=cm3 and ½=0.40g/cm3, respectively) than the other directions (x
and y) and lie in the range quoted by the manufacturer. Transverse measurements for
½=0.40g=cm3 performed in the three directions show that kz is 28% higher than kx/ky.
Comparingthetransversevalueswiththein-planevalues, itwasobservedthatfor½=0.40g=cm3,
kz was 7.8% and 2.8% higher than kx and ky, respectively. For ½=0.56g=cm3, kz is 47.7% and
34.8% higher than kx and ky, respectively. Due to the lack of specimens, no measurement
was performed in x and y directions for ½=0.56g=cm3. However, the results obtained with
½=0.40g=cm3 indicate that there was a considerable difference between the values obtained
by the two methods. The values obtained with the in plane method were higher (18.6% and
24.4% for kx and ky, respectively) than the values obtained with the transverse method.
4.9.2 Allcomp foam
Transverse thermal conductivity measurements of two Allccomp foam specimens with dif-
ferent densities (½=0.22g=cm3 and ½=0.36g=cm3) were performed. Allcomp foam was ex-
pected to be isotropic with conductivities, at room temperature, ranging from 10W/mK to
75W/mK for density ranging from 0.09g=cm3 to 0.40g=cm3. The transverse thermal con-
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ductivity measurements were performed in all the three directions (x, y and z) and the results
were shown in table 4.7.
Table 4.7: Summary of the Transverse thermal conductivity results for Allcomp foam
Density kx ky kz
(g/cm3) (W/mK) (W/mK) (W/mK)
0.22 33.5§2 38§2 33.5§2
0.36 61§2 62§2 75§2
Contrary to the expected, the thermal conductivities are not isotropic for a given den-
sity. However, the obtained values lie within the thermal conductivity range measured by
the manufacturer. Differences are observed between the measured values of the thermal
conductivities. For a specimen with a density of 0.22g/cm3, ky is 13.5% higher than kx =
kz = 33.5W/mK. For a specimen with a density of 0.36g/cm3, kz is 23% and 21% higher
than kx and ky, respectively. It is observed that, with an increase of around 64% of density
(0.22g/cm3 to 0.36g/cm3), the thermal conductivity increases by more than 100%.
The measured conductivity values of Allcomp foam with density equal to 0.36g/cm3
obtained at 20±C in the x and y directions by the use of the in-plane thermal conductivity
measurement system is shown in table 4.8.
Table 4.8: In-plane conductivity of Allcomp foam in the x and y directions measured at 20±C
Density kx ky kz
(g/cm3) (W/mK) (W/mK) (W/mK)
0.36 83§3 72§3 -
Comparing the results obtained from the transverse measurement system and the in-plane
measurementsystem, itisobservedthatthereisasigniﬁcantdifferencebetweentheresultsof
the two methods. The values obtained by the in-plane system are higher than those obtained
with the transverse system as observed for the PocoFoam. kx and ky are 36% and 16.13%
higher than the values obtained by the transverse conductivity system at room temperature.
The high values obtained by the in-plane thermal conductivity system compared to the
transverse system can be explained by the presence of radiation shields that add undesired
heat paths to the system and increase the thermal conductivity. It has also been shown that
thermal conductivity measurements performed on PocoFoam specimens thinner than 1.4 mm
of PocoFoam result in inaccurate results. Based on these reasons, the transverse thermal
conductivity system is considered more accurate and the measured values are considered
reliable.
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4.10 CFRP
The transverse thermal conductivity of the K13D2U specimen studied in the previous chap-
ter, was investigated. The thickness of the specimen was 217¹m and a cross section area of
1cm2. The measurements were performed at room temperature with a power of 1W applied
on the CFRP. Dow Croning 340 was used as thermal interface material and a pressure of 0.47
MPa was applied between the copper bar and the CFRP surfaces.
Afterthesubtractionofthecontactresistances, theCFRPexhibitsaresistanceof1.78K/W
with a temperature difference of 2:22±C between its surfaces what results in a thermal con-
ductivity equal to 1.20§.02W/mK. The ﬁlament thermal conductivity of this CFRP is 800
W/mK with a density equal to 2.19g=cm3. A prediction based on FEA analysis performed
in the collaboration does not conform with the measured value because of unknown factors,
such as the transverse thermal conductivity of the ﬁlament. The ﬁlament transverse conduc-
tivity is important to know in order to determine the bulk transverse thermal conductivity of
the CFRP.
4.11 Summary
A 1-D steady state heat conduction system at room temperature has been designed, built
and reported in this chapter. Heat loss by radiation has been corrected and convection has
been neglected. Measurements of epoxies such as Hysol EA9396, Dow Corning SE4445 and
Epolite FH-5313 have been performed and the results agree well with literature values. The
measurement system has been used to measure the thermal resistances and conductivities of
PocoFoam and Allcomp foam. The thermal conductivities obtained by the transverse system
are generally lower than those obtained by the in-plane system at room temperature. As
expected, the thermal conductivities of PocoFoam are not isotropic for a given temperature.
An anisotropy in the thermal conductivities has also been observed for Allcomp foam that
was expected to be isotropic. A measurement was performed on a K13D2U specimen and
the result was found to be equal to 1.20§0.02 W/mK.
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Mechanical Measurements
After investigation of the thermal properties of the silicon module’s support structures, it is
important to ensure that these structures are dimensionally and structurally stable in order to
enable accurate track reconstruction. As seen in ﬁgure 4.14, apart from the aluminium cool-
ing pipe, (US design), the core of the stave consists of PocoFoam, honeycomb and carbon
ﬁbre reinforced polymer. The bulk of the materials used in the stave design are of low mass
and the total mass of the stave is evaluated to be between 600g and 800g. The mounting of
the stave inside the barrel is designed in a way that the total load applied on the stave consists
of the stave’s own load coupled with the thermal force created by the cooling of the pipe and
the heating of the silicon sensors. Due to the stave’s low mass combined with the thermal
induced force, it is estimated that the maximum stress applied on the stave is around 30MPa.
Furthermore, this maximum stress is expected to occur at the pipe to foam interface.
The CFRP skins provide bending stiffness modules to a face to attach the stave to the
macro-support structure of the tracker barrel. The ﬁxture points are attached to “C-channels”
which run along the long edge of the stave. The C-channel design is beyond the scope of this
thesis and will not be discussed in this study. The CFRP skins are subject to tension and/or
compression and are largely responsible for the strength of the stave. The function of the
honeycomb is to support the skins so that they do not buckle (deform) and stay ﬁxed relative
to each other. The honeycomb will experience mostly shear stresses (sliding) as well as
some degree of vertical tension and compression. There will not be any investigation of the
honeycomb in this thesis. PocoFoam is important because of its good thermal performances,
i.e high thermal conductivity. Like the honeycomb, the PocoFoam will experience shear
stresses as it is located between the CFRP skins. PocoFoam also suffers large shear stress
due to the differential thermal expansion between the CFRP skins and the cooling pipe, both
of which the foam is glued to.
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Figure 5.1: Overview of the bending of the stave along its longitudinal axis, the PocoFoam
is not shown
Figure 5.2: Detailed view of the forces involved in the bending of the stave shown in ﬁg-
ure 5.1
5.1 Motivations
The mass of the stave will create a self deﬂection of the stave resulting several forces in-
cluding bending forces at the ends of the stave. The self deﬂection causes tension and com-
pression stresses in the CFRP skins and the creation of shear stress in the honeycomb and
PocoFoam, see ﬁgure 5.1. The induced thermal force will create an additional shear stress
between the PocoFoam and the pipe.
The bending forces cause the stave to stretch below the neutral axis and to compress
above the axis as illustrated on ﬁgure 5.2. The neutral axis experiences zero stress and strain.
As the stave bends, both the core and the skin elongate and shrink linearly from the neutral
axis. The “black” solid line represents the new section of the stave after bending. Because
the CFRP skins are ﬁrmly glued to the honeycomb and the PocoFoam, both the core and the
CFRP skins stretch similarly at the glued junction. It is worth noting that, although the CFRP
skins and the core stretch equally at the skin/core boundary. The honeycomb, PocoFoam and
carbon ﬁbre reinforced polymer have different physical properties and therefore will react
differently to the created elongation.
In engineering terms, the ratio of the elongation (¢L) to the original length (L0) is called
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Figure 5.3: Overview of the stress distribution along the cross section of the stave
“strain”, ², and expressed as
² =
¢L
L0
(5.1)
Knowing the strain, the stress in both the core and the skins can be determined. The
stress is expressed by equation 5.2, where E is the material’s modulus of elasticity (Young’s
modulus). Young’s modulus describes the material’s response to linear strain and it is a
measure of the stiffness1 of a material.
¾ = E² (5.2)
It is known from the available literature that CFRP has larger modulus than the hon-
eycomb and the PocoFoam. Therefore, given an equal strain at the glued junction in the
different materials, it is clear that a larger stress will be created in the CFRP skins. The dis-
continuity of the stress at the skin/core boundary is an indication that the carbon ﬁbre skins
absorb far more tension and compression than the honeycomb and PocoFoam, see ﬁgure 5.3.
A preliminary ﬁnite analysis of the UK stave performed with ANSYS shows that the self
deﬂection is small and can be neglected when the stave is supported with ﬁve points along
one edge and two points on the other edge2. Additionally, the analysis shows that the cooling
pipe detaches itself from the PocoFoam due to the induced thermal force. Figure 5.4 shows
the cooling pipe embedded and glued into the PocoFoam. It is worth noting that the material
properties, such as Young’s Modulus, shear modulus and yield stress, used in the analysis are
taken from the available literature. These values are generally obtained from measurements
at high stress up to failure. In order to understand well and be able to interpret the outcome
of the Finite Element Analysis performed on the stave, it is necessary to use in the simulation
the material properties obtained at the expected low stresses.
The aims of this chapter are to:
1Stiffness is the resistance of an elastic body to deﬂection or deformation by an applied force. It is an
extensive material property.
2https://twiki.cern.ch/twiki/bin/view/Sandbox/TrackerExchange?topic=TrackerExchange - 18th August
2008
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Figure 5.4: Overview of the cooling pipe embedded and glued into the PocoFoam
² design and construct a mechanical jig that can be adapted to a conventional testome-
ter to achieve accurate measurements of pure mechanical properties, such as Young’s
modulus, at low stress. The function of the jig is to reduce signiﬁcantly the parasitic
effects present in the measurement
² measure pure compressive and tensile Young’s moduli and yield strengths of materials
such PocoFoam and CFRP
² measure the shear modulus, (G), of PocoFoam
The measurements were performed at room temperature and at low stress, up to 30MPa.
The values obtained from the measurements will be compared to text book values and the
yield stress will be compared to the stress values simulated for the stave. The stave design
will be concluded dimensional stable only when the stresses applied on the materials of the
stave are less than the corresponding yield strength.
In this chapter, the important aspects of stress and linear elastic regions are ﬁrst intro-
duced. This is followed by a detailed explanation of the origin of the parasitic effects present
in the measurement system which are the causes of the non-achievement of the elastic re-
gion, when measurements are performed at low stress. Additionally, detailed explanations
of the design of the jig that was used to reduce signiﬁcantly these parasitic effects are given,
together with experimental results of CFRP and PocoFaom. Finally, a method for measuring
the shear modulus of PocoFoam is presented together with experimental results.
5.2 Conventional Measurement of Young’s modulus
Tensile measurement is probably the most important test of a material’s mechanical response
and it is used to determine the Hookean region of elastic bodies3. Tensile and compressive
3In a Hooke body, stress is directly proportional to strain. The relationship is known as the Hooke’s law and
the behaviour is referred to as Hookean behaviour
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Figure 5.5: Schematic illustration of tensile tests
properties indicate how the material reacts to an applied force. Compression tests are rela-
tively less complex to perform than tensile measurements. These measurements are carried
out to determine mechanical properties including Young’s modulus and yield strength.
Tensile measurements were performed by placing a carefully prepared specimen inside
a conventional testometer. The specimen is thereafter submitted to a force in tension in a
controlled way. The applied force and the elongation of the specimen are recorded simul-
taneously. Figure 5.5 presents a simpliﬁcation of the measurement process and shows the
dimensional changes of the specimen. A0 and L0 are the original cross section area and the
original length of the specimen, A and L are the actual corresponding dimensions under the
force, F, applied to the specimen and ± is the elongation of the specimen.
The main derivation of a tensile measurement is a force versus elongation curve, which is
converted into a stress versus strain curve. The engineering stress, ¾(e), is the applied force
F divided by the original cross section area A0;
¾(e) =
F
A0
(5.3)
When true stresses based on the actual cross sectional area of the specimen are used, the
stress-strain curve increases continuously until fracture. The stress-strain curve relates the
applied stress to the resulting strain and each material has its own unique stress-strain curve.
Figure 5.6 shows a stress-strain curve of a Hooke’s body.
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Figure 5.6: Schematic illustration of common stress-strain of Hooke’s bodies [81]
5.2.1 Hookean Region
The Hookean region is characterised by a linear relationship between the stress and strain
indicating that no plastic deformation is occurring. When the applied force is reduced, the
specimen returns to its original shape and dimensions. This region is commonly called the
linear-elastic region.
5.2.2 Yield Strength
If the loading of a test specimen is discontinued below point A, in ﬁgure 5.6 and the load is
removed, the stress and strain retraces line OA back to the origin. The proportional limit is
the highest stress at which stress is directly proportional to strain. Above the proportional
limit, both elastic and plastic strains occur as indicated by the curve segment AB. When
the point B is reached and the load is gradually removed, the stress and strain now follow
the line BE. Once the stress reaches zero, the elastic strain disappears and the plastic strain
(OE) remains. The reloading of the specimen now follows the line EBC. In other words,
a small amount of plastic strain raises the proportional limit from A to B and is followed
by an increase of the yield strength. The yield strength is the smallest stress required to
produce plastic deformation. The yield strength obtained by offsetting the line OA by 0.2%
is commonly used for engineering purposes because it avoids the practical difﬁculties of
measuring the proportional limit.
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Figure 5.7: An example of stress-strain graphs obtained from the two cameras after a low
stress tensile test. The test was performed on an aluminium specimen using a universal
testometer
5.3 Parasitic effects in the measurement of stress-strain
At low stress, the determination of the linear-elastic region of Hookean bodies for the cal-
culation of Young’s modulus has proven to be difﬁcult to obtain with a universal testometer.
In order to understand the factors working against the determination of the linear-elastic re-
gion, a video extensometer system4 was used to record strains inside a specimen during the
measurements. The system consists of two cameras positioned to face each surface of the
specimen. A ﬂat specimen is placed inside a universal testometer and a tensile test is per-
formed. The data recorded from each camera were used to establish a stress-strain curve for
each surface of the specimen.
It is clear that the stress-strain graphs shown in ﬁgure 5.7 are not similar, which explains
that the specimen surafces behave differently, especially at stress below 10MPa. The surface
faced by the camera 1 exhibits a tensile behaviour while the other surface exhibits a com-
pressive behaviour. Above 10MPa, both surafces display a similar tensile behaviour. The
Young’s moduli obtained from the two surfaces are 54GPa and 49GPa for surface 1 and 2,
respectively. These Young’s moduli are below the well known average value of 70GPa for
aluminium available in literature.
The reasons for the different responses of the surfaces in the beginning of the test were
found to be caused by two major factors:
² Misalignment between the force applied and the centre line of the specimen
4Operation procedure is explained in section 5.5
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Figure 5.8: Illustration of misalignment between the centre line and the applied force
² Twistingofthespecimencausedbythemannerthespecimenisgrippedbythetestome-
ter
5.3.1 Misalignment
Tensile measurements during which the applied force is offset from the centre line, as shown
in ﬁgure 5.8, result in compression of one face of the specimen (A) and tension of the other
(B). As a consequence, the values obtained from these tensile measurements do not reﬂect
the pure “tensile” properties.
5.3.2 Twist
Conventional testometers are designed in a way that the ends of the specimens are clamped
tightly in order to position them ready for measurement. These applied forces on the ends of
the specimens cause considerable twist in the specimens.
Itisworthnotingthatmisalignmentandtwistareinsigniﬁcantduringconventionaltensile
measurements. Conventional measurements, designed to be performed with relatively high
stress until failure of the materials occur, use large forces such that the effect of misalignment
and twist are negligible. However, misalignment and twist effect signiﬁcantly measurements
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Figure 5.9: View of a specimen used in the jig
performed at low stress and appear as parasitics that corrupt the results. There is therefore a
need to get the parasitics remedied. This was achieved by designing a jig and adapting it to
a conventional testometer.
5.4 Jig Description
A jig was designed (by me) to correct the misalignment between the applied force and the
centre line of the specimens under investigation. The clamping mechanism to hold the spec-
imens ready for measurements was also improved in order to achieve tensile measurements
with no twist in the specimens. The jig was mounted into a conventional testometer and
becomes a vital component of the measurement system. Unlike in conventional techniques,
specimens are placed directly inside the jig. Figure 5.9 shows a specimen that will be used
inside the jig together with optical contrast targets used with the video extensometer system.
The jig consists of, see ﬁgure 5.10:
² two shafts containing four linear bearings each that constrain the specimens to pure
vertical movements. Two cylindrical pins are ﬁxed on each shaft in such away that
they constrain the specimens in the desired vertical position inside the jig. A cylin-
drical threaded tube is mounted on each shaft and constrains the applied force to be
aligned with the centre line of the specimen. In addition, the cylindrical threaded tube
contributes to obtain the desired vertical position of the specimen by pressing the spec-
imen against the inner vertical walls of the jig. The lower shaft is ﬁxed onto the bottom
of the jig, whereas the upper shaft moves upward and stretches the specimens when
force is applied.
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Figure 5.10: Overview of the jig
² four parallel cylindrical bars that constrain the upper shaft to vertical movements.
² top and bottom plates of the jig assure that the four cylindrical bars stand parallel.
Additionally, the top plate constrains the applied force to be parallel to the specimen.
5.5 Measurement Procedure
For rigid materials, the strain can be measured by using conventional “clip-on” mechanical
extensometers or foil strain gauges bonded to the specimen. However, these devices are not
usually suitable for the measurement of materials such as ﬁbres and foams as their weight
and method of attachment can inﬂuence the results.
Various non-contacting systems such as mechanical driven optical followers and laser
extensometers are available5, but these systems do not possess the necessary resolution for
the accurate determination of material properties at low strain levels. A video Extensome-
ter System was used for the strain measurement in this thesis. This system has numerous
advantages including:
5www.sensorland.com
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² No inﬂuence on the measured specimen
² Directly measures strain
² Can measure strain up to failure
² Arbitrary choice of gauge length and operating range (Specimens can be any length
from millimetres to metres)
² Allows simultaneous measurement of transverse strain
² Allows measurement of materials such as cables, thin foils, ﬁbres, foams and compos-
ites
² No moving parts to wear out
² No errors due to inertia of moving parts
5.5.1 Video Extensometer
The system consists of two cameras that allow the in-built features to be easily adjusted in
order to obtain the best images. The cameras are placed on opposite sides of the specimen at
an equal distance from the specimen’s face, see ﬁgure 5.11. The cameras are connected to a
“frame-grabber” interface card, controlled by PC Windows 9x/2000/NT based software. The
video extensometer PC is directly connected to the tensile testing machine’s analogue load
signal, sothatloadandstrainvaluesaresavedsimultaneously. Inaddition, theanalogueinput
signal is scaled so that the monitor also provides a real time digital display of applied load.
The extensometer can be controlled automatically from the measuring system computer or
manually with the Windows 9x/2000/NT based software using the extensometer PC. In the
case that the operation is done manually, both the start and end measurement load values are
input and the data in between are automatically saved in a tab ASCII format6.
5.5.2 Principles of operation
The jig is mounted into a extensometer together with two load cells. One S type load cell,
IP67 tension/compression, indicates the amount of force applied by the testometer. The other
load cell (Universal load cell, Miniature metric, 25 to 35 mm diameter) displays the actual
load on the specimen responsible for the strain recorded by the video extensometer system.
The load cells require to be well calibrated to each other in order to achieve satisfactory
results. The cameras are rigidly ﬁxed on a support and focused on a target of high contrast
(for example black tape) mounted on the specimen under test, see ﬁgure 5.11. It is worth
noting that the distance between each camera and the specimen must remain constant during
the measurement because any movement will alter the image size. This will erroneously be
interpreted by the software as a change in the specimen size. In the case that the cameras
6https://www.nottingham.ac.uk
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Figure 5.11: Overview of the jig adapted to a conventional testometer
and the surfaces of the specimen are not placed orthogonal, the software will misinterpret
eventual angles between the focus and the contrast targets as elongation. The specimen is
illuminated on both sides with a constant and similar luminosity lights during the measure-
ments and this is achieved by using separate and similar external lights. Self adhesive targets
are placed on the specimen, see ﬁgure 5.9. It is important that the targets create a sharp and
as great a contrast difference as possible to ensure correct automatic target recognition and
tracking. The target position is detected at the edge of a contrast transition. It is therefore
not affected by the changes in target width.
Thevideoextensometerusedinthisstudyemploysastrainsensitivityoftheorderof10¡5
and operates by capturing video images. The video system ﬁnds the edges of the contrast
transition (gauge marks) and calculates the distance between them before the measurement
begins (original length). During the measurement, a real time processing algorithm runs
and calculates the actual distance between the gauge marks. The video system subtracts the
original length from the actual distance of the gauge marks to ﬁnd the elongation. Finally,
it calculates the strain by dividing the elongation with the original length. It is worth noting
that the rate of cross-head movement for all the measurements in this study is 0.5mm/minute.
Appendix C shows the specimen and the jig mounted into a conventional testometer and
ready for measurements.
5.6 Calibration
The measurement system described in this study was ﬁrst used to determine the Hookean re-
gion of a specimen made of aluminium to calculate its tensile Young’s modulus. Aluminium
being a material with well understood mechanical properties, it serves to demonstrate that
the measurement system operates well and achieves satisfactory results. The measurement
is performed at room temperature and on a specimen with cross section area of 17.73mm2
107CHAPTER 5. MECHANICAL MEASUREMENTS
Figure 5.12: Stress strain graph for aluminium captured by camera 1. The linear ﬁt to calcu-
late the Young’s modulus is shown.
between the optical contrast targets. Schmid E. and Boas W. [82] report that the Young’s
modulus of aluminium ranges between 62.7GN/m2 and 75.4GN/m2.
The tensile measurement of aluminium shows a good degree of similarity for results
obtained by both cameras, see ﬁgure 5.12 and ﬁgure 5.13. This means that both surfaces of
the specimen response equally to the tensile force applied on the specimen which implies that
only pure tensile forces act. This conﬁrms that the jig has removed the bending and twisting
forces applied in the specimen during the measurements, which caused a disagreement of
the ﬁrst set of results reported by the cameras.
TheYoung’smodulicalculatedfromcamera1andcamera2are74§0.25GPaand71§0.25GPa,
respectively. The results obtained from the surfaces of the aluminium specimen agree well
within 4% with each other. The average Young’s modulus value measured is 72.5§GPa and
agrees well with literature values.
It is worth noting that the lights used during the measurements are two portable table
lamps that can be sometimes difﬁcult to position satisfactorily in order to achieve the same
illumination intensity on both surfaces of the ﬂat specimen. The small change in strains
between the two cameras indicates that the lightnings on the surfaces of the specimen are not
constant.
The jig is considered as an accurate and reliable tensile measurement system compo-
nent that achieves satisfactory Young’s modulus values at low stress. It will therefore be
used in this study to determine the Young’s moduli of carbon ﬁbre reinforced polymer and
PocoFoam.
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Figure 5.13: Stress strain graph for aluminium captured by camera 2. The linear ﬁt to calcu-
late the Young’s modulus is shown.
5.7 Young’s Modulus of CFRP and PocoFoam
Tensile measurements of PocoFoam and CFRP specimens are performed in this section. The
PocoFoam specimen has a density of 0.56g=cm3 and it is manufactured by Poco Graphite
in France. The measurements of the CFRP are performed on two carbon ﬁbre reinforced
polymers with different ﬁbre orientations. One CFRP specimen is a uni-directional prepreg
with a 3 layer lay up structure with ﬁbres running along directions 90/0/90. It uses K13C2U
pitch carbon ﬁbres with RS-3C cyanate ester/resin and has 168 grams per square meter areal
weight with 32% resin content. The other CFRP is a quasi isotropic skin 0/60/-60 and it was
used in the design of the wing of the current ATLAS SCT end cap support structure.
5.7.1 Carbon Fibres
During the R&D stage for the design of the current ATLAS SCT end cap, tensile measure-
ments of the isotropic -60/60/0/0/60/-60 CFRP were performed at the Engineering Research
Laboratory (MERL)7 and Young’s modulus values between 109GPa and 116GPa were mea-
sured. It was reported that these measured values were aligned with the recommended value,
which is around 114GPa. Both the recommended Young’s modulus value and the Young’s
modulus value measured at the Engineering Research Laboratory were certainly obtained
by performing tensile measurements with conventional testometers, since there was no men-
tion of low stress measurements. The current ATLAS SCT End cap was designed with the
Young’s modulus value for CFRP of 114GPa. This Young’s modulus value is acceptable be-
cause of the magnitude of stress involved in the current design. Because of the low stress that
the stave of the ATLAS upgrade will be submitted to, measurements of the Young’s modulus
of the CFRP at corresponding low stress values were made. The obtained values, if different
7https://www.usbr.gov/pmts/materials-lab
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Figure 5.14: Linear-elastic region of carbon ﬁbre specimen (-60/60/0/0/60/-60) calculated
by camera1
from the value obtained at high stress, will contribute to a better understanding of the stave
mechanical behaviour. In case the values are similar it will be established that there is no
difference between the Young’s moduli of CFRP obtained at low and high stress.
5.7.1.1 Experimental Results
Figure 5.14 and ﬁgure 5.15 show the stress-strain curves recorded by the two cameras for
the 0/60/-60 CFRP specimen. The values of the Young’s modulus extracted from a linear
ﬁt to the data are 110§1GPa and 108§2GPa for camera 1 and camera 2, respectively. The
CFRP specimens measured in this study have a constant cross section area of 2.737mm2
between the optical contrasts targets. The results of the tensile measurements of CFRP -
60/60/0/0/60/-60 and 90/0/90 are presented in table 5.1.
Charles W. Marschall and Robert E. Maringer [?] report also that the elastic modulus of
structural materials diminishes gradually with the increase of temperature inside the speci-
men. This reduction of the elastic modulus is an expected consequence of the small increase
in atom spacing associated with the greater atom vibration that accompanies heating. They
claim that for elastic strains, tension produces a decrease of temperature and compression
produces an increase of temperature in the measured specimen. This implies that the com-
pressive elastic modulus is less than the tensile elastic modulus for a given material. The
forces applied on the specimen at low stress are so small that the temperature inside the
specimen does not decrease appreciably during the tensile measurements. Based on this
knowledge, elasticity moduli values measured at low stress are expected to be slightly lower
or equal to the elasticity moduli obtained with conventional methods.
TheYoung’smodulusvaluesfor-60/60/0/0/60/-60and90/0/90thatareusedandassumed
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Figure 5.15: Linear-elastic region of carbon ﬁbre specimen (-60/60/0/0/60/-60) calculated
by camera2
correct at the Brookhaven National Laboratory (BNL) in the USA are 114GPa and 125GPa,
respectively. These values were obtained at high stress. The corresponding measured values
are 109GPa and 126GPa, respectively. There is good agreement between these values. In
conclusion, the Young’s modulus value of CFRP at low stress is equal to the Young’s modu-
lus value obtained with high stress. In consequence, the CFRP’s Young’s modulus measured
at high stress can be used to undertake precision design of the stave.
5.7.2 PocoFoam
PocoFoam is a low density carbon graphite foam with mechanical properties that are not
well understood. The majority of the research performed on PocoFoam is oriented towards
its thermal properties, which have great performances. There are no documented recom-
mended PocoFoam’s mechanical properties that can be used as a reference. However, having
achieved good agreements using the jig between the recommended and the measured values
of the Young’s moduli of CFRP and aluminium, it is believed that accurate and reliable
Young’s modulus values of PocoFoam can be obtained. The measurements are performed
on PocoFoam specimens with a density of 0.56g=cm3.
PocoFoam is fragile and does not require much force applied on it before fracture occurs.
It is impossible to measure PocoFoam directly inside the jig by machining and shaping the
specimen as shown in ﬁgure 5.9 and obtain accurate results. Another technique is therefore
used to prepare and make the PocoFoam specimen ready for measurements. Rectangular
PocoFoam specimens were cut according to the direction that was investigated and glued
onto two aluminium pieces, as shown in ﬁgure 5.16. Measurements were performed in x, y
and z directions. The aluminium pieces have equal dimensions with the ends of the specimen
shown in ﬁgure 5.9. The thickness of the PocoFoam specimens investigated in this study is
around 4mm and the glue used is Araldite 2011. The PocoFoam specimen is glued onto
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Table 5.1: Young’s modulus values of CFRP -60/60/0/0/60/-60 and 90/0/90. 97MPa(¤) is
not taken into consideration in the calculation of the average value because this value was
measured when the portable table lamp slipped from its position
Measured tensile Average BNL Values used
CFRP modulus tensile modulus values in current simulation
(GPa) (GPa) (GPa) (GPa)
0± tensile 110
modulus 97(¤) 109 114 112
0/60/-60 110
108
0± tensile 124
modulus 124 126 125
90/0/90 124
132
the aluminium ends and the assembly is put into an oven for 30 minutes at a temperature of
100±C. The optical contrast targets are placed directly on the PocoFoam away from its ends.
This constrains the cameras to capture the displacement occurring only in the PocoFoam and
not in the glued region.
5.7.2.1 Experimental Results
The stress-strain results, shown in ﬁgures 5.17 and 5.18 show that the surfaces of the Poco-
Foam specimen faced by the cameras do not behave similarly below 0.3MPa. This is not yet
understood.
It appears that PocoFoam behaves non-elastically in the region up to 0.3MPa. The
Young’s moduli values obtained by the cameras in this region do not agree with each other.
This phenomenon is observed during the tensile measurements of all the three directions of
the PocoFoam specimen. It can be explained by the spacing out of the highest cell layer
that is directly in contact with the tensile force applied on the specimen. This is followed
almost immediately by the spacing out of the next cell layer and the phenomenon propagates
through the specimen to the lowest cell layer. All the successive cell spacings take place until
all the layers are individually spaced out to a certain level. This is achieved with a stress of
0.3MPa. Below that stress level, Young’s modulus values of two specimens are not similar
due to the random bubble’s creation during the PocoFoam foaming process. From 0.3MPa to
0.6MPa, the cells elongate uniformly and together. Measurements of the Young’s modulus
of two specimens are similar and repeatable in that stress range. Above the stress of 0.6MPa,
the slopes of the curves of two specimens are different, hence different Young’s modulus val-
ues. This is an indication that permanent deformation occurs immediately after 0.6MPa. The
ultimate yield strength is observed at around 0.8MPa followed shortly by failure at around
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Figure 5.16: Overview of pocoFoam glued to aluminium ends
Figure 5.17: Stress-strain curve for PocoFoam captured by camera 1. The linear ﬁt to calcu-
late the Young’s modulus was performed over the blue region of the graph.
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Figure 5.18: Stress-strain curve for PocoFoam captured by camera 2. The linear ﬁt to calcu-
late the Young’s modulus was performed over the blue region of the graph.
0.85MPa. Table 5.2 present the results of the tensile and compressive measurement per-
formed on PocoFoam specimens. The obtained values agree well with the values reported
by Delsen Testing Laboratory, Inc8. Delsen Inc. is the testing Laboratory that investigates
the materials involved in the US stave design.
The tensile Young’s modulus value in the z direction appears to be three times higher
than the Young’s moduli value obtained in the x and y directions. The compressive Young’s
modulus is twice the value of the modulus measured for the y direction. The considerable
difference between the moduli in the z direction and the other directions were expected
because of the elongation of the foam in that direction. As shown in table 4.6, the elongation
of the foam in the z direction causes the thermal conductivity to be almost two and half times
higher than the thermal conductivities in the other directions.
5.8 Shear Modulus of PocoFoam
The shear modulus is a measure of the ability of a material to resist transverse deformations.
It describes the material’s response to shearing strains. The shear modulus is the elastic
modulus used in the calculations during deformations caused by an applied force parallel to
one surface of an object when the opposite surface is held ﬁxed by another equal force. In the
case where an object of height L, with cross sectional area A, experiences a force F parallel
to one surface and is held at the lower surface, the surface subjected to the force F (sheared
8www.delsen.com
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Table 5.2: Summary of results of tensile and compressive measurements performed on a
PocoFoam specimen of density equal to 0.56g/cm3
Measured Average Yield Ultimate YM used
Test Direction YM measured YM strength yield strength for modeling
(MPa) (GPa) (MPa) (MPa) (GPa)
1122
1070
x 1102 1.1§0.27 0.6§0.03 0.8§0.03 1
1142
1212
Tension y 1440 1.3§0.27 0.6§0.03 0.8§0.03 1
4115
3488
z 4071 3.8§0.27 1§0.03 2§0.03 4
3470
983
991
y 1188 1.07§0.08 - - -
Compression 1111
2130
2140
z 2190 2.15§0.02 - -
2140
surface) will move a distance ¢X, see ﬁgure 5.19. The created shear stress (¿) is deﬁned as
the magnitude of the force per unit cross sectional area of the surface being sheared (F/A).
¿ is applied parallel or tangential to the surface being sheared, as opposed to a normal stress
which is applied perpendicularly. The created shear strain is deﬁned as ¢X/L.
The shear modulus is mathematically deﬁned as the ratio of the stress to the strain and
expressed as follows
G =
shearstress
shearstrain
=
F
A
L
¢X
(5.4)
It is clear from equation 5.4 that, the bigger the shear modulus the more rigid is the
material since for the same change in horizontal distance (strain) a bigger force (stress)
is needed. That is the reason why the shear modulus is sometimes called the modulus of
rigidity. There is no change in volume of the material during the deformation. The planes of
atoms merely slide sideways over one another. The block is ﬁxed and does not move from
its position at the base. This implies that an equal force F that is not shown on ﬁgure 5.19 is
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Figure 5.19: Schematic illustration of a shear test
applied at the lowest surface.
The coolant temperature of the stave during the operation of the inner tracker is around
-27±C [94]. The considerable amount of heat generated from the silicon modules during the
operation of the ATLAS inner tracker will create a signiﬁcant temperature gradient between
the cooling ﬂuid and the silicon modules. M. Gilchriese et al. reported after an ANSYS
analysis that this temperature difference will affect the stave design by causing the cooling
pipe to detach itself from the PocoFoam. The separation is not caused by failure of the glue
layer applied between the PocoFoam and the pipe but by breaking the PocoFoam ligaments.
This implies that the thermal induced stress in the PocoFoam is greater than the PocoFoam’s
shear modulus. It is worth noting that the shear values used in this analysis are obtained
from the available literature. It is therefore necessary to determine the shear moduli of the
PocoFoam at low stress and use them as ANSYS input values in order to interpret well the
analysis. Knowledge of the accurate shear modulus of the PocoFoam will also improve the
stave design by keeping the thermal induced shear stress lower than the allowable shear stress
value.
5.9 Measurement Technique
Many shear testing methods exist and can be used for the measurement of shear modulus
of different materials. Nevertheless, the shear measurements of PocoFoam exhibit some
restrictions such as thickness and size, therefore a suitable measurement technique must be
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utilised. Methods such as ISO 11003-29, ISO 192210 and ISO 1827:200711 are investigated
in order to use the most suitable one for the measurement of the shear modulus of PocoFoam.
These methods are assumed to be the most suitable available.
5.9.1 ISO 11003-2 Shear behaviour of structural adhesives
This method requires that the maximum thickness of the structural adhesive under investiga-
tion lies around 0.8 mm. The machining of PocoFoam with a thickness less than 1mm can
be achieved, however concern is raised about the state of the ligaments, hence the stiffness
of the specimen. It is considered that the specimen will be very fragile and it will be easy to
damage further the ligaments during the handling of the specimen. Due to this reason, the
ISO 11003-2 method is considered not suitable for the shear measurement of PocoFoam.
5.9.2 ISO 1922 Shear modulus of cellular plastics
PocoFoam is usually manufactured in the form of sheets with dimensions approximating
250mm x 250mm x 25mm. The measurements of the shear modulus can only be performed
in the x and y directions and not in z direction. The actual cost of PocoFoam is around
3000USD per sheet. This method requires the use of PocoFoam pieces that are 250mm
long. The measurement of one specimen in each of the x and y directions requires the
purchase of at least two sheets. Considering the high cost involved in using this shear testing
method, the measurement system described in ISO 1922 is considered unsuitable for the
shear measurement of PocoFoam.
5.9.3 ISO 1827:2007 Shear modulus of rubbers
This method tolerates no rotation of the rubber pieces under investigation and requires four
elements with dimension around 25mmx25mmx4mm. It is important for the PocoFoam
pieces under investigations not to rotate in order to achieve pure shear properties. The
availability of PocoFoam pieces at the dimensions mentioned earlier, makes the test piece
arrangement shown on ﬁgure 5.20 to be considered suitable for the shear measurement of
PocoFoam.
The technique used to measure the shear modulus of rubbers is utilised in this study
to measure the shear modulus of PocoFoam. The measurements are preceded by carefully
preparing the test specimens. This includes the machining of the PocoFoam pieces according
to required dimensions, gluing the pieces with Araldite 2011 inside the test arrangement and
9ISO 11003-2:1993, Determination of shear behaviour of structural bonds
10ISO 1922:2001, Rigid Cellular plastics - Determination of shear strength
11BS ISO 1827:2007, Rubber, vulcanized or thermoplastic - determination of shear modulus and adhesion
to rigid plates, quadruple-shear methods
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Figure 5.20: Schematic illustration of the test piece arrangement for the measurement of the
shear modulus of rubbers. (1) Two external plates, (2) two internal pulling devices and (3)
pin and ﬁxture for tensile loading
curing the whole arrangement in an oven at 80±C for 30 minutes. Figure 5.21 shows a ready
PocoFoam arrangement for the measurement of shear modulus.
5.10 Calculation of the Shear Modulus
The determination of the shear modulus is obtained by acquiring the shear strain ° and the
shear stress ¿. The units are in N=cm2. In this section ISO 1827:2007 is used as reference
to the mathematical expressions.
The shear strain is calculated from the following expression
° =
d
2c
(5.5)
where
d is the deformation, in millimetres, of the test piece. c is the thickness, in millimetres,
of one PocoFoam element.
The calculation of the shear stress is performed by the following expression
¿ =
F
2A
(5.6)
where
118CHAPTER 5. MECHANICAL MEASUREMENTS
Figure 5.21: Overview of the PocoFoam arrangement for measurement of the shear modulus
F is the force, in newtons where A is the glued area, in square millimetres, of one face
of one PocoFoam element.
Finally, the value of the shear modulus is calculated by dividing the shear stress by the
shear strain,
G =
¿
°
(5.7)
5.11 Measurements
The measurement of the shear modulus of PocoFoam is performed by utilising the conven-
tional testometer and the video extensometer system mentioned earlier and shown in ﬁg-
ure 5.11. The optical contrast targets are attached one each on the two aluminium pulling
device. This constrains the cameras to measure only the strains appearing in the PocoFoam
ligaments caused by the upward movement of the upper aluminium pulling device. Mis-
alignment between the force applied and the centre line of the PocoFoam arrangement to-
gether with twist have been identiﬁed and remedied by the design of the arrangement, see
ﬁgure 5.22.
5.11.1 Experimental Results
The measurements of the shear modulus were performed on PocoFoam pieces that have a
density of 0.56g/cm3. Measurements were performed at room temperature with a maximum
force of 450N applied to the PocoFoam arrangement. The results obtained for one of the
119CHAPTER 5. MECHANICAL MEASUREMENTS
Figure 5.22: Overview of the PocoFoam arrangement mounted into a conventional testome-
ter
Figure 5.23: Shear linear-elastic region of PocoFoam captured by camera1. The linear ﬁt
used to calculate the Young’s modulus is performed over the region shown by the red data
points.
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Figure 5.24: Shear linear-elastic region of PocoFoam captured by camera2. The linear ﬁt
used to calculate the Young’s modulus is performed over the region shown by the red data
points.
shear measurements of Pocofoam in the y direction is shown in ﬁgure 5.23 and ﬁgure 5.24.
On these ﬁgures, it is observed that the shear stress-shear strain curves are not linear at the
beginning of the measurements until the shear stress reaches the value of 0.2MPa. This
phenomenon is observed during the shear measurements of PocoFoam in the x, y and z
directions. It appears that the shear force applied onto the PocoFoam causes the outer cell
layers to slide ﬁrst. The increase of the shear force increases progressively the number of
sliding cell layers. All the cells get slid sideways to a certain level when the stress applied
on the PocoFoam pieces is around 0.2MPa. Above this stress value, the shear stress and the
shear strain exhibit a linear relationship. The measured shear moduli are repeatable for shear
stress values between 0.2MPa and 0.45MPa, and agree well with each other within 8%. A
summary of the PocoFoam shear modulus measurements is presented in table 5.3.
5.12 Summary
Young’s modulus measurements of CFRP (0/60/-60) and CFRP (90/0/90) together with
PocoFoam have been performed at low stress and at room temperature using a jig designed
to remedy the misalignment and twist occurring during the measurements. The jig is adapted
to a conventional testometer and has successfully contributed to the achievement of the elas-
tic linear region in the stress-strain curves. The measured Young’s modulus value of CFRP
(0/60/-60) agrees well with the previously reported value measured at high stress to within
4.6% . However, as expected the value is slightly lower than the manufacturer’s value [89].
The results obtained at low stress show that the Young’s modulus value of a given CFRP is
constant and independent of the magnitude of stress applied during the measurements.
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Table 5.3: Summary of the PocoFoam shear modulus measurements performed on Poco-
Foam of density 0.56g/cm3
Measured Average
Test Direction modulus modulus
(MPa) (GPa)
1331.1
973.07
x 1012.6 1.04§0.16
861.73
1261.5
Shear 1369.5
y 988.92 1.16§0.16
1014.3
1840.3
1817.1
z 1613.5 1.75§0.16
1724.7
The results obtained from the measurements performed on the PocoFoam specimens
show that PocoFoam is mechanically anisotropic. As already observed in the thermal con-
ductivities, this mechanical anisotropy is expected due to the foaming process of PocoFoam.
The tensile and compressive Young’s modulus values are around 1.1GPa in the x and y di-
rections. In the z direction, the tensile and compressive Young’s modulus values are around
3.8GPa and 2.15GPa, respectively.
Shear modulus measurements of PocoFoam have also been performed at low stress and
at room temperature. The measurement method normally used to measure rubbers has been
used for the measurement of PocoFoam. The results obtained show that the shear modulus
values are equal in the x and y directions but differ for the value in the z direction. The values
obtained in x and y directions are similar to the tensile/compressive values at 1GPa but the
value in the z direction is around 1.75GPa.
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Thermo-Mechanical Measurements
Inpreviouschapters, thermalandmechanicalmaterialcharacterisationshavebeenperformed.
Pure thermal material properties such as thermal conductivities and thermal resistances have
been measured. Measurements of pure mechanical material properties such as yield strength,
shear and Young’s moduli have also been performed. During the operation of the inner
tracker, both heat and mechanical forces will act simultaneously on the stave components
which effect the stave design. An example of this combination of forces is the cooling of
the pipe and the heating of the silicon sensors that create a force along the length of the pipe
inside the PocoFoam. The thermally induced force can act as a shear force to the PocoFoam
and distort its structure including breaking its ligaments. This will result in a change of the
PocoFoam thermal properties including an increase of its thermal resistance. The transverse
thermal response of the stave design can be changed signiﬁcantly with a change of the actual
resistance of the PocoFoam.
The objective of this chapter is to acquire a detailed understanding of the impact that the
damaged PocoFoam ligaments can cause to the thermal performance of the stave. In order
to achieve this objective, measurements of an assembly called a sandwich, is performed.
The sandwich is shown on ﬁgure 6.1. It is important to reproduce in the laboratory con-
ditions similar to that present in the PocoFoam during the use of the inner tracker in order
to achieve accurate understanding of the behaviour of the thermal performance of the stave.
The sandwich is therefore designed with stainless steel, PocoFoam and carbon ﬁbre rein-
forced polymer in order to reproduce the core materials of the UK stave design. The glues
used in the design of the sandwich such as Hysol EA9396 and Hysol EA9396 + 35%BN are
strong candidates to be used in the stave design.
The sandwich consists of a PocoFoam piece of cross sectional area close to 1cm2 that
is glued with Hysol EA9396 on one side to a stainless steel piece and on the other side to
CFRP sheet with Hysol EA9396 + 35%BN. The CFRP is 200¹m thick with a 30mmx30mm
area. A 2mm thick piece of Tufnol is attached to the CFRP, see ﬁgure 6.1, to aid mechanical
attachment to the measurement apparatus. The thermal measurement system used in chapter
4 for the transverse thermal conductivity measurements is used in this study. The sandwich
is placed inside a wooden base that is machined in a way that the bottom surface of the sand-
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Figure 6.1: Solid Works model of the sandwich
wich (CFRP) is directly in contact to the lower copper bar. The CFRP and stainless steel are
glued with Hysol EA9396 on the lower copper bar and the upper copper bar, respectively. A
summary of the components involved in the design of the sandwich is presented in table 6.1.
Table 6.1: Summary of the components used in the design of the sandwich
Thickness Thermal conductivity
Component (¹m) (W/mK)
Solid components
Stainless steel 500 16
PocoFoam 2500 54
CFRP 200 1.2
Copper 370
Adhesives
Hysol + 35%BN 100 1.24
(PocoFoam to CFRP)
Hysol EA9396 20 0.28
(Poco to s/s, s/s to Cu, CFRP to Cu)
6.1 Measurement Principles
Resistance Temperature Detectors are used to record the temperature drop along the copper
bars. Two RTDs are attached on the copper bars, one on each side of the sandwich. Figures
6.2 and 6.3 show the position of the sandwich in the wooden base together with the RTDs
attached to the copper bars. The copper bars have the same cross sectional area as the Poco-
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Figure 6.2: Solid Works model of the sandwich placed inside the wooden base
Figure 6.3: Zoomed Solid Works model of the sandwich showing the RTDs on the copper
bars
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Foam specimen, of 1cm2. The PocoFoam specimen is placed in the measurement system in
a way that the vertical surfaces of the copper bars coincide with that of the PocoFoam speci-
men. This ensures a perfect alignment of the copper bars with the PocoFoam specimen. The
measurements are performed at room temperature with 1W applied on the heater. A ﬁshing
line with a diameter of 500¹m and maximum bearing load of 13.6kg is used to create a shear
force acting on the PocoFoam specimen. This is achieved by tying the stainless steel piece
to one end of the ﬁshing line and a mass to the other end. The ﬁshing line slides on a teﬂon
rod in order to hang the mass, see ﬁgure 6.2. To prevent the sandwich from being pulled out
of the wooden base due to a torque between the force on the ﬁshing line and the reaction
between the sandwich and the base, the Tufnol was clamped to the base at the opposite side
of the ﬁshing line attachment.
The measurements are performed in situ, meaning that the power is switched on and the
mass is increased and remains hung on the ﬁshing line during the measurements. Sufﬁcient
time is given to the heat ﬂow to fully develop and reach thermal equilibrium before temper-
atures are recorded. The average temperature of the two RTDs is kept as close as possible
to room temperature in order to maintain a sandwich temperature similar to the room. This
is done in order to minimise heat transfer by radiation between the sandwich and the room
temperature. As with previous measurements using the transverse measurement system, heat
transfer by convection is not considered because of the high position of the heater on the up-
per copper bar.
6.2 Results
TheresistancespresentedinthissectionarecalculatedandmeasuredfromtheHysolEA9396
gluing the upper copper bar onto the stainless steel piece to the Hysol EA9396 gluing the
CFRP to the lower copper bar.
6.2.1 Theoretically Expected Values
Equations 6.1 and 6.2 are used to calculate the individualresistances and the total resistance,
respectively, of the sandwich glued between the copper bars. ¢L is the thickness of the
component, k is the thermal conductivity of the component and A is the cross section area
equal to 1cm2. RHysol is the resistance of the Hysol, Rs=s is the resistance of the stainless
steel, Rpoco is the resistance of the PocoFoam, RHysol+BN is the resistance of the Hysol ﬁlled
with 35%BN and RCFRP is the resistance of the CFRP.
Rtotal =
¢L
kA
(6.1)
Rtotal = RHysol + Rs=s + RHysol + RPoco + RHysol+BN + RCFRP + RHysol (6.2)
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A summary of the expected resistances is given in table 6.2 and shows that the resistance
of the Pocofoam constitutes 12.29% of the total resistance of the sandwich.
Table6.2: Summaryofthe expectedresistances ofthe componenetsinvolvedin thesandwich
design
Component Expected Resistance
(K/W)
Hysol EA9396 0.65
(Cu to s/s)
Stainless steel 0.28
Hysol EA9396 0.65
(s/s to Poco)
PocoFoam 0.60
Hysol EA9396+BN 0.56
(PocoFoam to CFRP)
CFRP 1.51
Hysol EA9396 0.65
(CFRP to Cu)
Total Resistance 4.88
Percentage of PocoFoam (%) 12.29
6.2.2 Experimental Values
Measurements are ﬁrst performed with no pulling force applied to the PocoFoam in order
to measure the resistance across the sandwich and compare it to the theoretical expected
resistance value. After correcting the heat for the radiation loss, the sandwich exhibits a re-
sistance equal to 4.90K/W with a ¢T equal to 4.62±C. The measured total resistance value
agrees well with the expected value (4.88K/W). Thereafter, the pulling force acting on the
PocoFoam is increased progressively by adding more mass to the ﬁshing line. This increases
the shear stress and further measurements are performed. However, the resistance remains
unchanged until the shear stress reaches 0.5MPa and the sandwich resistance changes to
4.97K/W. Theoretically, this means that the resistance of PocoFoam increases by 15%, from
0.60K/W to 0.69K/W. Practically, this implies that no PocoFoam ligament breaks below the
shear stress value of 0.5MPa. This value is considered the yield shear strength of PocoFoam
above which plastic deformation of ligaments occurs. This yield shear value agrees reason-
ably well with the tensile yield strength measured in chapter 5. The yield shear value is
16.7% less than the obtained tensile yield strength (0.6MPa).
The resistance remains again unchanged at 4.97K/W with the increase of the mass until
the shear stress reaches 0.78MPa and the sandwich resistance changes to 5.06K/W. This
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Figure 6.4: Overview of a broken PocoFoam specimen in two parts. As expected the parts
are still glued onto the stainless steel and the CFRP
implies that the PocoFoam resistance has increased to 0.83K/W which is a 28% increase
above 0.6K/W. This implies that the broken ligaments has to reach a certain number before
their combined contribution can increase the resistance. All the ligaments breaks shortly
after, at 0.88MPa, implying that after a certain number of broken ligaments, the rate at which
the remaining ligaments break increase rapidly and failure occurs shortly after. Stresses
of 0.78MPa and 0.88MPa are therefore considered as the ultimate shear strength and the
breaking shear strength, respectively. Figure 6.4 shows the PocoFoam as expected broken in
two parts through the ligaments.
The measured shear stress values agree well with the tensile stress measured values.
This shows that the tensile yield strength, the ultimate tensile strength and tensile breaking
strength are practically equal to the shear yield strength, the ultimate shear strength and
the breaking shear strength, respectively. A summary of the shear measurement results is
presented in table 6.3 together with the tensile values obtained from ﬁgures 5.17 and 5.18
Table 6.3: Summary of the tensile and shear mechanical properties
Mechanical Property Tensile Shear
(MPa) (MPa)
Yield strength 0.6 0.5
Ultimate strength 0.8 0.78
Breaking strength 0.86 0.88
The error associated with the repeatability of the measurements is about 2%. This
is obtained by repeating the same measurements several times under similar conditions.
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The total resistance of the sandwich increases on average by 3.2% from 4.9§0.02K/W to
5.06§0.02K/W shortly before failure occurs. Knowing the error experienced in the repeata-
bility of the measurements, it is considered that the sandwich total resistance only increases
by 0.14K/W. This implies that the thermal conductivity of the PocoFoam decreases from
54W/mK to 38W/mK, a reduction of around 33%, if only the foam conductivity changes.
An ANSYS simulation1 performed on the full length of the cooling pipe (1200mm) with
end closeout piece and constrained at one end shows that the maximum stress in the Poco-
Foam is around 0.47MPa. This maximum value is very close to the shear yield stress but far
below the ultimate shear stress and the breaking shear stress. This implies that small plastic
deformations of the ligaments can occur inside the PocoFoam during the use of the stave.
However, failure will not occur in the PocoFoam. In conclusion, the PocoFoam thermal con-
ductivity is not expected to be reduced to 38W/mK due to thermally induced shear stress in
the stave.
1https://twiki.cern.ch/twiki/pub/Sandbox/TrackerExchange/thermal effects of a Stave with SS pipes
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CAD Modeling of Carbon Foam
In this chapter, a 3D geometry of micro-cellular carbon foam is modelled. Matlab is used
to write a 2D digital foam algorithm and convert it into a 3D model. The solid model is
transferred to Solid Works for void creation in order to obtain a micro-cellular carbon foam
model. The primary objective of this model is to develop a predictive capability toward
establishing a process-property relationship of carbon foams. In order to capture the effect of
processing parameters that affect the foam micro-structure and hence the foam properties, it
is necessary that detailed micro-structural characteristics are included in the model [82]. 3D
models of carbon foams can contribute to better understanding and therefore prediction and
manipulation of its mechanical and thermal properties. Models can also reduce signiﬁcantly
the cost and time associated with experimental measurements. However, 3D modeling of
carbon foams is complex due to the foam’s heterogeneous and anisotropic structure. The
non-uniformity of bubble sizes and pore sizes, average porosity and randomness of bubble
placement are the factors that must be considered.
In 2006, Qijun Yu, Brian E. Thompson and Anthony G. Straatman [83] proposed a CAD
model of carbon foams. The model was based on a unit-cube geometry characterising the
internal foam structure. The model consists of stacked interconnected sphere-centred cubes
that constitute a regularly packed array of spheres. The proposed model predicts well the
foam thermal conductivity as a function of pore size but makes erroneous assumptions such
as single uniform pore diameter of the foam, the centre location inside the unit-cubes of all
the pores and intersection of each pore with six adjacent pores on the six surfaces of the
unit-cube. These assumptions do not conform to the real foam topology.
Mesut Kirca et al., [84] developed in early 2007 a CAD based algorithm to generate
carbon foam models. The method consists of computer programs that generate random bub-
ble sizes and locations which become an input to a CATIA CAD script that produces a solid
foam model. The only assumption that Mesut Kirca et al., make is that the cells are exactly
spherical. The authors claim that this assumption is mostly valid for mesophase pitch based
carbon foams that are heated up to 300±C during the production process. This assumption
is also made by A.M. Druma, A.K. Alam and C. Druma [85] in their analysis study of
thermal conduction in carbon foams. Moreover, the spherical cell assumption arises from
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the assumption of spherical bubble growth mechanisms studied in literature [86], [87]. The
Young’s modulus and Poisson’s ratio obtained with this model agree well with that of the
actual subject foam. These results are the proof that physical parameter based modeling
techniques can produce CAD foams which are able to represent real foams in a simulation.
In this thesis, the digital foam algorithm developed by Lamontie James et al., [88] is
used to model Poco carbon foams. The model is not complex, easy to understand and seems
accurate in simulating PocoFoam. Great interest was shown for the model and the authors
were contacted in order to use the algorithm for further studies such as mechanical and ther-
mal analysis of PocoFoam. The model is considered the most accurate of the models actually
availablebecausethe assumptionsmade conformto thetopology ofPocoFoam. Randomness
of cell locations is achieved by randomly distributing the coordinates of the centre points of
the spheres that represent the bubbles. The porosity value, which indicates the pore vol-
ume of the foam model, and properties of microstructural topology such as minimum and
maximum cell diameters and mean pore diameter values are other characterisation parame-
ters used as variables in the determination of geometrical data. The cells are assumed to be
spherical. The model makes two noteworthy contributions:
² The algorithm is fast. It is written in Matlab and does not require a CAD package
whose performance can be signiﬁcantly degraded when rendering large numbers of
bubbles. Creation of bubbles is explained later in this chapter.
² The model’s void fraction is accurately veriﬁed using an image processing technique
also performed without the use of a CAD package.
The reason for generating a PocoFoam model is to import the model to ANSYS and pre-
dict the thermal and mechanical properties of the foam. These properties will be compared
to those measured experimentally in the laboratory.
7.1 2D Foam algorithm
Lamontie James et al., report that careful observation of various specimens of Poco carbon
foam reveals a repeated pattern of the way the spherical bubbles intersect. The sizes of the
bubbles and pores are not uniform, see ﬁgure 7.1. Considering a 2D cross section of the
PocoFoam specimen, it appears that each bubble has a circular shape and a pore is created at
the intersection of the bubbles, see ﬁgure 7.2. It is clearly seen that the bubbles are not ran-
domly positioned since each bubble intersects with another one. Moreover, the intersection
looks so close so that it allows a particular pore length.
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Figure 7.1: Scanning electron microscope (SEM) image of PocoFoam [88]
Figure 7.2: 2D view of a PocoFoam specimen [88]
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Figure 7.3: Placement of the second bubble as a function of the desired pore diameter what
is randomly chosen. r1 and r2 are the radii of the ﬁrst and second circles, respectively. (x1,y1)
and (x2,y2) are the coordinates of the ﬁrst and second circles, respectively
The 2D digital foam algorithm was developed based on these observations in order for the
model to approximate the real PocoFoam topology. The bubbles are selected randomly from
a distribution of diameters equal to that observed for PocoFoam. The position of the ﬁrst
bubble is ﬁxed at the origin of the algorithm’s inbuilt coordinate system. The position of the
second bubble relative to the ﬁrst is chosen in a way that the diameter of their pore is equal
to 2p0, see ﬁgure 7.3. This value is randomly selected from a data collection of pores with a
distribution equal to that measured for a PocoFoam specimen. The algorithm makes sure that
the centre of the next bubble is not occupied before allocating the position to be the centre
of a bubble. The PocoFoam bubble size is between 350¹m and 400¹m and the pore size is
between 150¹m and 200¹m [88].
As seen on the 2D view of the PocoFoam specimen, the intersection of two bubbles offers
the possibility to create two more bubbles. The newly created bubble intersects with the
previous two intersected bubbles. Given a desired radius of the new bubble, Lamontie James
et al., establish a strong relationship between the position of this bubble and the radii of the
previous two intersecting bubbles, the distance between the centre points of the bubbles and
the pore diameters. In the present example, given the radius r3 of the third bubble its position
is conditioned by the radii r1 and r2, the distance d13 and d23, the pore radii p1 and p2, see
ﬁgure 7.4. The mathematical expressions used to calculate the positions are the following
d12 =
p
(x2 ¡ x1)2 + (y2 ¡ y1)2 (7.1)
d13 =
q
(r2
1 ¡ p2
1)1=2 + (r2
3 ¡ p2
1)1=2 (7.2)
d23 =
q
(r2
2 ¡ p2
2)1=2 + (r2
3 ¡ p2
2)1=2 (7.3)
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Figure 7.4: Placement of two other bubbles adjacent to the previous intersecting bubbles
Á = §cos
¡1(
d2
23 ¡ d2
13 ¡ d2
12
¡2d12d13
) (7.4)
(x3;y3) = (x1;y1) + (d13cosÁ;d13sinÁ) (7.5)
Thecentrepointofthefourthbubbleisdeterminedbyrotatingthecentrepointofthethird
bubble by 180± using random values of the bubble radius (r4) and pore diameters (p3,p4). By
usingtheequations7:1to7:5, thealgorithmfollowsapreciseorderingeneratingthebubbles.
The algorithm ﬁrst selects randomly the radius of the new bubble from the radius range,
selects the pore diameters from the pore range and calculates the position of the bubble. The
algorithm veriﬁes that the calculated position is not already occupied and places the bubble
there before ﬁnding other possible bubble intersections and processes the same calculations.
7.2 3D digital foam algorithm
After the creation and the positions of the circles in 2D is completed, the algorithm un-
dergoes a further step converting the circles into bubbles. The intersection lines between
bubbles become planes. The algorithm works by creating an intersection plane between two
bubbles. The creation of this plane is constrained to contain the centres of the intersecting
bubbles. Equations 7:1 to 7:5 are used to position a third bubble on that new created plane,
see ﬁgure 7.5.
In the 2D digital foam algorithm, the fourth circle is created at that stage by rotating the
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Figure 7.5: placement of third bubble on top of the ﬁrst two [88]
Figure 7.6: Four bubbles placed at 90± intervals about an axis [88]
coordinates of the third circle by 180± about an axis passing through the centres of the ﬁrst
two circles. The 3D digital foam algorithm instead places three bubbles at 90± about that
axis creating a total of six bubbles and eight pores, see ﬁgure 7.6. Similarly to the 2D digital
foam algorithm, equations 7:1 to 7:5 are recalculated using a randomly chosen bubble radius
and two randomly chosen pore diameters for each new bubble.
Equations 7:1 to 7:5 are continually used until the circle and bubble creation process
is completed with the desired number of bubbles created. An example of a completed 3D
bubble generation algorithm is shown in ﬁgure 7.7, with 581 bubbles. This solid 3D model
is exported to a CAD package where it is extruded. In this study, Solid Works1 is the CAD
package used to extrude the created 3D model. This is done by writing a macro in visual
basic that converts the Matlab created bubbles into a solid works model. Figure 7.8 shows
the 3D solid works model ready to be transferred to ANSYS.
The porosity of the foam is an important parameter to know in order to establish a rela-
1www.solidworks.com
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Figure 7.7: overview of 581 bubbles created with the algorithm [88]
Figure 7.8: CAD rendering of digital carbon foam with a porosity of 0.65
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tionship between the density and the physical properties of the foam. The porosity, P, or the
void content of the foam is determined as follows
P = 100
V void
V total
(7.6)
where V void is the volume occupied by the pores and V total is the total volume of the
foam.
The relative density (R) is expressed by
R =
½(b)
½s
= 1 ¡
P
100
(7.7)
where ½(b) is the bulk foam density and ½s is the intrinsic density of the solid in the foam.
7.3 Finite Element Method
Inthisstudy, thefocusisondevelopingaﬁniteelementmodel(FEM)ofconductiontransport
inPocoFoam. Theeffectofconvectionandradiationwithintheporesarenotconsidered. The
FEM is used to determine the bulk thermal conductivity of PocoFoam. This is achieved by
establishing a thermal gradient through the PocoFoam specimen.
For the analysis of the thermal ﬁeld in the PocoFoam specimen, the governing differen-
tial equation of steady state heat conduction without internal heat generation in the foam is
considered. The PocoFoam specimen is sandwiched between two slabs of non-porous solid
as shown in ﬁgure 7.9. The steady state heat conduction equation applied to the specimen is
given by:
r:(krT) = 0 (7.8)
with the boundary conditions:
x = 0, power at the top surface of the slab
x = L, T = T 2 at the bottom surface of the slab
x 6= 0 and x 6= L, no heat transfer through all other surfaces
The heat ﬂux through the specimen is identical to the ﬂux at the top and bottom surfaces
because there is no internal heat generation in the specimen. The bulk thermal conductivity
can therefore be calculated as follows:
kbulk = q
¢L
¢T
(7.9)
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Figure 7.9: Overview of the boundary conditions and loads in the thermal analysis
The 3D PocoFoam geometry shown in ﬁgure 7.8 is exported to ANSYS. The software
provides an automatic mesh generator that allows surface building and solid meshes that are
either uniform or concentrated around critical regions. The size of the mesh can be speciﬁed
either as relative to the dimensions of the model (percentage of the smallest characteristic
dimension of the model) or as a absolute value (absolute dimension of the edge length). In
this study, the PocoFoam geometry is meshed with the uniform meshing option. In order for
thePocoFoamgeometrytobemeshsatisfactorily, thegeometrywastrimmedtothefollowing
dimensions: 1mm x 1mm x 2mm. The PocoFoam block obtained with these dimensions is
considered large enough to predict both the thermal and mechanical properties of PocoFoam.
7.4 Results and discussion
In this study, the simulated PocoFoam has a density equal to 0.60g=cm3. The properties ob-
tained from the simulation will be compared to the properties of the PocoFoam with density
equals to 0.56g=cm3 presented in chapters 5 and 6. Due to the random process of the bub-
ble’s creation, it is sometimes difﬁcult to generate a PocoFoam model with the exact density
that is desired. This is the reason why the density of the simulated PocoFoam in the present
study differs from the density of the PocoFoam compared with. The simulated results will
only be compared to the PocoFoam properties in the x and y directions. This is done be-
cause the PocoFoam topology shows spherical bubbles in these two directions [33]. The
study is ongoing and aims to establish a relationship between PocoFoam density and thermal
conductivity.
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Figure 7.10: Thermal analysis ﬁnite element model showing temperature (±C) distribution
(A) and heat ﬂux variation in cell walls (B)
7.4.1 Thermal conductivity
The temperature and heat ﬂux distribution of a simulated PocoFoam are presented in ﬁg-
ure 7.10A and ﬁgure 7.10B, respectively. It is observed that the temperature distribution is
mostly one-dimensional in most of the PocoFoam specimen except near the pores. The heat
ﬂux varies in the walls of the PocoFoam specimen because greater heat ﬂux occurs in thinner
cell walls.
A heat ﬂow of 1W is applied on the top slab and the bottom slab is cooled at 8±C in order
to calculate the bulk thermal conductivity of the PocoFoam specimen. The bulk material of
PocoFoam is taken as carbon graphite and is assumed to be isotropic. From the available
literature, the density is deﬁned as 1.7 g/cm3, the thermal conductivity is 390 W/mK and the
speciﬁc heat capacity is 710 J/KgK. The temperature gradient through the specimen is ob-
served to be around 36±C and the calculated thermal conductivity around 55.49 W/mK. The
conductivities measured with the in-plane system at 20±C are 54.5 W/mK and 57.5 W/mK in
x and y directions, respectively, see chapter 3. The density of the simulated PocoFoam spec-
imen is 7% greater than the density of the measured specimen. However, a corresponding
7% increase in the conductivity is not observed. The calculated thermal conductivity agrees
well with the conductivity values measured in the x and y directions. Of course, this single
result is not able to establish any relationship between density and thermal conductivity. A
full understanding of this relationship will be achieved after the study of several PocoFoam
densities.
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Figure 7.11: Stress analysis of the PocoFoam specimen assuming the material properties are
isotropic
7.4.2 Young’s modulus
The surface contacts between the foam and the slabs are bonded to prevent separation. The
Young’s modulus and the Poisson’s ratio of the bulk material (graphite) of the PocoFoam are
taken to be 15.61GPa and 0.33 [84].The bottom slab is a ﬁxed support and a pulling force of
40N is applied on the top slab. The results of the longitudinal and transverse displacements
are shown in ﬁgure 7.11A and ﬁgure 7.11B, respectively.
The average longitudinal displacement is simulated to be around 0.81mm and the aver-
age transverse displacement is around 0.03mm. The bulk Young’s modulus is calculated to
be 0.98GPa and the Poisson’s ration is 0.04. The experimentally obtained Young’s moduli
are 1.1GPa and 1.3GPa in x and y directions, respectively. These experimental values are
12% and 33% higher than the calculated value, in the x and y directions, respectively. Unex-
pectedly, the calculated Young’s modulus is slightly lower than the measured value. Being
7% denser than the measured specimen, the simulated PocoFoam specimen was expected to
have a higher Young’s modulus value, hence stiffer.
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Conclusions and Summary
The work described in this thesis centred upon the thermo-mechanical characterisation of
carbon foams and composite materials for the stave design of the ATLAS inner tracker up-
grade. The work focused on the design and construction of measurement systems capable of
accurately measuring the thermal and mechanical properties of these materials. The thermal
material characterisation was performed at the University of Glasgow and the mechanical
material characterisation at the Rutherford Appleton Laboratory (RAL). The results obtained
agree well with the manufacturer measured values for the materials having well understood
properties and new results were obtained for the other materials. The work undertook con-
tributed to understand better the manufacturing process of CSiC foam by discovering that
the thermal conductivity of the foam, recommended by the manufacturer, was inaccurate.
The value measured for the 8% foam is 52 W/mK instead of the 0.52 W/mK published by
the manufacturer. Additionally, this work establishes that the Young’s modulus value of Car-
bon ﬁbre reinforced polymer (CFRP) at low stress (<30MPa) is equal to its corresponding
value at high stress. The work also achieves to determine the mechanical properties of Poco-
Foam of 0.56g/cm3 at low stress, which were unknown until now, and concludes a similarity
between its tensile Young’s modulus and shear modulus values.
The results achieved by the studies undertaken made a considerable contribution to the
R&D of the design of the ATLAS inner tracker upgrade. The values measured were used
to understand and optimize the actual inner tracker stave design and explore new design
options.
Three main measurement systems were designed and used to determine thermal and
mechanical material properties in this thesis
² In-Plane thermal conductivity measurement system
² Transverse thermal conductivity measurement system
² Jig for mechanical measurements at low stress
Thermo-mechanical measurements were also performed on a sandwich device composed
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of stainless steel, PocoFoam and CFRP. The transverse thermal conductivity measurement
system was used to performed these measurements. Finally, a modelling of PocoFoam of
density 0.60 g/cm3 was performed in Solid works and its thermal and mechanical proper-
ties were predicted in ANSYS. The simulation work of PocoFoam is ongoing and aims to
establish a relationship between its density and its thermal and mechanical properties.
The conclusions and summaries drawn for each of the above mentioned measurements
andresultsarediscussedinsections8.1to8.3. TheimmediatePostPhDworkplanisdetailed
in section 8.4.
8.1 In-plane thermal conductivity measurement system
An in-plane thermal conductivity measurement system was designed and reported in this the-
sis and used to measure in-plane thermal conductivity values of PocoFoam, Allcomp foam
and CFRP which are all materials used in the stave design of the ATLAS inner tracker up-
grade. In-plane thermal conductivity values of materials of interest such as TPG, diamond,
CSiC foam and carbon carbon were also determined. The method used for these measure-
ments is the steady state direct measurement method. The system is designed to measure
ﬂat and thin specimens of length equal to 100mm, width approximately equal to 12mm and
thickness up to 5mm. The specimen under investigation is heated at one end and cooled at
the other end with a massive heat sink. The specimen is surrounded with aluminium radia-
tion shields and all the RTDs wires are anchored on the heat sink. The temperature of the
radiation shields are kept equal to the specimen temperature during the measurements. The
measurements are performed by recording temperatures with RTDs placed on the specimen
along the path of the heat ﬂow. The residual undesired parasitics present in the measure-
ment system are remedied by the double ﬂux technique. Measurements are performed in
the temperature range from -30±C to 20±C inside a vacuum vessel with an air pressure of
approximately 10¡5 mbar. The total fractional uncertainty in the measured thermal conduc-
tivity values is around 1.5%. The thermal conductivity values measured for carbon carbon,
diamond, CFRP, TPG, Allcomp foam and PocoFoam agree well with the available literature
values. However, measurements of thermal conductivity of Allcomp foam specimens with
thickness equal to or less than 1.4mm result in inaccurate values. The thermal conductivity
value of the CSiC foam 8% measured is greater than the expected value. This is likely due
to graphite core which was left from the manufacturing process of the foam.
8.2 Transverse thermal conductivity measurement system
The transverse thermal conductivity measurement system designed in this thesis was used
to measure thermal resistances and thermal conductivities of materials such as Dow Corning
340, Dow Corning SE4445, Hysol EA9396, Hysol EA9396 + Boron Nitride, Araldite 2011,
Epolite FH-5313 epoxy, CFRP and kapton ﬁlms. The measurement system was also used to
investigate PocoFoam and Allcomp foam specimens. The material under investigation was
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sandwiched between two copper bars. The system was heated by a heater that was placed
high on the upper copper bar and cooled by a massive heat sink connected to the lower cop-
per bar. Two RTDs were placed on the copper bars along the path of the heat ﬂow. One
RTD on each side of the material under investigation. The measurements were performed at
room temperature. The average temperature of the RTDs were kept similar to the environ-
ment temperature. Measurements of the thermal conductivity values of Dow Corning 340,
Hysol EA9396, Araldite 2011, Epolite FH-5313 epoxy, CFRP and kapton ﬁlms agree well
with book values and the measurement of Hysol EA9396 + Boron Nitride was compared to
theoretical models of powders in a matrix. The thermal conductivity measurement of Dow
Corning SE4445 results in 2§0.2W/mK, which is different from the value published by the
manufacturer (1.26W/mK1).
Measurements of PocoFoam and Allcomp foam specimens were performed by placing
two RTDs directly on the specimens. The average temperature of these RTDs average tem-
perature was kept similar to the room temperature. The measured transverse thermal conduc-
tivity of the PocoFoam specimen with density equal to 0.56g/cm3 agrees very well with the
expectedvalue. Themeasuredvalueisaroundthreetimesgreaterthanthevaluesobtainedfor
the other two directions. This conﬁrms the expected anisotropic conductivity of PocoFoam.
The transverse measurement of Allcomp foam with density equal to 0.22g/cm3 results in a
value similar to that found for the other two directions. This conﬁrms the expected isotropic
conductivity of Allcomp foam.
8.3 Jig for mechanical measurements at low stress
A jig was designed in this thesis and adapted to a conventional testomer to eliminate twist-
ing and bending of the specimen, which appear to inﬂuence negatively the results during
tensile measurements at low stress. This mechanical system was used together with a video
extensometer system to measure mechanical properties of CFRP and PocoFoam of density
0.56g/cm3. The measurements were performed at room temperature. The results of the
Young’s moduli of the CFRP specimens measured (0/60/-60 and 90/0/90) agree well with
the values obtained at the Engineering Research Laboratory (MERL) for 0/60/-60 and at the
Brookhaven National Laboratory for 90/0/90 at higher stress values. The results of the Poco-
Foam measurements show that it is possible to determine its elastic region at low stress and
determine graphically the yield strength and the ultimate tensile strength.
8.4 Post PhD work
The simualtion work of PocoFoam is expected to be completed by establishing a relationship
between its density and its thermal and mechanical properties. However, due to the discon-
tinuity of the production of PocoFoam, it is more likely that Allcomp foam will be used in
1http://www.ellsworth.com/display/productdetail.html?productid=2491
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the design of the inner tracker of the ATLAS upgrade. Therefore, the immediate work will
be focused on the simulation of the Allcomp foam.
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150Appendix A
Detailed view of the in-plane thermal
conductivity measurement system
The in-plane thermal conductivity measurements are performed by recording temperatures
with four RTDs placed on the specimen along the path of the heat ﬂow, see ﬁgure A.1.
The specimen is surrounded with aluminium radiation shields in order to minimise heat
transfer by radiation between the specimen and the environment around the measurement
system, see ﬁgure A.2. The measurement system is placed inside a copper box that serves
as radiation shield between the vacuum chamber environment and the measurement system,
see ﬁgure A.3. The entire assembly is placed inside the vacuum chamber whose inside walls
are covered with a thin multi-layer thermo-reﬂective insulation, see ﬁgure A.4.
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MEASUREMENT SYSTEM
Figure A.1: Overview of the specimen placed inside the measurement system. Four RTDs
are placed on the specimen along the heat path. The specimen heater and the upper shield
heater are shown
Figure A.2: Overview of the measurement system with radiation shields around the speci-
men. The upper heater and a RTD are placed on the upper shield, the wires anchored on the
copper block. The measurement system is ready to be covered inside the copper box
152APPENDIX A. DETAILED VIEW OF THE IN-PLANE THERMAL CONDUCTIVITY
MEASUREMENT SYSTEM
Figure A.3: Overview of the box containing the measurement system together with the cool-
ing ﬂuid pipes. The box is ready to be placed inside the vacuum chamber for measurements
Figure A.4: Overview of the inside walls of the vacuum chamber covered with a thin multi-
layer thermo-reﬂective insulation
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View of the transverse thermal
conductivity measurement system
The transverse thermal conductivity measurements are performed by recording temperatures
with RTDs placed on the copper bars along the path of the heat ﬂow, see ﬁgure B.1. One
RTD is placed at the top of the upper copper bar and another one on the heater. These RTDs
are used to calculate the heat loss during the measurements in order to determine the actual
heat going through the specimen under investigation. A load cell is used in order to calculate
the pressure applied on the specimen.
154APPENDIX B. VIEW OF THE TRANSVERSE THERMAL CONDUCTIVITY
MEASUREMENT SYSTEM
Figure B.1: Overview of a specimen placed inside the transverse thermal conductivity mea-
surement system. Two RTDs are placed on the copper bars along the heat path. One RTD is
placed above the specimen and the other one below the specimen.
155Appendix C
Overview of the jig mounted into a
conventional testometer
156APPENDIX C. OVERVIEW OF THE JIG MOUNTED INTO A CONVENTIONAL
TESTOMETER
Figure C.1: Overview of the jig mounted into a conventional testometer. The specimen is
ready to be measured
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